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Study aims and objectives 

The aim of this study was to investigate clinical and technical factors that may 

influence patient toxicity and outcome within an oesophageal cancer clinical trial 

dataset. The objectives of the study were: 

 

1. To assess interdepartmental variation in radiotherapy treatment planning 

techniques 

2. Identify clinical factors that may influence radiotherapy treatment outcome 

3. To implement new metrics that may allow quantification of treatment 

planning variation 

4. To incorporate treatment planning variation data, dose data and other 

biological and clinical factors into a multivariate analysis linked with patient 

outcome 

5. To investigate the role of radiotherapy dose escalation in improving patient 

outcome 

6. To identify and explore new metrics that relate patient factors to outcome 
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Abstract 

The work contained within this thesis explores the relationship between clinical and 

technological parameters of radiotherapy treatment planning and patient outcome 

in patients who were treated for cancer of the oesophagus as part of the SCOPE 1 

clinical trial. However the methods and concepts of the work could also have 

applications at other tumour sites.  

By developing ideas from previous studies, a novel method of applying a conformity 

index found a significant relationship between the quality of a radiotherapy plan and 

patient outcome in terms of overall survival. Furthermore it was found that the plan 

quality could be improved by utilising a relatively new method of dose delivery. This 

dose delivery method also allowed the improving of tumour control via dose 

escalation to be explored via radiobiological modelling. The results of this work 

showed that although the probability of controlling the tumour is increased, there is 

also a significantly higher risk of increased gastric toxicity for patients with lower 

oesophageal tumours. Interfraction gastric movement was also investigated with the 

end result being a recommendation for stomach movement and toxicity to be 

minimised by using a pre-treatment protocol. This is being taken forward in a 

nationwide multicentre clinical trial. Finally a texture analysis software package was 

used to investigate whether there was relationship between the image 

heterogeneity parameters of computed tomography images and patient outcome. 

This work could potentially aid the decision making process of radiotherapy 

treatment, allowing a more informed judgement to be made on the most beneficial 

treatment for the patient. 
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Chapter 1 

 

Introduction 

 

1.1 Oesophageal Cancer 

Worldwide, oesophageal cancer is the eighth most common cancer and it has the 

fifth highest mortality rate of any tumour sites (1). The disease can present in two 

main histological sub types, squamous-cell carcinoma, more common in the 

developing world and arises from the skin cells that line the upper and middle third 

of the oesophagus, and adenocarcinoma, which is more common in the developed 

world and arises from glandular cells present in the lower third of the oesophagus. 

The main risk factors associated with squamous cell carcinomas include tobacco 

smoking, alcohol consumption and poor nutrition whilst the main risk factors for 

adenocarcinomas include smoking, obesity and gastroesophageal reflux disease (2). 

The incidence of squamous cell carcinoma in the UK remains stable or is falling whilst 

the incidence of adenocarcinomas affecting the lower oesophagus and gastro-

oesophageal junction has increased substantially over recent decades (3). Where the 

patient remains fit and healthy, surgical resection of the tumour remains the first 

choice of curative therapy. However surgery is only appropriate for 10-20% of the 

patient population and despite low postoperative mortality rates, the long-term 

outcomes from surgical-based treatment due to both systematic relapse and locally 
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advanced disease at presentation remains poor (4). Most patients will therefore 

present with in-operable disease or may not be fit enough to undergo surgery.  

Chemoradiotherapy (CRT), the combination of chemotherapy and radiotherapy, is 

used widely in combination with surgery to try and improve the low survival rates of 

surgery alone. CRT can be combined with surgery both as neoadjuvant, before 

surgery, or adjuvant, after surgery, therapy. Recent studies and trials however have 

shown definitive CRT (dCRT), where chemo-radation is the sole method of 

treatment, is not only more effective than chemotherapy (5) or radiotherapy (6) 

alone in treating oesophageal cancer, but also results in significantly higher overall 

survival rate compared to surgery alone (7) & (8).  

The majority of patients who relapse do so within the previously irradiated area (9) 

(10), with the reported local failure rate in patients treated with CRT being 45-58%. 

Therefore, although radiotherapy undoubtedly does and will continue to play an 

important part in the treatment of oesophageal cancer, it is vital that the delivery of 

radiation to the tumour sites is done in a manner that will maximise the tumour 

control whilst reducing the risk of normal tissue toxicity.  

 

1.2 Radiotherapy 

Radiotherapy, together with surgery and chemotherapy, is one of three main 

modalities used in the treatment of cancer. It uses photons, electrons or ions to 

destroy tumour cells within the body. Ionising radiation in the form of photons and 

electrons has been used in the treatment of patients since the beginning of the 20th 

century, soon after the initial discovery of x-rays. This early treatment mostly 

consisted of either kilovoltage x-ray sets or the application of radium either on or 



 
 

24 

near the lesions on the patient. It was not until 1956 that the first patient was 

treated with a linear accelerator, which uses the high-speed impact of electrons on a 

small piece of high-density material to produce high-energy x-ray photons that can 

be focused to enter a patient. A key step forward was the use of higher energies, 

giving skin sparing for deep seated tumours. However, tight dose distributions are 

needed to spare normal tissue of irradiation, with geometric accuracies of 2-3mm 

required for the delivery of successful treatment plans (11) and dosimetric 

differences of 5-7% known to cause significant changes in tumour control and 

normal tissue (12) & (13).  

Radiotherapy is usually performed as part of a fractionated schedule, in which the 

treatment is spread over a number of days. This is important as it allows both the 

healthy tissue to recover from some unavoidable exposure but also to ensure that 

tumour cells that may have been in the radio-resistant phase of their cell cycles to be 

in the radio-sensitive cycle when the next radiation dose is given (14). Fractionation 

schedules will vary between tumour sites and can also be changed as a result of 

clinical trials in which a particular schedule is found to be more beneficial. 

Clinical trials are an extremely important part of clinical science and research. They 

are essential in evaluating the efficacy of new treatment methods and carefully 

conducted clinical trials are the quickest and safest method of determining whether 

the new treatment should be given to the extended population. Radiotherapy can be 

prescribed to patients either as a stand-alone therapy or as part of a treatment 

schedule that includes chemotherapy. As a result, radiotherapy can be included in a 

clinical trial in two ways; as part of standard care where all patients receive the same 
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radiotherapy schedule, or as the research arm itself, where patients will receive 

different radiotherapy schedules to determine the efficacy of one over the other.  

 

1.3 Radiotherapy in practice 

1.3.1 Measuring the radiotherapy dose 

In order to safely treat a patient it is critical that the dose of radiotherapy 

administered to that patient is quantified. The SI unit for radiotherapy is the Gray 

(Gy), and it is defined as the absorption of one joule of radiation energy by one 

kilogram of matter (1Gy = 1 J/Kg) (15). This standard unit is used to prescribe 

radiotherapy to patients, with the amount of dose prescribed usually dependent on 

the tumour site. 

 

1.3.2 How does radiotherapy work? 

It is the interaction of the x-ray radiation produced ŦƻǊ ǊŀŘƛƻǘƘŜǊŀǇȅ ǿƛǘƘ ŀ ǇŀǘƛŜƴǘΩǎ 

tissue that enables radiotherapy to be an effective form of treatment.  

 

  

Figure 1.1 - Schematic of radiation damage to DNA (16) 
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Radiation can cause damage either via the indirect or direct route as shown in Figure 

1.1.  

The effects of radiation on tissue can be divided into four phases (17): 

 

1. The physical phase ς radiation absorption in tissue leads to ionisation 

(ejection of orbital electrons) and excitation (raising electrons to higher 

energy levels within the atom). 

2. The chemical phase ς these damaged atoms and molecules react with other 

cellular components leading to the breakage of chemical bonds and the 

ŦƻǊƳŀǘƛƻƴ ƻŦ ΨŦǊŜŜ-ǊŀŘƛŎŀƭǎΩΦ These free radicals are highly reactive oxygen 

species that go on to interact with the DNA. 

3.  The biological phase ς this includes all subsequent processes, beginning with 

enzymatic reactions that act on the residual chemical damage. The vast 

majority of DNA damage is repaired successfully but some lesions fail to 

repair and this leads to cell death. In most tissues, several cell divisions 

may occur prior to cell death. 

4. The clinical phase ς this covers the clinical effects of the delivered radiation. 

Tumour effects are thought to be generally due to cell death caused 

directly by DNA damage, although indirect effects such as reduction of 

tumour vascularity or enhanced immune recognition may also be 

important. Normal tissue effects may be acute due to direct cell death to 

mucosal surface or late, thought to be due to indirect effects on the 

vasculature or on the stem cell component, reducing the capacity to 
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repair future damage. Radiation is also potentially carcinogenic and there 

is a risk of radiation-induced second malignancies, especially in younger 

patients and those expected to live a further 10 years. 

 

The maximum radiation dose that can be tolerated at any given tumour site within 

an individual is largely unknown. This is mostly due to the difficulty of carrying out 

studies that are not limited by the toxicity of the surrounding normal tissue. As a 

result, the commonly accepted maximum doses that are prescribed to any particular 

area have been derived empirically during the history of radiation therapy and these 

will be based on limited retrospective data and clinical observations. There are 

published guidelines that have been used as reasonable estimates of the risk of 

developing a particular toxicity (18), however these are based on small populations 

of patients, treated with out-dated techniques.  A major consideration when 

prescribing radiation to patients is the type of tissue exposed and the impact of 

uncontrolled cancer, as this may influence the decision on how much radiation is 

necessary and tolerable. For example in some tissues such as the lung, quite a lot of 

damage after irradiation may be acceptable if the probability of tumour control is 

reasonably high. However, the consequences of a high dose to the central nervous 

system can be severe, and it must therefore be tailored to minimise the likelihood of 

damage. 

 

1.3.3 The linear accelerator 

Linear accelerators are the most widely used machine for producing x-rays in a 

radiotherapy department. The megavoltage x-rays are produced by the deceleration 
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of electrons in a tungsten target and the energy spectrum of the photons will be 

determined by the electron energy, target and filter composition. Electrons 

produced by an electron gun are accelerated up to relativistic velocities along a 

waveguide by a magnetic field generated by microwaves. The microwaves are 

produced in either a klystron or magnetron. Typically electrons will enter the 

waveguide at around 0.4c and will leave having been accelerated up to 0.995c 

(where c = speed of light). It is important that the electron beam is steered so that it 

enters and leaves the waveguide correctly, and that it also strikes the target or 

scattering foil in such a way that it creates the required high quality beam. There are 

therefore usually two steering coils either side of the waveguide and then a bending 

magnet in order to focus the beam on to the target. 

Electrons lose their energy as they pass through the target via three primary 

interaction mechanisms, the most important of which for the production of clinically 

useable x-ray photons is the bremsstrahlung mechanism. Bremsstrahlung X rays 

result from Coulomb interactions between the incident electron and the nuclei of 

the target material. During the Coulomb interaction between the incident electron 

and the nucleus, the incident electron is decelerated and loses part of its kinetic 

energy in the form of bremsstrahlung photons. A range of photon energies is 

produced, with the maximum energy being equal to the energy of the electrons 

incident on the target. However the x-rays are transmitted in a very non-uniform 

beam that is unsatisfactory for x-ray therapy. The beam is therefore passed through 

a flattening filter, which will produce a flat x-ray beam at a certain depth, usually 5 or 

10cm, in water.  
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Fig 1.2 ς Schematic of linear accelerator head for (a) photon beam treatment (b) electron beam 
treatment (19) 

 

After the flattening filter the beam will move through an ionisation chamber to 

measure the dose output of the linac followed by a set of collimators to shape the 

beam (see Figure 1.2). A set of primary collimators determines the maximum field 

size, usually (40×40)cm2 at the isocentre with secondary collimators then being used 

to define the photon beam as required. The secondary collimators can also be used 

to provide an enhanced dynamic wedge. In this mode the collimator is driven across 

the field whilst the beam is still on, mimicking the effect of placing a metal wedge 

block in the beam.  
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Fig 1.3 ς Graphic of linear accelerator head (20) 

 

Most modern Linacs will also have a set of Multi Leaf Collimators (MLCs) to further 

collimate the beam (See Figure 1.3). These are independent blades that are in a set 

either side of the beam. They can be moved independently and by utilising these 

millimetres wide adjustable metal leaves close to the point at which the x-rays are 

generated, they allow the beam of x-rays to be shaped and focused to a high degree, 

thereby improving the precision at which the dose to the patient can be delivered. 

 

Dose delivery techniques 

Initially, the only way to conform the radiation beam created from a linear 

accelerator to the required treatment area or volume on the patient was by utilising 

the secondary collimators, blocks and wedges. However the addition of the MLCs to 

most modern day linear accelerators has resulted in the advent of more advanced 

MLC position 

Steering coils 

Waveguide 
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dose delivery techniques such as 3D conformal radiotherapy (3D-CRT), intensity 

modulated radiotherapy (IMRT) and volume modulated arc therapy (VMAT).  

 

3D-CRT 

 In essence this type of radiotherapy delivery is simply the utilisation of all the 

ŀǾŀƛƭŀōƭŜ ΨōƭƻŎƪƛƴƎΩ ǘƻƻƭǎ ƛƴ ǘƘŜ ƭƛƴŜŀǊ ŀŎŎŜƭŜǊŀǘƻǊΦ .ŜŦƻǊŜ ǘƘŜ a[/Σ ǊŀŘƛƻǘƘŜǊŀǇȅ 

would be administered by trying to simply match the height and width of the tumour 

within the patient. In fact, the earliest linear accelerators would administer 

radiotherapy treatments with only a relatively low quality x-ray to guide the 

oncologist and physicist as to the location and size of the tumour.  The MLC, 

together with Computed Tomography (CT) based imaging, allows a much better 

match to be made between the shape of the tumour and the x-ray field delivered 

ŦǊƻƳ ǘƘŜ ƭƛƴŀŎΣ ƘŜƴŎŜ ǘƘŜ ǘŜǊƳ ΨŎƻƴŦƻǊƳŀƭΩΦ ¢ȅǇƛŎŀƭƭȅ ŀŘƳƛƴƛǎǘŜǊŜŘ ǳǎƛƴƎ н-5 beams, 

3D-CRT is still used widely to treat breast, lung, rectum and oesophageal tumours. 

 

IMRT 

As the name implies, this method allows the user to modulate the intensity of each 

radiation beam. This results in each field having areas of high and low intensity (or 

fluence) within the same field, allowing for a greater degree of control of the dose 

distribution within the target. By modulating the fluence across some or all of the 

fields, the high dose volume created by the superposition of the beams can have 

areas of convexity. Treatment would therefore be planned so that the area of high 

dose wraps around the tumour, and by arranging the areas of normal tissue within 
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the convex areas, it allows them to receive a relatively lower dose to that of the 

tumour.  

 

 
 

Figure 1.4 ς Illustrating the principles of IMRT (21) 

 

Figure 1.4 is an illustration of the principles of IMRT, in this case when treating the 

prostate. It can be seen how the prostate has a concave outline and how the use of 

modulated fluence on each beam allows the high dose area to be sculpted around 

the rectum and bladder, both of which should ideally receive as little dose as 

possible. IMRT treatments will generally use a larger number of beams than 3D-CRT 

with 9 sometimes being used for some tumours located in the head and neck region 

where there are many sensitive organs to consider. 

 

VMAT 

The basic concept of arc therapy is the delivery of radiation from a continuous 

rotation of the radiation source and allows the patient to be treated from a full 360o 
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angle (22). Essentially an alternative form of IMRT, VMAT is an extremely conformal 

form of radiotherapy administration, and allows the simultaneous variation of three 

parameters during treatment delivery i.e. gantry rotation speed, treatment aperture 

shape and dose rate. Another major advantage of VMAT is the improvement in 

treatment delivery time as a result of treatment being delivered faster in a 

continuous arc compared to multiple stationary beam positions (23). 

 

1.4 Treatment planning 

Successful radiotherapy delivery depends on the patient receiving a high dose of 

radiation to the tumour cells whilst ensuring that sensitive healthy cells nearby do 

not receive the same dose. It is therefore imperative that any dose delivered to the 

patient is done so in a manner that will meet this clinical objective. As a result, an 

essential part of radiotherapy treatment is the planning of the dose delivery. Each 

treatment plan must be individually designed for each patient taking into account 

the location of the tumour and their individual anatomy. The plans are prepared on 

specific computer software that model the behaviour of the treatment machine and 

simulate the effect of the applied radiation fields within the patient, thereby giving 

the clinical and physics staff the best possible approximation of the treatment 

delivery. Plans are generated on diagnostic quality computed tomography (CT) 

images acquired for each patient. These are used to both visually deduce the area 

where treatment is required and to correct for tissue inhomogeneities by quantifying 

the relationship between CT Hounsfield units and electron densities (24).  When 

designing the radiation therapy fields, the clinical and physics staff must take into 

account several important biological and technical factors (25). These include: likely 
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patterns of regional tumour spread, to ensure coverage of local tumour extensions 

not detectable with current imaging techniques; uncertainties in positioning the 

patient for each treatment; and tumour and organ movement during and between 

treatments. In order to accurately and safely plan the delivery and take into account 

these factors amongst other there are specific structures that will be created in each 

treatment plan. 

 

1.4.1 Target volumes 

Target volumes are used when planning to outline any relevant volumes within the 

patient that should be taken into consideration when administering dose. The 

International Commission on Radiation Units and Measurements (ICRU) reports 50 

and 62 give specific definitions of volumes to which the dose should be restricted as 

well as those in which it should be maximised. These are shown in Figure 1.5  

 

 

Figure 1.5 ς Schematic of treatment volumes 

 

Gross Tumour Volume 

Clinical Target Volume 

Planning Target Volume 

Treated Volume 

Irradiated Volume 
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Gross Tumour Volume (GTV) 

The GTV is defined as Ψ¢ƘŜ ƎǊƻǎǎ ǇŀƭǇŀōƭŜ ƻǊ Ǿisible/demonstrable extent and 

ƭƻŎŀǘƛƻƴ ƻŦ ƳŀƭƛƎƴŀƴǘ ƎǊƻǿǘƘΩ. Clinical examination, imaging or both can determine 

the size and extent of the GTV.  

 

Clinical Target Volume (CTV) 

The CTV is defined as Ψ! ǘƛǎǎǳŜ ǾƻƭǳƳŜ ǘƘŀǘ Ŏƻƴǘŀƛƴǎ ŀ ŘŜƳƻƴǎǘǊŀōƭŜ D¢± ŀƴŘκƻǊ 

subclinical microscopic malignant disease, which has to be eliminated. This volume 

thus has to be treated adequately in order to achieve the aim of the radiotherapy, 

ŎǳǊŜ ƻǊ ǇŀƭƭƛŀǘƛƻƴΦΩ This margin is added to the GTV but can also be created without a 

GTV present should the original tumour have been removed.  

 

Planning Treatment Volume (PTV) 

The PTV is defined as Ψ! ƎŜƻƳŜǘǊƛŎŀƭ ŎƻƴŎŜǇǘ ǳǎŜŘ ŦƻǊ ǘǊŜŀǘƳŜƴǘ ǇƭŀƴƴƛƴƎΣ ŀƴŘ ƛǘ ƛǎ 

defined to select appropriate beam sizes and beam arrangements, to ensure that the 

ǇǊŜǎŎǊƛōŜŘ ŘƻǎŜ ƛǎ ŀŎǘǳŀƭƭȅ ŘŜƭƛǾŜǊŜŘ ǘƻ ǘƘŜ /¢±ΦΩ A margin is added to the CTV 

primarily to account for uncertainties that arise as a result of patient movement and 

set up errors within the CTV. Specifically, an Internal Margin (IM) accounts for 

movement of the CTV with respect to the internal or external reference points used 

for aligning patients, and a Set-up Margin (SM) accounts for uncertainty in the 

position of the beam relative to the reference points/structures on the patient. 
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Treated Volume (TV) 

The treated volume is defined as Ψ¢ƘŜ ǾƻƭǳƳŜ ŜƴŎƭƻǎŜŘ ōȅ ŀƴ ƛǎƻŘƻǎŜ ǎǳǊŦŀŎŜΣ 

selected and specified by the radiation oncologist as being appropriate to achieve the 

ǇǳǊǇƻǎŜ ƻŦ ǘǊŜŀǘƳŜƴǘΦΩ  The TV is the volume that is receiving dose in order to ensure 

that the PTV receives the required dose. It is a region enclosed by the 95% isodose 

line on the treatment plan.  

 

Irradiated volume (IV) 

The irradiated volume is defined as Ψ¢ƘŜ ǘƛǎǎǳŜ ǾƻƭǳƳŜ ǿƘƛŎƘ ǊŜŎŜƛǾŜǎ ŀ ŘƻǎŜ ǘƘŀǘ ƛǎ 

considered significant in relation to ƴƻǊƳŀƭ ǘƛǎǎǳŜ ǘƻƭŜǊŀƴŎŜΦΩ This volume should be 

kept as small as possible in order to minimise the damage to normal tissue. 

 

Organs At Risk (OAR) 

ΨbƻǊƳŀƭ ǘƛǎǎǳŜǎ ǿƘƻǎŜ ǊŀŘƛŀǘƛƻƴ ǎŜƴǎƛǘƛǾƛǘȅ Ƴŀȅ ǎƛƎƴƛŦƛŎŀƴǘƭȅ ƛƴŦƭǳŜƴŎŜ ǘǊŜŀǘƳŜƴǘ 

ǇƭŀƴƴƛƴƎ ŀƴŘκƻǊ ŘƻǎŜΦΩ  These are specific organs that due to their location, function 

and radiosensitivity will have an influence on how the tumour volume is treated. 

They are usually contoured within the Treatment Planning System (TPS) and will 

have specific dose constraints dependent on the particular organ. An additional 

volume known as the Planning Organ at Risk Volume (PRV) is also used. This is a 

margin added to the OAR to account for movements and changes in shape and/or 

size of the OAR, as well as set-up uncertainties.   

 

For a more extensive description of the target volumes and OARs relevant to this 

thesis, please refer to appendix A2 Sections 3 and 4. 
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1.4.2 Dose analysis and homogeneity 

When the necessary structures and OARs have been outlined, the dose can be 

calculated and optimised. There are important considerations that should be met to 

ensure that the plan is optimal, both in terms of delivering dose to the tumour and 

sparing normal tissue. Although the distribution of the dose in the plan can be 

visualised on the CT images using isodose lines, the most common method of 

quantifying the distribution is by using a Dose Volume Histogram (DVH). 

 

Dose Volume Histogram ς A DVH is a histogram relating radiation dose to tissue 

volume (26). They are extensively used in treatment planning to graphically 

summarize the radiation distribution within a volume of interest that would result 

from a proposed radiation treatment plan.   They can also be used as input to 

modelling techniques such as Tumour Control Probability (TCP) and Normal Tissue 

Complication Probability (NTCP) (see Section 4.1).   

 

Within the PTV ς It is aimed that 99% of the PTV volume receives 95% of the 

dose. Analysing the DVH can ensure this is met. The dose within PTV should 

also be made to be as homogeneous as possible, following the -5% and +7% 

homogeneity as set out in ICRU 50. 

 

Outside the PTV ς Areas outside the PTV that have a minimum diameter of 

мрƳƳ ŀƴŘ ŜȄŎŜŜŘ ǘƘŜ ǇǊŜǎŎǊƛōŜŘ ŘƻǎŜ ŀǊŜ ƪƴƻǿƴ ŀǎ ΨƘƻǘ ǎǇƻǘǎΩΦ ¢ƘŜȅ ǎƘƻǳƭŘ 

be minimised as much as possible. 

 



 
 

38 

Maximum Dose (Dmax) ς This is the maximum dose to a volume of 1.8cc and 

should not exceed 107% within the PTV. 

 

1.4.3 Treatment plan optimisation 

As mentioned, an objective of successful radiotherapy treatment is the delivery of a 

high dose to the tumour whilst minimising dose to healthy tissue. In order to achieve 

this, a patient will usually be irradiated from several directions with beams that 

overlap at the tumour site to maximise the dose relative to the surrounding area. 

There are two main sets of parameters that require configuration in radiotherapy 

planning; the directions from which to irradiate the patient and the shapes and 

intensity profiles of the beams. Optimising these parameters is a significant 

mathematical challenge using complex algorithms and techniques that are 

automated using computer programs. Although these will usually be carried out 

using specific radiotherapy planning software with a graphical interface that makes 

the implementation of these techniques relatively easy, it is still essential that the 

user have a good understanding of the underlying methods in which a radiotherapy 

plan is designed and implemented.   

 

There are two types of radiation treatment planning process; forward planning and 

inverse planning (27). In forward planning, plans are constructed largely using a trial 

and error method, albeit one utilising the knowledge and experience of the planner. 

In a clinical setting, the initial stages of a standard radiotherapy plan will follow a pre 

determined set of beam arrangements that have been developed to provide a good 

starting point. The plan can therefore be improved by following an iterative process 
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where the user will adjust numerous parameters, re-calculate the dose and repeat 

until they are confident that the optimal plan for that patient has been generated. 

Although this process is used widely in clinical practice, it is generally very time 

consuming and does not necessarily create the best plans. This may be due to the 

lack of the ǇƭŀƴƴŜǊΩǎ ŜȄǇŜǊƛŜƴŎŜ ŀƴŘ ƪƴƻǿƭŜŘƎŜ ƻǊ from time constraints before the 

plan has to be reviewed by an oncologist and delivered.  

Due to considerable advances in technology, both computational and engineering, a 

new method of planning known as inverse planning is now becoming more 

widespread. In contrast to forward planning, where a plan will be generated and 

dose objectives to selected structures and OARs are taken into consideration 

towards the end of the planning process, the inverse planning process begins with 

specific dose objectives and constraints relating to the relative importance of each 

structure. An optimisation process is then run within the treatment planning system 

to find the treatment plan which best matches all the input criteria.  

 

Two treatment planning systems are used extensively in this investigation. These are 

Oncentra MasterPlan (OMP) (Elekta AB, Stockholm, Sweden), and Eclipse (Varian, 

Palo Alto, USA).  

 

1.5 Statistical analysis 

The nature of this whole study requires various statistical tests to be conducted. This 

section gives a brief introduction to all the tests used within this thesis. 
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1.5.1 Mann-Whitney U test 

The Mann-Whitney U test is essentially a test for assessing whether two 

independent samples come from the same distribution. For example, a possible use 

would be to test whether the toxicity values of a set of patients are dependent on 

the gender of the patients. The logic behind the test is to rank the data for each 

condition, and then see how different the two rank totals are. If there is a systematic 

difference between the two conditions, then most of the high ranks will belong to 

one condition and most of the low rank will belong to the other. As a result, the rank 

total will be different. A p value is calculated to inform whether this difference is 

significant. 

 

1.5.2 Kaplan-Meier plots and the log-rank test 

The Kaplan-Meier method combined with the logrank test is the most commonly 

used method for displaying and statistically testing the comparison in survival 

distributions of two or more groups.  

 

In analysing survival data, two functions that are dependent on time are of particular 

interest: the survival function and the hazard function (28). The survival function S(t) 

is defined as the probability of surviving at least to time t. The hazard function h(t) is 

the conditional probability of dying at time t having survived to that time. Plotting 

S(t) against t results in a survival curve and the Kaplan-Meier method can be used to 

estimate this curve from the observed survival times. The method is based on the 

idea that the probability of surviving k or more periods from entering the study is a 

product of the k observed survival rates for each period, given by 
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S(k) = p1 ´ p2 ´ p3 ´ ... ´ pk
 (1.0) 

 

Where p1 is the proportion surviving the first period, p2 the proportion surviving the 

second period etc.  

To plot a Kaplan-Meier curve the survival times, including the censored values 

(indicating missing data), must be ordered in increasing duration. Plotting the 

cumulative proportion surviving against the survival times then gives the stepped 

survival curve as seen in any Kaplan-Meier plot. 

 

The log rank test is used to test the null hypothesis that there is no difference 

between the groups in the probability of an event (usually death) at any time point. 

The test statistic is calculated as follows: 

 

x2 logrank( ) =
O1 - E1( )

E1

2

+
O2 - E2( )

2

E2

 (1.1) 

 

where the O1 and O2 are the total numbers of observed events in groups 1 and 2, 

respectively, and E1 and E2 the total numbers of expected events. The test is widely 

used however it does not allow other explanatory variables to be taken into account. 

In these instances the Cox proportional hazard test should be used. 

 

 

 



 
 

42 

1.5.3 Cox proportional hazard 

The Cox proportional hazard enables the difference between survival times of 

particular groups of patients to be tested whilst allowing for other explanatory 

ŦŀŎǘƻǊǎΦ Lƴ ǘƘƛǎ ƳƻŘŜƭΣ ǘƘŜ ǊŜǎǇƻƴǎŜ όŘŜǇŜƴŘŜƴǘύ ǾŀǊƛŀōƭŜ ƛǎ ǘƘŜ ΨƘŀȊŀǊŘΩΦ ¢ƘŜ ƘŀȊŀǊŘ 

is the probability of dying (or experiencing the event in question) given that the 

patients have survived up to a given point in time, or the risk for death at that 

moment. The hazard ratio calculated in the cox model does not depend on time, as it 

is assumed that if the risk of dying at a particular point in time in one group is for 

example twice that in the other group, then at any other time it will still be twice 

that in the other group. The hazard ratio is therefore a method of quantifying the 

difference between two groups. 

 

1.6 Clinical trials 

A clinical trial is a research study done to evaluate new treatments. They are 

essential in growing our understanding of potential new treatment methods and can 

be considered gateways through which these new treatment methods become the 

standard method of care. Not only do they allow us to test the efficacy of new 

protocols but also to test existing protocols that may be being applied in a different 

setting under new circumstances. If a particular protocol is found to be successful 

there is a high probability that it may become standard procedure, especially if the 

positive outcome can be confirmed via other clinical trials. However, whether the 

protocol is new or that the trial is re examining an existing one, it is essential that 

there should be precise, thorough and systematic evaluation of the protocol being 

tested. If the protocol is well designed and followed precisely by everyone involved, 
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the resulting data will be a true representation of the patient cohort included. 

!ƭǘƘƻǳƎƘ ŎƭƛƴƛŎŀƭ ǘǊƛŀƭǎ ŀǊŜƴΩǘ ǘƘŜ ƻƴƭȅ ŦƻǊƳ ƻŦ ǊŜǎŜŀǊŎƘ ƛƴ ǿƘƛŎƘ ƴŜǿ ǘǊŜŀǘƳŜƴǘ 

methods can be implemented, their ability to provide high quality evidence based 

conclusions from often large databases means that they are considered the gold 

standard of clinical study.   

A clinical trial will be conducted to answer a specific question and to address a 

specific hypothesis. It is therefore imperative that the hypothesis is clear, well 

thought out and preferably backed by scientific theory or evidence. It is also 

important that the data or evidence produced by the trial is adequate in answering 

the initial question. If this is achieved, then the trial will be able to show that the 

clinical protocol alone was responsible for the observed results, which is the main 

aim of any trial. Trial design is therefore potentially extremely complex, requiring a 

large amount of scientific understanding and rigour. In addition, they can be 

expensive to run and often require external funding and specific teams or 

institutions to run them. Clinical trials of the highest quality, where data are acquired 

over a number of years are therefore a specialised undertaking. As a result there are 

institutions where their sole undertaking is the preparation, organisation and 

analysis of trial data. In the case of this thesis and the investigation included within it 

using the SCOPE 1 trial data, this institution was the Wales Cancer Trials Unit (WCTU) 

based within Cardiff University. WCTU is responsible for running a number of clinical 

trials within the UK and provided me with the data from the SCOPE 1 trial in order to 

conduct the investigations within this thesis. 
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1.6.1 Phases of a clinical trial 

 
Phase I Phase II Phase III Phase IV 

Number of 
participants 

20-80 100-300 1000-3000 1000+ 

Time Up to several months 
Up to 2 
years 

1-4 years 1+ years 

Purpose 
Studies the safety of 

medication/treatment 
Studies the 

efficacy 

Studies 
the safety, 

efficacy 
and 

dosing 

Studies the 
long term 

effectiveness 

Phase 
Success Rate 

70% 33% 25-30% 70-90% 

Table 1.0 ς Outline of typical phases of clinical trials 

 

Table 1.0 shows the typical phases within a clinical trial. Trials can be split into 4 

main phases: 

 

Phase I: Researchers test a new drug or treatment in a small group of people for the 

first time to evaluate its safety, determine a safe dosage range, and identify side 

effects. 

 

Phase II: The drug or treatment is given to a larger group of people to see if it has 

some level of efficacy and to further evaluate its safety. 

 

Phase III: The drug or treatment is given to large groups of people to confirm its 

effectiveness, monitor side effects, compare it to commonly used treatments, and 

collect information that will allow the drug or treatment to be used safely. 
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Phase IV: These studies are done after the drug or treatment has been marketed to 

ƎŀǘƘŜǊ ƛƴŦƻǊƳŀǘƛƻƴ ƻƴ ǘƘŜ ŘǊǳƎΩǎ ŜŦŦŜŎǘ ƛƴ ǾŀǊƛƻǳǎ ǇƻǇǳƭŀǘƛƻƴǎ ŀƴŘ ŀƴȅ ǎƛŘŜ ŜŦŦŜŎǘǎ 

associated with long-term use. 

 

Due to the stringent requirements of clinical trials and the analysis of the data they 

produce, many will not reach phase III and IV. It is only when the efficacy of the new 

drug or technique is proved that the trial may move on to the next phase. Indeed, 

trials may also be stopped mid phase if the incoming results show that it would be 

un-ethical to proceed.  

 

1.7 The SCOPE 1 clinical trial 

The SCOPE 1 trial was a National Cancer Research Institute and Cancer Research UK 

funded Phase II/III two arm trial of dCRT with and without cetuximab in oesophageal 

cancer (29). See Figure 1.6 for a schematic of the trial. 
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Figure 1.6 ς Schematic of SCOPE 1 clinical trial 

 

Cetuximab is a monoclonal antibody and epidermal growth factor receptor (EGFR) 

inhibitor that has been shown to prevent radiotherapy induced growth stimulation. 

For example Bonner et al reported improved local control and overall survival in the 
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cetuximab arm of a trial of 424 randomised patients receiving 70-76.8Gy of 

radiotherapy for locally advanced squamous cell carcinoma of the head and neck 

(30). However, although head and neck cancer is a disease with many similarities to 

oesophageal cancer, the results of the SCOPE 1 trial were not as positive in terms of 

cetuximab administration.  258 patients were recruited from 36 UK centres between 

February 7, 2008 and February 22, 2012 with patients being randomly assigned via a 

central computerised system using stratified minimisation to receive CRT alone or 

CRT with cetuximab (see Figure 1.6). CRT consisted of cisplatin 60mg/m2 (day 1) and 

capecitabine 625mg/m2 twice daily (days 1-21) for four cycles with cycles three and 

four being given concurrently with 50Gy in 25 fractions of radiotherapy. The primary 

endpoint was the proportion of patients who were treatment failure free at week 24 

for the phase 2 trial and overall survival for the phase 3 trial. The results showed that 

the 24 week failure free survival was significantly better in the CRT only arm 

compared to the CRT plus cetuximab arm (76.9% (90% confidence interval 69.7-83.0) 

vs 66.4% (58.6-73.6)). The CRT plus cetuximab group also had shorter median overall 

survival (22.1 months (95% confidence interval 15.1-24.5) vs 25.4 months (20.5-

37.9)). However, despite this, the trial showed relatively low rates of acute and late 

toxicity (defined according to CTCAE grading) and the two year overall survival was 

56% in the control arm, higher than previously published studies.  

 

1.8 Relating radiotherapy treatment to outcome 

Whether the aim of treatment is curative or palliative, it is clear that the purpose of 

radiotherapy is to improve the well being of patients. Depending on the condition 

and health of a patient, a course of radiotherapy treatment will be prescribed that to 
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the best knowledge of the clinical staff is most likely to achieve the desired outcome. 

With the now widespread use of three-dimensional (3D) treatment planning, 

volumetric-based radiotherapy datasets that can be used to directly relate treatment 

to outcome are becoming increasingly available (31). However with so many 

variables and factors both clinical and technological involved in radiotherapy 

treatment, the analysis of these datasets quickly becomes complex. Yet the ability to 

utilise these datasets and further our knowledge of the relationship between 

treatment factors and outcome has the potential to greatly enhance the treatment 

of cancer. Importantly, this may open the way for patient-specific, individualised 

treatment planning decisions based on estimates of the risks of complications vs 

increases in local control (32). This type of highly individualised treatment however 

can only be achieved by validating predictions against relevant outcome datasets 

(33).  

 

Broadly speaking, the relating of treatment to outcome falls into two fields; a.) the 

correlation of patient and treatment factors to toxicity and outcome via statistical 

tests, and b.) the approximation of toxicity and tumour control resulting from 

treatment via radiobiological modelling. There is a significant amount of work in the 

literature in both these fields. The correlation of treatment and predictive factors to 

outcome via statistical testing is mostly concentrated on the retrospective analysis of 

clinical data sets, and these studies have been carried out on a wide number of 

tumour sites. The type of patient specific predicting factor that is investigated also 

varies widely and have increased in number in recent years due to progress in 

genetics and imaging technology (34). They include predictors such as tumour length 
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((35)-(36)) and volume (37) and the number of counted metastasis (38), variations in 

treatment administration that may increase toxicity (39), metabolic imaging (40) and 

dosimetric predictors (41).  El Naqa (31, 33, 42-46) together with Deasy (47-50) have 

made a significant contribution to both these fields and their work in multivariable 

modelling of radiotherapy outcomes (33) in particular was important.  
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Chapter 2 

 
 
Database and software preparation 
 
 

2.1 Clinical data management 

Clinical data management (CDM) is an essential part of any clinical trial. CDM is the 

process of collection, cleaning, and management of subject data in compliance with 

regulatory standards. The process should start with the end goal in mind and 

conducted correctly, it leads to generation of high-quality, reliable, and statistically 

sound data (51). The main objective is keeping the amount of errors and missing 

data to a minimum, therefore maximising the amount of analysable data (52). If this 

objective is achieved, the main research question posed by the clinical trial will be 

answerable. High quality data should be accurate and be ready for statistical 

analysis. It should be decided from the outset what to do with any data that deviates 

from the initial protocol. It may be decided to exclude all such data or that there is a 

set number or value of allowed deviations before they are excluded. Although it is 

important to maximise the amount of analysable data within the database, it is also 

important that these data are consistent and that any deviations from the protocol 

will not affect the statistical outcome of the original research question. The inclusion 

or exclusion of these patients should therefore be given serious consideration in 

every clinical trial.  
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2.2 Data preparation in the SCOPE 1 analysis 

The main data set for this thesis was the result of a nationwide clinical trial of the 

effect of including cetuximab in the chemotherapy regimen of dCRT for oesophageal 

cancer. bŀƳŜŘ ΨSCOPE 1: A phase II/III trial of chemoradiotherapy in esophageal 

cancer plus or minus cetuximabΦΩΣ ǘƘŜ trial data were collated and organised by 

WCTU.  

 

2.2.1 Radiotherapy trial data 

The radiotherapy planning data were stored on a network drive in the exact format 

in which it was received from the Radiotherapy centres participating in the trial. 

Depending on the centre from which the data were received this was either in Digital 

Imaging and Communications in Medicine (DICOM) (53) or Radiation Therapy 

Oncology Group (RTOG) format (54), both of which are standard for handling, storing 

and transmitting information in medical imaging. In order to use these data within 

the Matlab based programs in which most of the analysis would be undertaken, it 

was required that all the DICOM and RTOG data be converted into Matlab files 

(.mat). This was ŎŀǊǊƛŜŘ ƻǳǘ ŦƻǊ ǘƘŜ ŜƴǘƛǊŜ ŘŀǘŀōŀǎŜ ǳǎƛƴƎ ǘƘŜ ΨƛƳǇƻǊǘΩ ŦǳƴŎǘƛƻƴ ǿƛǘƘƛƴ 

the Computational Environment for Radiotherapy Research (CERR) program and 

saving each case into a separate folder. 

 

DICOM data format 

DICOM is a standard for handling, storing, printing and transmitting information in 

medical imaging. It is used in all modern medical imaging systems like x-rays, 
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ultrasound, CT and Magnetic Resonance Imaging (MRI). The core of DICOM is a file 

format and networking protocol: 

 

DICOM file format: DICOM files contain more than just images. Every DICOM 

file holds patient information (name, ID, sex and birth date), important 

acquisition data (type of equipment used and its settings), and context of the 

imaging study that is used to link the image to the medical treatment it was 

part of. 

 

DICOM network protocol: All medical imaging application that are connected 

to the hospital network use the DICOM protocol to exchange information, 

mainly images but also patient and procedure information. The network 

protocol is used to search for imaging studies in the archive and restore 

imaging studies to the workstation in order to display it. More advanced 

network commands are also available to control and follow the treatment 

schedule procedures, report statuses and share the workload between 

imaging devices.  

 

Uniform data 

It is becoming increasingly apparent that there is a need for a standardised naming 

convention in radiation oncology in order to facilitate comparison of dosimetry 

across patient datasets (55). This is important, as variations can lead to confusion 

when analysing datasets, where the analysis of the correct information is critical. 

Although the SCOPE 1 trial required a radiotherapy plan to be made for each patient, 
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and the analysis of these plans was known from the outset, there was no naming 

convention for the essential SCOPE 1 structures and dose sets decided upon when 

the trial started.  As there were 34 centres involved in the trial, with each centre and 

potentially each individual radiotherapy planner within each centre having a 

different method of naming each structure and dose set, they were originally not 

uniformly named across the database. In order for the data analysis within Matlab to 

work successfully, it was essential that the same structures and dose sets from one 

patient to the next across the data database were named exactly the same.  

 

Structure naming 

The first task was therefore ensuring that the names of each structure with the 

radiotherapy plans were uniform across the database.  

 

 

 

 

 

Figure 2.1 ς Gold Standard structure naming 

Structures 

GTV 
PTV 
CTV A 
CTV B 
Heart  
Rt Lung 

Lt Lung 
Cord 
Cord PRV 
Liver 
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It was decided that all patients have their structures named according to the SCOPE 

1 protocol. An example is shown in Figure 2.1 showing the treatment plan and 

structures of a Velindre Cancer Centre patient (this particular patient was used as 

ǘƘŜ ΨDƻƭŘ {ǘŀƴŘŀǊŘΩ ƛƴ ǘŜǊƳǎ ƻŦ ƴŀƳƛƴƎ ǎǘǊǳŎǘǳǊŜǎύΦ CƛƎǳǊŜ н.2 shows an example of a 

patient file with the structure names as they were received from another centre 

participating in the trial. There were 34 separate structures that required identifying 

and renaming. 

 

 

Figure 2.2 ς Example of non-uniform naming of patient structures 

 

All 207 patients in the database were uniformed by individually loading each patient 

ƛƴǘƻ ǘƘŜ /9ww ǇǊƻƎǊŀƳ ŀƴŘ ǳǘƛƭƛǎƛƴƎ ǘƘŜ ΨǊŜƴŀƳƛƴƎΩ ŦǳƴŎǘƛƻƴ ǘƻ ǊŜƴŀme all structures 

as required. In some instances there were multiple version of the same structure 

with slight variations in name (as shown in figure above). Which version of the 

Structures 

CTV A 

GTV-KG 

Both Lung 

Lungs-PTV 

Lungs-GTV 

SC 

SC+0.5 

Body 

Contrast 
AAC GTV 
AAC GTV +2 
AAC CTV 
HEART 
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structure to use for analysis was discussed with a member of the original 

Radiotherapy Trial Quality Assurance (RTTQA) team from the SCOPE 1 trial. In order 

to ensure that uniformity across the database had been achieved, a Matlab script 

was written that exported the name of each structure attributed to each patient 

kept within a sǇŜŎƛŦƛŎ ŦƻƭŘŜǊ ƻƴ ǘƘŜ ŎƻƳǇǳǘŜǊΩǎ ƘŀǊŘ ŘǊƛǾŜΦ ±ƛŜǿƛƴƎ ǘƘƛǎ ƛƴŦƻǊƳŀǘƛƻƴ 

in an excel spreadsheet allowed all the structures to be analysed simultaneously and 

any corrections made quickly. 

 

Uniform dose structure 

The DICOM format stores dose information in an RTDose file. However, for a 

complete patient plan, the number of RTDose files included can vary depending on 

the export method used by the treatment planner on the specific treatment planning 

system in use at their centre. As a result, there were some patients in the database 

that had multiple dose files (one for each beam position), and some with one dose 

file (containing the dose information for all the beam positions combined). 

Furthermore, the combined dose value for the beams were in some instances the 

full dose over the course of the treatment (i.e. 50Gy) where as in some patients the 

combined dose would be normalised to 1Gy per fraction. Using the dose 

management tools available in CERR it was ensured that the dose values for the 

entire patient database were uniform in nature. For manipulation of the dose 

information at a later date it was important that the names of the dose files were 

uniform, the dose files created for each patient were therefore all named 

Ψ5ƻǎŜψ{ǳƳΩΦ  
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2.2.2 Outcome data preparation 

The WCTU is responsible for collating all the data that are generated within the 

SCOPE 1 trial, and this includes the toxicity and outcome data. These data is 

collected via Case Report Forms (CRF) that are filled in by the Doctor or Nurse 

examining the patient at the centre where they are receiving treatment. Baseline 

assessments include overall length of tumour and stage. The Common Terminology 

Criteria for Adverse Events (CTCAE) system is used to report toxicities and include 

pulmonary, gastrointestinal and vascular disease. Recorded grade 3 and 4 toxicity 

rates in the SCOPE 1 trial were very low. This made any meaningful analysis of this 

data statistically unsound therefore it is not explored in this thesis. 

CRFs were completed at baseline, at end of treatment, and followed up at months 6, 

9, 12, 16, 20, 24, 36, 48, and 60. A substantial amount of data were therefore 

recorded that required cleaning up and formatting. For ease of use it was requested 

that the data were received from WCTU in Microsoft Excel format, this would also 

allow easy integration into the EUCLID software for analysis.  

An important part of this process was matching the outcome database to the 

ǊŀŘƛƻǘƘŜǊŀǇȅ ŘŀǘŀōŀǎŜΣ ƛΦŜΦ ƳŀƪƛƴƎ ǎǳǊŜ ǘƘŀǘ ŀ ǇŀǘƛŜƴǘΩǎ ǊŀŘƛƻǘƘŜǊŀǇȅ Ǉƭŀƴ ƘŀŘ ǘƘŜ 

same identification number as that referred to in the outcome dataset.  

¢ƘŜ ǎǳǊǾƛǾŀƭ ǘƛƳŜ ǿŀǎ ŎŀƭŎǳƭŀǘŜŘ ƛƴ Řŀȅǎ ŦǊƻƳ ǿƘŜƴ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ǘǊŜŀǘƳŜƴǘ ŦƛƴƛǎƘŜŘ 

to their death date using a formula in Excel. 

There was also a large amount of data included in the outcome database on which 

analysis would not take place therefore these were removed. 



 
 

57 

2.3 Testing the data pathway 

With the data uniform and formatted as required, an important next step was 

testing the data pathway. This consisted of taking the raw DICOM/RTOG data as 

received from the centres, importing into CERR, creating a test database of 

information within EUCLID (including dose and outcome data) and producing end 

results such as Kaplan Meier and Dose Volume Histogram plots. Testing this process 

on a small test database would minimise problems that may arise when dealing with 

the full clinical database. 

 

Computational Environment for Radiotherapy Research (CERR) 

CERR is a software platform for developing and sharing research results in radiation 

therapy treatment planning (57). The software package, based in Matlab, addresses 

four broad needs in treatment planning research 

a. It provides a convenient and powerful software environment to develop and 

prototype treatment planning concepts 

b. It serves as a software integration environment to combine treatment 

planning software written in multiple languages (e.g. Matlab, Java etc), 

together with treatment plan information (CT scans, outlines structures, 

dose distributions) 

c. It provides the ability to extract and analyse treatment plans from disparate 

treatment planning systems  

d. It provides a convenient and powerful tool for sharing and reproducing 
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treatment planning research results 

 

CERR data format: PlanC 

All treatment plan information is contained in a Matlab cell-array named planC. The 

different cells of the planC cell array contain data objects according to the value of 

the structure indexS. They are as follows: 

indexS.header = 1; 

indexS.comment = 2; 

indexS.scan = 3; 

indexS.structures = 4; 

indexS.structuresArray = 5; 

indexS.beamGeometry = 6; 

indexS.dose = 7; 

indexS.DVH = 8; 

indexS.digital Film = 9; 

indexS.CERROptions = 10; 

indexS.indexS = 11; 

This means that the scan information is all contained in the 3rd element of the scan, 
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the dose information is all contained in the 7th element, etc. 

 

EUCLID 

EUCLID is an outcome analysis tool developed to be used by radiation oncologists 

and medical physicists (58). The software package, based in Matlab, can provide a 

fast statistical snapshot of a population and perform univariate, multivariate and 

dose-volume analysis on a large data set with a large number of physiological, 

clinical, biological and dosimetric factors. An advantage of EUCLID is its capability of 

importing clinical information in Excel spreadsheet format. Figure 2.3 shows a 

spreadsheet that was created in order to test the data pathway and the type of 

information that can be included. (note - the information contained within the 

spreadsheet is not clinically accurate and is purely for demonstrating purposes). 

 

Figure 2.3 ς Spreadsheet for testing of data pathway 

 

The data contained within the Excel spreadsheet is then saved in a Matlab file format 

specific to EUCLID, which can be opened to give the options for analysis.  
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Figure 2.4 ς EUCLID interface 

 

It was decided to simulate the analysis of the development of radiation induced 

pneumonitis as a result of the dose received by the lungs.  The appropriate variables 

were chosen for the input as clinical and outcome factors and the lung dose 

information imported for each patient, allowing the V20, V30 and mean-dose to be 

analysed (Figure 2.4). The user is then given the option of the type of statistical 

analysis to be carried out on the data (Figure 2.5).  
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Figure 2.5 ς Statistical analysis options in EUCLID 

A DVH analysis was generated dependent on pneumonitis grade (Figure 2.6). 

 

Figure 2.6 ς Test DVH analysis with pneumonitis grade 

 

A Kaplan-Meier curve was plotted showing overall survival time and Lung V30 with 

the best cut off in terms of low p-value (Figure 2.7).  
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Figure 2.7 ς Test Kaplan Meier split by Lung V30 values 

 

Although the data produced here are not clinically relevant, the data pathway was 

shown to be successful. As a result, the process of importing data from the centres 

and the analysis of these data could be widened to include the whole SCOPE 1 data 

set using this method. 

 

2.4 Program and script development 

Another aspect of the project is program and script development. The majority of 

ǘƘƛǎ ǘƘŜǎƛǎΩǎ Řŀǘŀ ǇǊŜǇŀǊŀǘƛƻƴ ŀƴŘ ŀƴŀƭȅǎƛǎ ǿŀǎ ǳƴŘŜǊǘŀƪŜƴ ƛƴ ǇǊƻƎǊŀƳǎ ōŀǎŜŘ ǿƛǘƘƛƴ 

the Matlab environment, namely CERR and EUCLID. Although these programs are 

published in the literature, can be thought of as finished and fully working packages, 

and in the case of CERR have a strong and wide ranging user community, the fact 

that they are open source and written in the Matlab environment also allow for a 

large degree of customisation. The code within these programs, especially CERR, can 

also be utilised and customised to undertake tasks outside of the program itself. 
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Along with introducing and explaining Matlab scripts that were written from scratch, 

this section outlines these customised scripts and their use.  

 

2.4.1 Automatic dose volume histogram calculation 

In order to analyse the dose received by each individual patient, and specifically the 

dose received to each structure and OAR within each patient, it was necessary to 

ŎŀƭŎǳƭŀǘŜ ǘƘŜ 5±IΩǎ ƻŦ ǘƘŜ ǎǘǊǳŎǘǳǊŜǎ ŀƴŘ OARs of interest. CERR has the capability of 

calculating DVHs for structures manually on an individual basis, however for a 

database as large as that being used in this study, calculating DVHs for all the 

required structures would be extremely time consuming. As a result, it was decided 

to write a script in Matlab that would be able to automatically calculate the DVHs 

required for any investigation within this thesis. 

 

trialInterCalcDVH(filelist, pathname, struct_name, dose_name) 

The backbone of this script, the part that actually calculates the DVH of a specific 

structure within a planC of a patient, was easily available within CERR. Additional 

scripting was required in order to direct the application of this script in the right 

ǇƭŀŎŜ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ǇƭŀƴC structure and to carry this out automatically for a list of 

patients kept within a specific folder. 

 

1. The first part of the script opens the filelist/pathname structure that has to 

be created for all in house scripts of this nature.   

2. The name of the first file within the filelist structure to be opened (i.e. the 

specific patient) is gathered. 
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3. The structure number within planC that matches the structure_name input is 

recorded. 

4. The dose number within planC that matches the dose_name input is 

recorded. 

5. The DVH matrix is calculated for the requested structure_name and 

dose_name using the same script that is used in the CERR manual version. 

6. The planC of the patient is updated and saved with the new DVH data. 

7. Steps 2-6 are repeated for all patients within the filelist/pathname structure.  

 

trialInterCalcIso(filelist, pathname, dose_name, isodoseLevel, assocScanNum, 

PrescDose) 

In addition to calculating DVHs, there was a requirement in this project to analyse 

structures that correspond to particular isodose levels. Computing isodoses is easily 

carried out within CERR itself, together with converting these isodoses to structures 

saved within planC, however as with the DVHs this has to be done manually for each 

patient. This script was therefore also automated in a similar fashion to those 

outlined previously utilising the filelist/pathname structure and was also modified to 

calculate the isodose level in percentage format dependent on the PrescDose input 

ƛΦŜΦ ǘƘŜ ƛǎƻŘƻǎŜ ƭŜǾŜƭ ŎƻǳƭŘ ōŜ ǊŜǉǳŜǎǘŜŘ ŀǎ Ψфр҈ ƻŦ ŀ ǇǊŜǎŎǊƛōŜŘ ŘƻǎŜ ƻŦ рлDȅΩ ǊŀǘƘŜǊ 

than an isodose level expressed in Gy. As isodose levels are clinically usually 

expressed in percentages this was less likely to cause confusion at a later stage. 
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2.4.2 DVH import in EUCLID 

A significant amount of work was carried out in developing the EUCLID program to 

be more useful when dealing with large data sets such as those found in nationwide 

multicentre clinical trials. Originally the program was written for dealing with 

relatively small databases (<50 patients) therefore the ability to import DVHs of 

various structures was a manual process. This required that the user manually 

located each file where the DVHs of the particular patient were kept in order that 

the program is able to extract this information and include it in the database. This 

would be an extremely time consuming process when dealing with a database of 

over 200 patients such as that in this study. A script was therefore written in Matlab 

that would allow this process to be automated. The goal was to add a function to the 

EUCLID program that would find the folder in which the patients CERR files were 

kept, before exporting the DVH data of the structure selected in EUCLID from each 

specific patient and adding to the EUCLID database.  In order for this to be achieved, 

it required both the modifying of existing scripts already in use by EUCLID in addition 

to some new scripts being written.   

 

EUCLID database structure 

In order to add this functionality it was important to fully understand how the 

EUCLID database is built up from patient data and information when using the 

standard program (58). 
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Microsoft Excel data input 

As Matlab converts Excel sheets into arrays, this spreadsheet must be formatted in a 

particular way for it to be read correctly by EUCLID. Figure 2.8 is an example of how 

the data must be formatted in Excel. 

 

Figure 2.8 ς Formatting of data in Excel spreadsheet 

 

The first line contains the variable name whilst the second line contains a description 

of the variable. The first column must contain the patient name with the remaining 

columns containing clinical factors and outcomes.  

 

Import into EUCLID and database creation 

The Excel sheet is imported into EUCLID using the inbuilt xlsread.m function in 

Matlab. This converts the .xls excel file into a .mat matlab file by creating an array 

that holds all the required information. 

 

 

 

There are multiple elements in the array created by EUCLID to hold specific 

information in the database. They are: 
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dBase: a structure array that is constructed for each patient and holds all the clinical 

factors and outcomes.  

 

 

varlist: a structure array that holds the name and description of each clinical factor 

or outcome 

 

 

patientlist: a cell array that holds all the patient names (not real names) 

 

 

savename: the name of the file and the directory where the database file is saved in 

ǘƘŜ ŎƻƳǇǳǘŜǊΩǎ ǎȅǎǘŜƳ 
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structlist: a cell that holds the names of any structures that are created for DVH 

analysis. 

 

 

The elements described above, specifically the structlist cell, are created individually 

for each patient when the user modifies or adds information to the database. The 

next section describes what was modified in order to automate the process. 

 

Modifying the EUCLID script 

Creating an automatic way of directing the EUCLID script to where the DVHs of each 

ǇŀǘƛŜƴǘ ŀǊŜ ǎǘƻǊŜŘ ǿŀǎ ŀŎƘƛŜǾŜŘ ōȅ ŀŘŘƛƴƎ ŀ ΨŦƛƭŜǇŀǘƘΩ ŎƻƭǳƳƴ ǘƻ ǘƘŜ 9ȄŎŜƭ ǎƘŜŜǘ 

holding the ǇŀǘƛŜƴǘΩǎ ŎƭƛƴƛŎŀƭ ŀƴŘ ƻǳǘŎƻƳŜ ƛƴŦƻǊƳŀǘƛƻƴ όCƛƎǳǊŜ 2.9). 

 

 

Figure 2.9 ς Addition of filepath column to Excel spreadsheet 

 

¢ƘŜ ŦƛƭŜǇŀǘƘ ŎƻƭǳƳƴ ƘƻƭŘǎ ǘƘŜ ƛƴŘƛǾƛŘǳŀƭ ǎƻǳǊŎŜ ǇŀǘƘ ŦƻǊ ŜŀŎƘ ǇŀǘƛŜƴǘΩǎ /9ww ŦƛƭŜ ƛƴ 

which the DVH data is held.  
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The code was written to work in a loop for the length of the filepath column. There 

are a number of steps in this loop to extract the correct DVH from each patient and 

save them in the EUCLID database: 

 

1. The name of the patient and the DVH structure is stored in the form of 

handles. 

2. The EUCLID database created from the Excel spreadsheet is opened. 

3. The length of the filepath column is calculated. 

4. The planC of the first patient in the list is opened. 

5. Structures (and their associated DVHs) are kept in planC using numbers. The 

number of the same DVH structure may differ from one patient to the next. 

This step therefore matches the DVH structure requested by EUCLID with the 

ŎƻǊǊŜŎǘ ǎǘǊǳŎǘǳǊŜ ƴǳƳōŜǊ ǿƛǘƘƛƴ ǘƘŜ ǇŀǘƛŜƴǘΩǎ Ǉƭŀƴ/Φ 

6. The DVH matrix is extracted. 

7. The matrix is saved in the dBase array in a newly created field for each  

ǇŀǘƛŜƴǘ ǿƛǘƘ ǘƘŜ ǇǊŜŦƛȄ ΨŘǾƘψstructurenameΩΦ 

8. The loop goes to the start and steps 1-5 are repeated until the DVHs of the 

structure requested in EUCLID are extracted and saved in dBase for each 

patient in the filepath column. 
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Testing the script 

It was important to ensure that the script for extracting and saving DVHs 

automatically in the format of the EUCLID database Matlab file performed correctly.  

Fifteen patients from the SCOPE 1 database were used to create a test database by 

importing the necessary DICOM files into CERR. The trialBuildFileListGUI.m and 

trialInterCalcDVH.m scripts were used to calculate and save a DVH of the PTV 

ǎǘǊǳŎǘǳǊŜ ƛƴ ŜŀŎƘ ǇŀǘƛŜƴǘΩǎ /9ww ŦƛƭŜΦ !ƴ ŜȄŎŜƭ ŦƛƭŜ ǿŀǎ ŀƭǎƻ ŎǊŜŀǘŜŘ ǘƻ ƛƳǇƻǊǘ ƛƴ ǘƻ 

EUCLID and create the dBase variable. The filepath column was included for use with 

the auto DVH feature. Two EUCLID databases were created from the same excel 

spreadsheet in order to test the feature. One database had the PTV DVH of each 

patient imported and saved using the original manual method in EUCLID, whilst the 

other database would have this repeated using the new auto import feature.   

The first test was to make sure that the DVH data were being stored correctly in the 

dBase structure array. The Figure 2.10 shows how the DVH data is stored when using 

the manual method. The 1x1 cell holds the name of the DVH, whilst the 2x213 

double holds the DVH data stored in absolute format. 

 

 

Figure 2.10 ς Manual import of DVH data 

 

Figure 2.11 shows the storage of DVH data using the automatic method. It can be 

seen in this instance that only the absolute DVH data is saved in the array. 
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Figure 2.11 ς Automatic import of DVH data 

 

For use in EUCLID this is not a concern as the script in EUCLID is written in a way so 

ŀǎ ǘƻ ŜȄǘǊŀŎǘ ǘƘŜ Řŀǘŀ ŦǊƻƳ ǘƘŜ ΨƭŀǎǘΩ ŎŜƭƭ ƛƴ ǘƘŜ ǎŜǊƛŜǎΦ ¢ƘŜǊŜŦore if there is only one 

cell, this is the cell that will be read and the data extracted and saved. 

 

 
Volume (cc) 

 Dose Bin (Gy) Automatic Import Manual Import 

50.00 24.11 24.11 

50.25 20.52 20.52 

50.50 18.85 18.85 

50.75 15.48 15.48 

51.00 13.50 13.50 

51.25 12.47 12.47 

51.50 9.23 9.23 

51.75 7.38 7.38 

52.00 6.62 6.62 

52.25 4.70 4.70 

52.50 2.51 2.51 

52.75 1.01 1.01 

53.00 0.06 0.06 
Table 2.0 ς Dose bins for automatic and manual import of DVH 

 

To ensure that the DVH data stored within the cell is exactly the same, both DVHs 

were plotted and compared. The dose bins from 50-53Gy and their associated values 

are in Table 2.0, it can be seen that the values are exactly the same. 
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The dose volume plots (Figure 2.12) for the PTV were also identical, confirming that 

the automatic DVH import script worked correctly. 

 

 

Figure 2.12 ς DVH from manual and automatic import 

This was also repeated for a DVH of the Total Lung (see Figure 2.13) 
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Figure 2.13 ς DVH for TotalLung from manual and automatic import 

 

2.4.3 Addition of Hazard Ratio calculation 

Although the analysis module of EUCLID is capable of outputting a p value according 

to the log rank test, an additional test that gives useful information when analysing 

survival plots is the Cox Proportional hazard test (Section 1.5). The calculation of the 

Hazard Ratio within EUCLID required the code of the existing Kaplan Meier analysis 

module to be modified and extended. The Hazard Ratio is calculated on the last line 

of the script (See Appendix A1 - Computer coding). When undertaking Kaplan Meier 

analysis within EUCLID this value would then be given as an output.  Again, this was 

tested against the same analysis in SPSS (59), a statistical analysis program, using the 

same test database as used previously. The hazard ratio calculated using the 

customised script in EUCLID above was 0.5858 whilst the same analysis in SPSS gave 
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a hazard ratio of 0.5890. A 0.5% difference would indicate that the script was 

working correctly.  

 

2.5 Testing the survival analysis module 

As the work in this project was going to be utilising the survival analysis module of 

the EUCLID program it was important that it was tested against a known and reliable 

external piece of software. Due to its availability and reputation it was decided to 

ǳǎŜ L.aΩǎ {t{{ ǎƻŦtware for this purpose.  

 

Using a test database, the survival analysis module was used to analyse the 

difference in survival between two groups according to the length of the tumour. 

The resulting plot is shown in Figure 2.14 

 

 

Figure 2.14 ς Kaplan Meier plot from EUCLID 

 



 
 

75 

The p value obtained for the log rank test conducted between these groups was 

0.01782. The same analysis was then undertaken in SPSS (Figure 2.15).  

 

Figure 2.15 ς Kaplan Meier plot from SPSS 

 

The p value obtained in SPSS using the log rank test was 0.018. 

 

2.6 Conformity Indices 

The investigation of the conformity of the dose distribution surrounding the PTV 

within this thesis requires the ability to quantify the positional relationship between 

two structures. A known method for this kind of analysis is the use of a conformity 

index, able to represent the variation in volume and spatial relationship between 

two structures in a single metric. A review of these methods was undertaken by L 

Feuvret et al (60) in which they outline the advantages and disadvantages of a 

number of conformity indexes in the context of the analysis of dose distribution. It is 

noted how the improvement in the spatial representation of dose distribution means 

that obtaining various treatment plans for the same patient is a relatively rapid 
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process but that choosing which of these plans to use remains difficult. Using a tool 

such as a conformity index could therefore aid this process as it provides a 

quantifiable score of the ratio of healthy tissue being irradiated compared to the 

target volume. A number of conformity indices were proposed and outlined in the 

RTOG report in 1993 and also included in ICRU Report 62 although their day to day 

use in a clinical setting remain limited. This may be due to an aspect of using a 

conformity index that could be seen as both advantageous and disadvantageous, 

their inherent simplicity. A tool should be simple and quick to understand, 

implement and use but it also important to remember that the consideration of dose 

conformity data alone may not be sufficient. The use of conformity indices is 

widespread in stereotactic radiotherapy (61) (62), (63) both in research and clinical 

settings, and it is unclear why this is the case in one aspect of radiotherapy whilst 

being almost unused in the remaining. It is possible that it may due to the increased 

complexity of planning in other areas of the body and the proximity of a number of 

organs at risk due to the target volume.  

 

A conformity index that takes into account critical organs has been proposed by 

Baltas et al (64). The index was proposed with a view to be implemented in 

brachytherapy but could equally used in highly conformal radiotherapy due to the 

associated high dose gradients. Named the COIN index, it takes into account the 

quality of tumour irradiation, irradiation of non-critical healthy tissue and irradiation 

of critical organs and the entire calculation is based on the volume of the reference 

ƛǎƻŘƻǎŜΦ Lǘ ŜȄǇŀƴŘǎ ǘƘŜ ŀǇǇƭƛŎŀǘƛƻƴ ƻŦ ŀƴƻǘƘŜǊ ƛƴŘŜȄ ƪƴƻǿƴ ŀǎ ǘƘŜ ±ŀƴΩǘ wƛŜǘ 

Conformation Number (CN) (65), first described as a tool to compare RT plans for 
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prostate cancer using brachytherapy and external beam radiotherapy. A much 

simpler index has been used by Knoos et al (66) to study the degree of conformity 

reached in clinical routines of 57 patients treated for breast cancer. The radiation 

conformity index (RCI) is simply a ratio of the PTV volume and either the treated 

volume or the volume of the 95% isodose and therefore increases from 0 to 1 with 

increasing conformity of the two structures. Similarly, the Jaccard Conformity Index 

(JCI) was used by Mulliez et al to compare the dosimetry of different IMRT 

techniques (67). It has also been used extensively in the analysis of target volume 

delineation variation (68) & (69). First described in 1901 by Paul Jaccard as the 

ΨŎƻŜŦŦƛŎƛŜƴǘ ŘŜ ŎƻƳƳǳƴŀǳǘŜΩ ŀǎ ŀ ǘƻƻƭ ŦƻǊ ōƻǘŀƴƛŎ ŎƻƳǇŀǊƛǎƻƴ (68) it is perhaps the 

most commonly used index in the RT literature. It is a slight variation of the simple 

RCI index in that it is defined as the size of the intersection of two structures (circles 

A and B in Figure 2.16) divided by the size of the union of those same two structures.  

J =
A Ç B

A È B
 

 

Figure 2.16 ς Schematic for Jaccard Conformity Index 

 

Similarly to when using the RCI, a JCI value of zero would be seen if there is no 

agreement and a value of one if there is complete agreement (overlap). Both of 

(2.0) 
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these indexes have the advantage of being simple to both calculate and understand, 

however neither of them provide any information about the difference in shape 

between two volumes. They are also largely confined to the study of spherical 

shapes, and can fail to function correctly when assessing more complex volumes 

(70). In addition, the data generated can be difficult to interpret when considering 

clinical significance of the dose distribution. Considering these drawbacks, Jena et al 

proposed a new conformity index known as the Mean Distance to Conformity (MDC) 

(70). The aim of this new index was the following: 

 

1. A single scoring statistic that represents the overall conformity of the two 

volumes being assessed. 

2. Additional statistics that provide information on whether the non-conformity 

is caused by over or under outlining. 

3. A method of display that would facilitate evaluation of the clinical 

significance of discrepancies. 

 

The MDC metric is a shape-based statistic that measures the mean displacement 

needed to transpose every voxel in an evaluated volume to a reference volume. It 

differs from the other indices described so far as it gives a measure of the magnitude 

of the difference between the two volumes being analysed, giving a value in cm.  

 

For calculating the MDC, Jena et al established a three-dimensional (3D) grid 

representation for processing the structure contour data. Each node within the grid 

could then adopt one of four states: 
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State 0: The node lies outside both reference and evaluation volumes. 

State 1: The node lies within the reference volume but not the evaluation volume. 

State 2: The node lies within the evaluation volume but not the reference volume.  

State 3: The node lies within both volumes. 

 

These states can be visualised in Figure 2.17, which gives a representation of two 

structures on the grid. The blue contour is the reference contour and the red 

contour the evaluation contour. The green voxels have been determined to lie within 

both outlines. The light blue voxels are within the reference volume outline but not 

within the evaluation volume outline and represent under-coverage errors (under 

MDC). The dark red voxels are within the evaluation volume outline but not the 

reference volume outline and represent over-coverage errors (over MDC). 

 

 

Figure 2.17 ς Schematic of MDC showing OverMDC and UnderMDC 

Figure 2.18 shows the trendline and near exponential relationship between the MDC 

and JCI index. 

 

RED ς Evaluation ς 95% Isodose 

BLUE ς Reference ς PTV 

OverMDC 

UnderMDC 
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Figure 2.18 - Variation of MDC with change in JCI for two spherical volumes. Reproduced with 
permission from Jena et al A novel algorithm for the morphometric assessment of radiotherapy 
treatment planning volumes, BJR 83:44-51 (71) 

 

 

The MDC is simple to both calculate and interpret, yet also provides more clinically 

useful information than a simple ratio of the overlap of two volumes that is provided 

by the RCI and JCI. Following the work carried out by Dr Sarah Gwynne for her MD 

thesis (72) and discussions with her and other colleagues, it was therefore decided to 

take the JCI and MDC index forward for analysis of conformity in this thesis. 

 

2.7 Type A and Type B algorithms 

 It is widely appreciated that the choice of dose calculation algorithm for 

radiotherapy planning affects the accuracy of calculated dose distributions (73). The 

main disparity between algorithms in routine use is the extent to which they model 
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scattered dose transport (74), (75) & (76). In heterogeneous situations, the 

algorithms that provide approximate modelling for the variation of penumbra with 

ŘŜƴǎƛǘȅ όƪƴƻǿƴ ŀǎ ά¢ȅǇŜ .έ ŀŎŎƻǊŘƛƴƎ ǘƻ Yƴƻƻǎ Ŝǘ ŀƭ (74)) provide a more accurate 

ǊŜǇǊŜǎŜƴǘŀǘƛƻƴ ƻŦ ŘƻǎŜ ǘƘŀƴ ǘƘƻǎŜ ǘƘŀǘ Řƻ ƴƻǘ όƪƴƻǿƴ ŀǎ ά¢ȅǇŜ !έύΦ ¢Ƙƛǎ ƛǎ ōŜŎŀǳǎŜ 

the Type A algorithms use a one-dimensional density correction which does not 

accurately model the distribution of secondary electrons in media of different 

density (77). Type B algorithms meanwhile are corrected for any variation in density 

along the modelling of a photon ray. Although the limitations of Type A algorithms in 

calculating dose are well known, the clinical implementation of a Type B algorithm in 

treatment centres was limited at the start of the SCOPE 1 trial. The commissioning of 

a new dose calculation algorithm and ensuring patient safety can be time consuming 

and require significant resources. As a result, in the SCOPE 1 trial it was decided to 

allow centres to commence recruitment to the trial using their existing algorithms (if 

Type A) in order to minimize the risks associated with change and ensure that the 

trial reflected current clinical practice. The dose of radiotherapy plans in the trial 

data was therefore calculated using these two types of algorithms, dependent on the 

centre at which they were planned. Wills et al undertook an investigation as a part of 

the trial design process to assess whether the two types of algorithm needed to be 

taken into account when applying the radiotherapy protocol to each patient (78). 

The study took fifteen patient data sets that underwent CRT at Velindre Cancer 

Centre between 2007 and 2009 for carcinoma of the oesophagus. The patients had 

been planned according to the SCOPE 1 protocol using a Type A pencil beam 

algorithm. These plans were then re-calculated in OMP using a Type B collapsed 



 
 

82 

cone algorithm and the dose volume data for the regions of interest (See Table 2.1) 

between both sets compared.  

 

Structure Constraint 

PTV Minimum dose > 93% 

PTV Volume receiving 95% dose (V95%) > 99% 

PTV ICRU maximum dose < 107% 

Heart Volume receiving 40Gy (V40Gy) < 30% 

Liver Volume receiving 30Gy (V30Gy) < 60% 

Lung Volume receiving 20Gy (V20Gy) < 25% 

Spinal Cord PRV Maximum dose < 40Gy 

Table 2.1 ς Dose Volume constraints for SCOPE 1 

 

It was found that the use of Type B algorithms during optimization results in 

improved PTV coverage by the 95% isodose. This is especially important when 

considering the dose in oesophageal cancer, due to the proximity of the treatment 

volume to the lung. The effect of algorithm type on the calculated dose in lung tissue 

can be observed in Figure 2.19a & b. 
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Figure 2.19a Plan using Type A algorithm showing PTV and 95% idodose line, b: plan using Type B 

algorithm showing PTV and 95% idodose line 

 

Figures 2.19a & b show the same plan calculated with a Type A and Type B algorithm 

respectively. It can be seen in Figure 2.19b how the 95% isodose line is modelled 

differently in the lung (marked Y) compared to that in Figure 2.19a (marked X). This 

is a direct consequence of the lateral electron transport being modelled correctly in 

Type B algorithms, which will have a large effect at the boundary of relatively dense 

matter such as the oesophagus with air filled areas such as the lung. As such Type A 

algorithms can be considered incorrect in the modelling of dose in this area. The 

analysis by Wills et al was made using only 15 patients from one centre. For 

completion it was decided to undertake an analysis of the effect of the planning 

algorithm on the JCI and MDC conformity index value using the complete SCOPE 1 

database. This was tested by comparing the JCI and MDC index value between the 

V95% and the PTV and comparing the results for patients planned with Type A and 

Type B algorithms using the Mann Whitney U test in the SPSS package. The JCI 

(Median = 0.68, Interquartile range = 0.64-0.73) was shown to have a statistically 

significant dependency with whether the plan was calculated using a Type A (n=94, 

X Y 

a b 
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Median JCI = 0.67 Interquartile range =0.63-0.71) or Type B (n=82, Median JCI = 0.71 

Interquartile range = 0.67-0.75) algorithm (Mann Whitney U test p<0.001). The test 

was repeated using the MeanMDC, OverMDC and UnderMDC metrics. The results in 

mm are shown in Table 2.2: 

 

Table 2.2 ς Mann Whitney U test for MDC metrics between Type A and Type B dose algorithms 

 

These results show how the dose distribution displayed in a radiotherapy plan is 

dependent on whether the dose was calculated using a Type A or Type B algorithm. 

As a result of these tests, the prior work in this area and discussions with clinical and 

technical staff, it was decided that all dosimetric analysis on the database should be 

carried out with the database split according to those patients planned using a Type 

A and Type B algorithm. This would ensure that any conclusions reached about the 

effect of dose distribution could not be influenced by the effect of the planning 

algorithm. For this project, it was decided to concentrate on the analysis of Type B 

patients. It was felt that the results would be more relevant to the present clinical 

situation in the field due to the majority of centres having now moved to using these 

types of algorithms since the end of the SCOPE 1 trial. Figure 2.20 is a consort 

diagram showing the patient dropout rate and reasoning. Treatment and tumour 

 Median Interquartile Range 
P value of 

dependency on 
algorithm 

MeanMDC 2.1 0.9-3.1 <0.001 

OverMDC 4.0 3.3-4.7 0.002 

UnderMDC 2.1 0.9-2.7 <0.001 
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demographics of the final cohorts dependent on planning algorithm are also 

included. 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
Figure 2.20 ς Consort diagram showing patient treatment and tumour demographics 

 
 

Recruited to SCOPE 1 trial (n= 258) 

Excluded  (n=48) 
§   Withdrawn completely (n=18) 
§   Did not receive RT (12) 
§   Data not received from centre (n=10) 
 

Type A algorithm (n=103) 

§ Centres (n=18)  

§ 3D-CRT (n=103)  

§ Age in years (Mean=71, Range=40-86) 

§ Male (n=60), Female (n=43) 

§ Cetuximab (Yes n=57, No n=46) 

§ Adenocarcinoma (n=30) 

§ Squamous Cell Carcinoma (n=73) 

§ Tumour Stage I (n=5) 

§ Tumour Stage II (n=17) 

§ Tumour Stage III (n=67) 

§ Tumour Stage IV (n=14) 

§ Upper 1/3
rd

 (n=51) 

§ Middle 1/3
rd

 (n=43) 

§ Lower 1/3
rd

 (n=9) 

Type B algorithm (n=98) 

§ Analysed (n=97) 

§ Centres (n=19)  

§ 3D-CRT (n=81) , VMAT (n=16) 
§ Age in years (Mean=70, Range=44-88) 

§ Male (n=57), Female (n=40) 

§ Cetuximab (Yes n=44, No n=53) 

§ Adenocarcinoma (n=24) 

§ Squamous Cell Carcinoma (n=73) 

§ Tumour Stage I (n=2) 

§ Tumour Stage II (n=22) 

§ Tumour Stage III (n=58) 

§ Tumour Stage IV (n=15) 

§ Upper 1/3
rd

 (n=36) 

§ Middle 1/3
rd

 (n=48) 

§ Lower 1/3
rd

 (n=13) 
 

Received from WCTU (n=210) 

Excluded  (n=9) 
§   Corrupt data (n=5) 
§   Missing outcome data (n=4) 
 

Available for analysis (n=201) 
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Chapter 3  

 

Dose distribution and patient outcome 

 

3.1 Introduction 

It is clear that radiotherapy plays a key role in the treatment of oesophageal 

tumours, however the formulation and application of optimal radiotherapy protocols 

to these sites is not well defined (79). There is therefore a clear need to improve the 

quality and outcome of therapy. It is known that dose distribution is an important 

factor when evaluating the quality of radiotherapy plans and a plan is considered 

acceptable if 95% of the prescribed (tumoricidal) dose is delivered to 100% of the 

PTV (80) & (81). However, although this requirement will be met in the majority of 

patients undergoing radiotherapy, the quality of the dose distribution may vary 

according to factors such as PTV volume (82) or by the delivery technique (83).  It has 

been shown that adherence to a site-specific radiotherapy protocol is effective in 

improving plan quality and patient outcomes (84), and the SCOPE 1 trial provided a 

detailed radiotherapy study protocol and quality assurance programme (85).  

 

Despite a detailed radiotherapy protocol and planning guidance document, a 

rigorous RTTQA programme (73) & (86) demonstrated variation in radiotherapy 

planning practice such as planning technique across the  36 UK centres that 

participated in this study. These factors may have affected the quality of the dose 
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distribution achieved for each patient, in addition to those factors already discussed. 

A recent study by Moore et al ƴƻǘŜŘ ǘƘŀǘ Ƴŀƴȅ Ǉƭŀƴǎ Ƴŀȅ ǎǘƛƭƭ ōŜ ŎƭŀǎǎŜŘ ŀǎ Ψƭƻǿ 

ǉǳŀƭƛǘȅΩ ŜǾŜƴ ǿƘŜƴ ŀŘƘŜǊƛƴƎ ǘƻ ŎƭƛƴƛŎŀƭ ǘǊƛŀƭ ǇǊƻǘƻŎƻƭ (87). The aim of this 

investigation was two fold; Firstly to assess plan quality using a conformity index and 

analyse its influence on patient outcome. Secondly, to identify whether clinical and 

technological factors including GTV length, PTV volume, tumour location and 

treatment delivery method could be related to the conformity index value.  

 

Number of patients Reasoning 

97 
Only Type B algorithm patients analysed  

(See Figure 2.20 for demographic) 
Table 3.0 - Number of patients included in analysis in Chapter 3 

 

3.2 Correlating plan quality with outcome 

3.2.1 Quantifying plan quality 

Firstly it was hypothesised that plan quality can be objectively assessed by 

quantifying the relationship between the 95% isodose and the PTV using a 

conformity index. Secondly, that treatment and patient characteristics may influence 

plan quality.  The use of conformity indices to analyse dose distribution of 

radiotherapy plans has been carried out previously (66) & (88). However, to the best 

of my knowledge, this study is the first to explore the relationship of conformity 

index and patient outcome.  
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3.2.2 Analysis of conformity index values across the database 

The JCI and MDC (See Section 2.6) (UnderMDC and OverMDC) conformity index 

values were calculated for each patient. Figure 3.1- 3.3 show the resulting 

distribution of the conformity index values in ascending order.  

 

 

Figure 3.1 ς Distribution of JCI values across the database 
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Figure 3.2 ς Distribution of UnderMDC values across the database 

 

Figure 3.3 ς Distribution of OverMDC values across the database 
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Figure 3.3 clearly shows an outlier in the distribution of OverMDC values. This 

patient has an over MDC value of 13.1mm, which far exceeds the average of the 

Type B patient cohort (3.7mm) outlined in Figure 2.20. This value is confirmed by 

analysing the image from the CERR screen (Figure 3.4).  

 

 

Figure 3.4 ς Profile of outlier patient in CERR with dose wash 

 

Figure 3.4 shows that the 95% isodose does indeed have extremely poor conformity 

with the PTV. There is a significant area of the patient receiving 95% of the 

prescribed dose anteriorly.  The beam arrangement is unusual in the context of the 

SCOPE 1 trial, and clinical colleagues also noted that the GTV was of an unusual 

shape. Further discussion with the clinical staff concluded that the beam and dose 

distribution at least are due to a need to avoid the spinal cord. Due to the highly 

unusual nature of this plan within the context of the database, I decided to remove 

this patient from the analysis.   



 
 

91 

 

 

Figure 3.5 ς Distribution of UnderMDC and OverMDC values across database 

 

Figure 3.5 shows the distribution of both UnderMDC and OverMDC for the Type B 

patients with the outlier removed.   

 

3.2.3 Comparing JCI and MDC 

In order to gain a further understanding of the relationship between the JCI and 

MDC indices they were plotted against each other. This would allow the relationship 

to be visualised and quantified. 
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OverMDC vs JCI 

 

Figure 3.6 ς Plot of OverMDC vs JCI 

 

Figure 3.6 shows the correlation of the Over MDC metric with the JCI index. The 

Pearson coefficient is -0.85 and is highly significant with p < 0.01. This correlation is 

entirely expected due to the nature of both indices. For the JCI index, the conformity 

of the PTV and 95% Isodose increases as it tends towards 1. It follows therefore that 

the OverMDC value, which quantifies the extent of over outlining, should decrease 

as the JCI index increases. 

 

 

 

 

 

R = -0.85 
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UnderMDC vs JCI 

 

Figure 3.7 ς Plot of UnderMDC vs JCI 

 

Figure 3.7 shows the correlation of the Under MDC metric with the JCI index. The 

Pearson coefficient is 0.03, which confirms the visual lack of correlation on the plot. 

Exactly why there should be such a lack in correlation remained unclear as it would 

be expected that similar to the OverMDC vs JCI plot, the UnderMDC metric should 

reduce as correlation according to JCI increases.  

 

 

 

 

 

 

R = 0.03 
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MeanMDC vs JCI 

 

Figure 3.8 ς Plot of Mean MDC vs JCI 

 

Figure 3.8 shows the correlation of the Mean MDC metric with the JCI index. The 

Pearson coefficient is -0.75. It is clear that there is a negative correlation, similar to 

that observed with the OverMDC vs JCI plot. Again, this is to be expected due to the 

nature of both indices. As the conformity increases, the JCI index tends towards 1 

whilst the Mean MDC tends towards 0. 

 

JCI vs MDC 

The JCI and MDC indices are both able to give a quantifiable value of the relationship 

between two volumes or structures. However as noted previously (see Section 2.6) 

there are advantages and disadvantages associated to both. To streamline the 

investigation of the effect of conformity index on patient outcome I decided to 

R = -0.65 
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concentrate on only taking the MDC further forward. This was due to the JCI being a 

composite index and the MDC being able to give a more detailed and clinically 

meaningful values of the relationship between the two volumes under 

consideration.  

 

3.2.4 Outcome data 

Outcome data for each patient, including overall survival, was collated and prepared 

by the WCTU. Due to the adverse effect of cetuximab on survival in the SCOPE 1 trial 

(56), the cetuximab administration data for each patient was also acquired to allow 

for stratification.  Kaplan-Meier plots were generated to observe whether there was 

a clinically relevant threshold for the CI value in relation to survival. The 

demographic and prognostic data outlined in Figure 2.20 was also used for 

multivariate analysis.  

 

3.2.5 Deciding on CI breakpoint 

Using the EUCLID package, comparisons of survival for two populations 

discriminated by a given variable can be performed using a log rank test of the 

hypothesis that the curves describe the same survival function. This can also be 

extended to any end point (local control, progression etc) if the time to that 

endpoint is recorded and available. 

 

A function in EUCLID allows the option to scan the range of the variable (in this case 

the conformity index) to find the break point value that yields the lowest p-value and 

therefore best separates the low survival from the high survival population. This is 
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corrected for multiple comparisons using the Bonferroni adjustment, a method of 

dealing with multiple testing when finding an optimal break point (89) and has been 

used elsewhere in literature of other fields with survival data (90) & (91). This 

function was utilized to find the best cut off in this data set. The EUCLID script code 

was also modified to allow the data for each group above and below the break-point 

to be saved, allowing the data to be exported for further analysis in SPSS. 

 

3.4 Results 

3.4.1 OverMDC and UnderMDC and overall survival  

 

OverMDC 

For the 97 Type B patient plans in this study, the median OverMDC was 3.7mm 

(Range: 1.2-7.0mm). The break point occurs at an OverMDC value of 4.4mm with p = 

0.02 (logrank) and results in a 28 above/69 below split in the database.  (Figure 3.9) 

 

Figure 3.9 ς Kaplan Meier according to OverMDC 
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The Cox Proportional Hazard ratio was calculated in SPSS to be 0.50 (95% CI: 0.28-

0.90, p=0.02). Stratifying for cetuximab administration, the log rank test between the 

two groups gave p=0.04. Therefore within this cohort, the OverMDC value for the 

conformity of the 95% isodose line and the PTV for the patient population studied is 

a predictor for overall survival in univariate analysis, independent of cetuximab 

administration; a high OverMDC is associated with worse survival.  

 

UnderMDC 

The median UnderMDC was 2.5mm (Range: 0-5.7mm). The break point occurs at an 

UnderMDC value of 2.7mm with a p = 0.05 (logrank) and results in a 32 above/62 

below split in the database (Figure 3.10). 

 

 

Figure 3.10 ς Kaplan Meier according to UnderMDC 
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The Cox Proportional Hazard ratio was calculated in SPSS to be 0.53 (95% CI: 0.30-

0.97, p=0.04). Stratifying for cetuximab administration, the log rank test between the 

two groups gave p=0.14. Therefore UnderMDC cannot be considered a statistically 

significant predictor for overall survival when stratifying for cetuximab. 

 

3.5 Analysis of OverMDC values 

As only OverMDC remained clinically and statistically significant following 

stratification for cetuximab, further analysis was limited to this metric.  

 

3.5.1 Clinical factors 

Tumour site and OverMDC 

Plotting the distribution of upper, middle and lower tumours above and below the 

break point allowed us to look at the effect of tumour site on OverMDC value. 

Figures 3.11 and 3.12 show the number of patients in each location and the 

percentage of the total. 

 

Figure 3.11 ς Distribution of tumour site in OverMDC >4.4mm 
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Figure 3.12 ς Distribution of tumour site in OverMDC <4.4mm 

 

It can be seen that the proportion of tumours in each site above and below the 

OverMDC cutoff are similar. This would suggest that tumour site does not impact the 

OverMDC value. 
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GTV length and OverMDC 

 

Figure 3.13 ς OverMDC and GTV length for patients 

 

Figure 3.13 shows the GTV length for each patient plotted with OverMDC values, 

ranked by increasing OverMDC value, with the line of best fit for the GTV lengths. 

There was no significant difference in GTV length either side of the OverMDC 

breakpoint of 4.4mm (Mann-Whitney p=0.123). The Pearson coefficient between the 

OverMDC metric and GTV length was calculated to be 0.33. 

 

PTV volume and OverMDC 

Figure 3.14 shows a similar plot only with PTV volume for each patient plotted with 

OverMDC values, again ranked by increasing OverMDC value with the line of best fit 

for the PTV volumes. Here there was a significant difference in PTV volume either 
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side of the OverMDC breakpoint of 4.4mm (Mann-Whitney p<0.001). The Pearson 

coefficient between the OverMDC metric and PTV volume was calculated to be 0.47. 

 

 

Figure 3.14 ς OverMDC and PTV volume for patients 

 

3.5.2 Technological factors 

IMRT/VMAT dose delivery 

Patients were classified according to whether the dose was delivered via 3D 

conformal (81 patients) or IMRT/VMAT treatment (16 patients). 
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Figure 3.15 ς OverMDC and dose delivery method for patients 

  

Figure 3.15 illustrates that IMRT/VMAT (green markers) is associated with a lower 

OverMDC value than if the patient was treated with 3D-CRT (blue markers) (mean 

VMAT = 2.1mm, 3D-CRT = 4.1mm; Mann Whitney p<0.001). To eliminate any 

unintended bias, it was found that there was no significant difference in PTV volume 

according to the treatment delivery method (Mann Whitney p=0.455). The 16 

patients whose dose was delivered using IMRT/VMAT were treated at 3 centres, 

with 14 at 1 centre and 1 each at the remaining 2 centres.  

 

3.6 Re-Planning of Type B patients in OMP 

It has been shown in the previous section that patients treated with IMRT/VMAT 

type treatments have significantly more conformal dose distributions. However, in 

order to truly understand the effect of the treatment delivery method on the 
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conformity of the dose it was decided to re plan patients who had originally been 

treated with 3D-CRT using the VMAT method. By having the same target volumes 

planned using two treatment methods, rather than comparing different treatment 

methods in different patients, it allows a direct comparison to be made. In addition, 

this work would allow an assessment to be made of whether the patients with 

relatively high OverMDC values could be improved by re-planning with VMAT.  

 

3.6.1 Obtaining a VMAT solution in OMP 

Patients who receive radiotherapy for oesophageal tumours in Velindre Cancer 

Centre are currently treated using the 3D-CRT technique. Creating VMAT plans for 

these patients would therefore require careful consideration and implementation of 

a new technique in this site. After consultation with the clinical department, it was 

decided that working towards a planning technique that could be used on all 

patients, rather than starting afresh with each patient, would be extremely beneficial 

both for this project and the clinical department. Therefore this work both allowed 

analysis of my thesis dataset and facilitated development of an advanced clinical 

service.  

 

3.6.2 Class solutions in Radiotherapy planning 

Conventional planning, although successful in obtaining clinically acceptable plans 

(92), can be a very time consuming process. This is a result of the treatment planner 

having to obtain a set of unknown relative weighting factors for each individual plan 

in an iterative manner. Although many manual iterations can be undertaken in 

designing a plan, time constraints and other factors may still result in a sub-optimal 
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plan (93) & (94). In addition, a set of factors found to work for one patient may not 

necessarily work for another. A solution to this problem lies in finding a class 

solution, where a set of dose weighting factors provides a clinically acceptable plan 

for the vast majority of patients. If a successful solution is found, the time taken 

during the planning process is therefore greatly reduced. The user can simply 

construct the required structures before applying a plan model saved in the 

database with the associated weighting factors, thereby creating a plan that meets 

the required dose constraints and objectives and can be safely delivered to the 

patient. The use of class solutions in a clinical setting has become increasingly 

prevalent with the implementation of inverse planning, and as a result, IMRT/VMAT 

ŘƻǎŜ ŘŜƭƛǾŜǊȅ ƳŜǘƘƻŘǎΦ ¢ƘŜǊŜ ƛǎ ŀ ƭŀǊƎŜ ŀƳƻǳƴǘ ƻŦ ƭƛǘŜǊŀǘǳǊŜ ƛƴ ǿƘƛŎƘ ǘƘŜ ǘŜǊƳ ΨŎƭŀǎǎ 

ǎƻƭǳǘƛƻƴΩ ƛǎ ǳǎŜd to describe a method of automating plan generation. Due to the 

number of different techniques and application of these methods there is also no 

standard definition of a class solution as applied to radiotherapy planning.  

 

3.6.3 What makes a good treatment plan? 

A class solution generated plan that meets all the dose constraint criteria may not 

necessarily be the best plan for that patient. However, meetings with clinical 

colleagues made it clear that when approving oesophageal radiotherapy plans for 

treatment, meeting the dose constraints is the primary criteria for going ahead with 

treatment. When these are met there is generally not a large amount of time and 

effort given to improving the plan further. This does not mean that meeting the dose 

constraints required by plans is easy however, and in some cases this is impossible or 

may take an unacceptable amount of time to achieve. In these instances, it is up to 
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the oncologist to decide whether the trade off between dose received by normal 

tissue compared to the treatment volume is clinically acceptable and can be 

delivered safely. Although minimising the dose received by every organ at risk whilst 

maximising the dose received in the treatment volume in each patient is the ideal 

solution, there will be small trade-offs to be made in most cases. The dose 

distribution delivered to an organ is unlikely to be uniform; being able to consider 

trade offs between organs is therefore dependent on being able to describe the dose 

delivered to each organ. Ideally parameters such as TCP and NTCP (See Section 4.1) 

would be ideally used to compare one plan to the next as they would model the 

effect of the dose delivered to the patient to a biological outcome. However the 

parameters more often used to describe the dose delivered to an organ and make a 

comparison of plans include mean dose, maximum dose, or the fraction of volume of 

a structure that receives more or less than a certain specified dose levels. It is 

managing the trade off between these parameters that will decide what plan is 

considered better than another. In most treatment planning there will be multiple 

structures to consider further increasing the time taken to plan each patient using 

conventional planning techniques.  

 

3.6.4 VMAT optimising volumes 

VMAT planǎ ƻŦǘŜƴ ǊŜǉǳƛǊŜ ǘƘŜ ŎǊŜŀǘƛƻƴ ƻŦ ƻǇǘƛƳƛǎƛƴƎ ƻǊ ΨŘǳƳƳȅΩ ǾƻƭǳƳŜǎ (95). These 

are usually simple volumes that are included in a plan in addition to the usual 

GTV/PTV and OARs to assist the treatment planning system in creating a suitable 

plan by directing or limiting the dose to specific area. For example, by creating a 

dummy volume with a particular dose constraint, the TPS will attempt to limit the 
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dose received by that particular volume. The two additional structures created for 

the VMAT plan were: 

 

1. DM_PTV ς This is simply the original PTV from the 3D-CRT plan grown by 

1mm in all directions. This structure is created in order to ensure that the conformity 

of the 95% isodose to the original PTV grown from the GTV is optimised. 

 

2. DM_Conf_15mm ς This is a ring like structure created to achieve the required 

dose fall off from the planning PTV. 

 

3.6.5 Multicriteria Optimization and creating a Pareto curve 

One method for the creation of a class solution is that of Multicriteria Optimisation 

(MCO) (96). Here each structure is assigned one or several objectives and the end 

goal is to find a solution that is the best trade off between these objectives.  A 

solution that reaches this end goal is commonly defined as being Pareto optimal. A 

Pareto optimal solution will therefore be one where no single objective can be 

improved without deteriorating at least one of the others. The set of solutions that 

together define the Pareto optimal plan is called the Pareto set. Plotting the image of 

the Pareto set in objective space gives a 4D Pareto surface, whilst slicing through this 

surface to focus on two objectives gives a 2D Pareto curve. By analysing the 2D curve 

it allows the trade-off in coverage between two objectives to be visualised.  
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When considering the planning of oesophageal cancer treatments, the organs at risk 

constraints that are most difficult to meet are the lungs and heart. (See Table 3.1 for 

dose constraints). 

 

Region of interest/Organ at risk Dose constraint 

PTV V95% (47.5Gy) >99.0% 

Heart V80% (V40Gy) < 30Gy 

Combined Lungs V40% (V20Gy) < 25% 

Table 3.1 ς Dose constraints for VMAT planning 

 

I therefore wanted to understand the relationship between these two structures 

when changing the weight of the objective given to achieving a dose constraint on 

one or the other. It was also important to understand what affect, if any, that 

changing the relative weighting on achieving dose constraints of these two 

structures may have on the coverage of the PTV. 

 

The weighting of the Cord, PTV, DM_PTV and DM_Conf_15mm structures were set 

in the Plan Optimisation Module of OMP as seen in Table 3.2. 
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Table 3.2 ς Objectives and weighting of structures in VMAT plan 

 

From previous work, we know that the dose constraint for the heart is relatively easy 

to achieve using VMAT (82). Therefore in order to find the optimum lung weighting I 

set the heart weight to 0 and ran the optimising process with the lung weighting 

increasing from 5 ς 20, in increments of 5.  

 

Structure Objective and weight 
  External (OAR) Max dose 60.00Gy, weight 1.0 

 Heart (OAR) Max average dose 18.00Gy, weight 10.0 

Cord PRV (OAR) Max dose 38.00Gy, weight 1000.0  
 Combined Lungs 

(OAR) Max average dose 11.00Gy, weight 10.0 

PTV_RC (Target) Min dose 47.50Gy, weight 30.0 
 

 
Max dose 50.0Gy, weight 300.0 

 

 
Min dose 50.0Gy, to 50.0% volume, weight 50.0 

DM_PTV_RC (Target) Min dose 48.50Gy, weight 600.0 
 

 
Max dose 50.0Gy, weight 300.0 

 DM_Conf_15mm 
(OAR) 

Surr dose 50.00 - 47.50Gy, dist 0.5cm, weight 
1000.0 



 
 

109 

 

Figure 3.16 - % volume receiving dose constraint of each structure 

 

It can be seen from Figure 3.16 that the lung weighting of 15 gives a favourable (i.e. 

minimises) dose to the heart. This lung weighting value was therefore initially taken 

forward to explore the influence of changing the heart weighting on mean heart 

dose and mean lung dose. 

 

To analyse this aspect of plan weighting and its effect on the dose received by the 

heart and lung, I created 5 plans with a lung weighting of 15 and heart weightings of 

0.5, 5, 10, 15 and 20. The mean heart dose and mean lung dose for each plan 

created was recorded and is plotted in Figure 3.17 
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Figure 3.17 ς Mean Lung Dose vs Mean Heart Dose 

 

Figure 3.17 shows how an increasing weight on the heart, whilst reducing the mean 

heart dose also results in an increase in mean lung dose. It can be seen how a pareto 

curve is being generated, meaning that the plan is pareto optimal. 

 

The effect of changing the weighting on the heart can also be observed in the dose 

distribution representation images of the plan itself. Figures 3.18 a-e show how as 

the weighting on the heart increases the dose deposited in the heart decreases. 

However the dose must be deposited somewhere and this can be observed by the 

spilling of the dose into the lung tissue as the weighting on the heart increases. 
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Figure 3.18: Showing spilling of dose into 
lung with increasing heart weight: 

a. Heart weighting = 0.5 
b. Heart weighting = 5 
c. Heart weighting = 10 
d. Heart weighting = 15 
e. Heart weighting = 20 

a. b. 

c. d. 

e. 
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I then repeated this process with a lung weighting of 10. The mean doses of the 

heart and lung were again recorded and can be seen in Figure 3.19 

 

 

Figure 3.19 ςMean Lung Dose vs Mean Heart Dose for patient 1 

 

Figure 3.20 shows how a reduced lung weighting of 10 results in an increased lung 

dose when compared to the same plan with a lung weighting of 15.  

 

Repeating with a different patient 

It was important to assess whether the weightings used on the OARs would produce 

a similar plan on another patient. I therefore repeated the previous steps of 

producing 10 plans with different combinations of weighing on the lung and heart 

organs. The plot of mean heart dose and mean lung dose can be seen in Figure 3.20. 
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Figure 3.20 ς Mean Lung Dose vs Mean Heart Dose for patient 2 

 

The figure shows that in this instance, the curve of mean heart dose vs mean lung 

dose is not pareto optimal when compared to that in figure 3.19. The weightings are 

therefore not optimal for this patient.  

 

Patient dependent vs patient independent solution 

Although the weightings chosen for the first patient were shown to produce a pareto 

optimal curve in terms of heart and lung they were not replicated with the second 

patient. Therefore the solution found for the first patient is not patient independent, 

meaning that it will not produce a pareto optimal plan for each different patient.   
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3.6.6 Re-planning worst performing OverMDC patients 

The 16 worst performing patient plans according to OverMDC (plotted with square 

symbols in Figure 3.21) were re-planned from the 3D-CRT to VMAT in OMP using the 

solution. 11 patients were successfully re-planned using the class solution meeting 

all dose constraints. The 5 remaining patient plans did not meet the SCOPE 1 

protocol dose volumes constraints for the PTV initially, but in all cases acceptable 

plans were achieved after manual adjustment of the weighting on the PTV 

objectives. 

 

 

Figure 3.21 ς Effect of re-planning from 3D-CRT to VMAT on OverMDC 
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Table 3.3 gives the OverMDC values before and after re-planning with the VMAT 

class solution. 

 

Patient ID 3D-CRT OverMDC (mm) VMAT OverMDC (mm) 

101003 4.7 2.7 

001023 4.9 2.7 

064002 4.9 2.8 

007003 5.1 2.3 

102009 5.2 2.7 

102003 5.3 2.1 

007002 5.3 2.7 

028003 5.4 2.8 

177004 5.4 3.7 

069009 5.5 2.3 

177003 5.6 2.5 

007001 5.8 2.3 

002004 6.0 2.2 

177005 6.6 5.1 

139003 7.0 3.0 

028001 7.0 2.9 
Table 3.3 ς OverMDC after re-planning with VMAT class solution 

 

The OverMDC was reduced for all 16 patients after replanning with VMAT (Figure 

3.21 and Table 3.3), with a mean reduction of 2.8mm (Range: 1.6-4.0mm). This 

confirms that the treatment modality has a large influence on OverMDC value. 

However there are also two outliers where the OverMDC was not reduced to the 

same extent. It is known from Figure 3.14 that there is a dependency on OverMDC 

value on PTV volume and on further review it was found that these two patients had 

an above average PTV volume (441cm3 and 498cm3) when compared to the SCOPE 1 

database mean PTV volume (334cm3). The average PTV volume for the re-planned 

patients was 393cm3.  
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3.7 Multivariate analysis 

OverMDC and UnderMDC were included in a multivariate logistic regression analysis 

along with other clinical factors. They were, age, sex, tumour type, tumour stage, 

tumour site, cetuximab administration, PTV volume and disease length.  

 

Variable 
Regression 
Coefficient 

Standard 
Deviation P-value 

Age 0.0686 0.0362 0.0582 

Sex -0.8128 0.5777 0.1594 

Tumour Type 0.6688 0.6972 0.3374 

Tumour Stage 0.8288 0.4676 0.0763 

Tumour Site -0.1972 0.4755 0.6784 

UnderMDC -0.5292 2.6432 0.8413 

OverMDC 1.3680 2.3520 0.5608 

Cetuximab 0.5757 0.5263 0.2740 

PTV Volume -0.0009 0.0035 0.7887 

Disease Length -0.0351 0.1641 0.8309 
Table 3.4 ς Results of multivariate analysis 

 

It was found that none of these factors were statistically significant (Table 3.4). The 

factors with the lowest p-values were found to be age and tumour staging (p=0.06 

and p=0.08 respectively).  

 

3.8 Discussion 

The aim in this piece of work was firstly to quantify plan quality using a CI and its 

effect on patient outcome. Secondly, to identify whether clinical and technological 

factors including PTV volume and treatment delivery method could be related to the 

CI value.  

 



 
 

117 

It was found that OverMDC has a statistically significant relationship with overall 

survival in univariate analysis independent of cetuximab administration, the latter 

having been shown to adversely effect survival in the SCOPE 1 trial. It was also 

shown that PTV volume was weakly correlated with the OverMDC value of each 

ǇŀǘƛŜƴǘ όtŜŀǊǎƻƴΩǎ Ŏƻrrelation = 0.47), but the treatment delivery method had a 

more significant impact with the mean IMRT OverMDC being 51% of the mean 3D-

CRT OverMDC value. When OverMDC and UnderMDC were included with other 

clinical variables in a multivariate logistic regression analysis neither remained 

significant.   

 

The volume of the PTV may have an influence on dose coverage. Meeting constraints 

for larger PTVs is more difficult due to the likely increased overlap with organs at risk 

(OAR). Specifically in the case of oesophageal cancer, OARs such as the heart, lungs 

and spinal cord are in close proximity to the oesophagus and may limit the ability to 

optimise the dose distribution. In this study we hypothesized that a larger PTV 

volume would be associated with an increase in OverMDC and UnderMDC values 

due to the increased complexity of the resulting RT plan and ability to conform the 

dose to the PTV due to the need to spare adjacent OARs. Statistical tests showed 

that there was indeed a significant difference in the PTV volumes of patients either 

side of the OverMDC break point. No significant difference was found in the case of 

the UnderMDC metric.  

  

This study also confirmed that using IMRT and VMAT increase dose conformity when 

compared to 3D-conformal therapy, as shown elsewhere in the literature (97). This is 
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demonstrated by the significantly smaller OverMDC values between the V95% and 

PTV volumes in the IMRT/VMAT patients of the SCOPE 1 trial and furthermore by the 

re-planning of the worst performing patient plans by OverMDC value from 3D-

conformal to VMAT. A study in gastric cancers found similar results when comparing 

3D-conformal radiotherapy to IMRT (98), concluding that a better target coverage 

and therefore significant dose reduction to OARs could be achieved in IMRT plans. It 

is clear therefore that the more conformal dose delivery techniques should be used 

to administer RT wherever possible.  

 

The explanation for the improved overall survival in patients treated with a lower 

OverMDC value and therefore more conformal treatment is not clear. The 

association with IMRT/VMAT treatment is interesting as only 3 centres treated the 

16 patients with IMRT/VMAT in the original trial. In addition Figure 3.21 clearly 

shows two cases where re-planning with VMAT/IMRT did not reduce the OverMDC 

value to the same extent, but their PTV volume was higher than the average for the 

patients included in this study. It is possible that low OverMDC and/or access to 

IMRT/VMAT reflect other aspects of a high quality RT process that require further 

investigation in a future study. It is also fully acknowledged that when the OverMDC 

metric is included in a multivariate analysis it does not remain statistically significant.  

 

Nevertheless, this work suggests that IMRT/VMAT offers a potential tool for safe 

dose escalation, as the MDC analysis has shown that unnecessary irradiation of 

normal tissue can be significantly reduced without affecting PTV coverage.  This is 

consistent with the findings of Freilich et al (99) who concluded that although the 
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use of IMRT did not impact on survival, it was associated with significantly less 

toxicity, and Warren et al who have shown that IMRT allows dose escalation to 60Gy 

with the same level of normal tissue irradiation as 3D-CRT to 50Gy (82). This is being 

taken forward in the recently funded SCOPE 2 trial. Unfortunately there were an 

insufficient number of patients treated with IMRT/VMAT in this study to detect any 

impact on survival. In addition, patients treated with IMRT/VMAT may have been 

expected to have a lower rate of toxicity, however the rates were so low within the 

SCOPE 1 trial that this could not be studied. 

 

In a clinical setting, this work suggests that careful attention to the quality of RT 

planning, expressed in terms of conformity of the dose distribution to the target 

volume, may impact on overall survival. IMRT/VMAT should be considered for all 

patients when conforming the 95% isodose to the PTV is difficult.  

 

3.9 Conclusion 

I have shown using the MDC index that in univariate analysis the quality of a plan 

with respect to PTV coverage has a significant correlation with patient outcome in 

terms of overall survival, thereby meeting an initial aim of the project as set out in 

Section 1.9. It has also been shown that plan quality is also strongly related to the 

use of advanced radiotherapy delivery techniques, allowing the possibility of dose 

escalation to the tumour whilst minimising dose to OARs. This is explored further in 

Chapter 4.   
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Chapter 4 

 
 
The effect of dose escalation on gastric toxicity.  
 

 

4.1 Introduction 

The end point of true clinical interest in radiotherapy is controlling the tumour (100). 

We therefore want to convert a dose distribution in the tumour to a quantifiable 

value of tumour control.  Radiobiological modelling is a method of approximating the 

clinical outcome of radiotherapy treatment in terms of TCP and NTCP. The modelling 

of TCP and NTCP will therefore be used in this chapter to study the potential of 

VMAT dose delivery to safely dose escalate lower oesophageal tumours with a focus 

on gastric toxicity.  

 

4.1.1 Tumour control probability 

The TCP is the probability of killing all tumour cells in the defined tumour volume 

following irradiation with a certain dose distribution. Using data in the form of 

survival fraction curves (which carry information of the proportion of cells that 

survive a specified dose of radiation), as a probability model for radiation-induced 

individual clonogenic cell death, the TCP computes the probability of tumour 

eradication by taking into account factors such as cell proliferation between 

radiation treatment fractions, and natural cell death rates (101). 
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Several models have been developed to study TCP (See Zaider and Hanin et al for a 

review (102)). However modelling TCP can be split into four main methods: 

1. Binomial statistics: This is the simplest model and does not take into 

account cell proliferation between fractions or stochastic effects. 

Success is simply defined as cell death, and the TCP is defined as the 

probability that there are n0 successes where n0 is the total clonogenic 

cell population. 

2. Poisson statistics: The model also takes into account the stochastic 

process of radiation-induced cell killing. Here, deterministic 

differential equations are used that account for cell death both 

naturally and due to radiation. TCP is then given by a poisson 

distribution with a mean is the solution of the differential equations. 

3. Zaider-Minerbo model: This model also describes the stochastic 

effects of cell birth and death but with greater accuracy. A master 

equation that takes into account these effects is transformed into a 

partial differential equation that in turn can be solved to give a value 

for TCP. 

4. Monte-Carlo model: As with all Monte-Carlo methods, this method is 

capable of simulating a very large number of cells. To date, Monte-

Carlo methods are the most accurate methods of modelling but 

require specialist software packages and computing hardware.  
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The method most commonly used for quantitative predictions of dose/fractionation 

dependencies is the linear-quadratic (LQ) formalism (103) that utilises poisson 

statistics. Here the number of surviving cells following radiation is given by  

S(D) = e- ( a D+b D
2
)
  (4.0) 

Where S is the number of surviving cells following a dose of D, and h  ŀƴŘ ʲ ŘŜǎŎǊƛōŜ 

the linear and quadratic parts of the survival curve respectively. The ʰ ŀƴŘ ʲ 

constants vary between different tissues and tumours. A useful and widely used 

term is the h /  ̡ratio, which describes the dose in Gy when the number of cells killed 

by the linear component is equal to the cell kill from the quadratic component. 

For the calculation of TCP from DVH data, the tumour volume is considered to be 

constructed from independent sub-volumes. If each sub-volume (denoted by i in 

formula 4.1) is considered small enough to receive a uniform dose then the TCP for 

the tumour is the product of the TCP values calculated in each of the sub-volumes, 

given by TCPi.  

TCP = TCPi

i=1

m

å  (4.1) 

 

4.1.2 Normal tissue complication probability 

The NTCP can be defined as the probability that otherwise normal tissue (i.e. non 

cancerous) will develop adverse late effects as a result of being irradiated. In the 

past, knowledge of the tolerance of normal tissue to irradiation was severely lacking. 

However the seminal Emami paper (104) and consequent Quantitative Analyses of 

Normal Tissue Effects in the Clinic (QUANTEC) (105) working group report have since 

vastly improved the knowledge base within this area, to the extent that NTCP 
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modelling is now a recognised and well regarded method of approximating the 

expected normal tissue toxicity resulting from irradiation. Initially, Burman et al (106) 

fitted a Lyman model (107) to the Emami data, allowing the ŀōƛƭƛǘȅ ǘƻ ǳǎŜ 9ƳŀƳƛΩǎ 

constraints for an arbitrary fraction of a whole organ uniformly irradiated. Kutcher et 

al (108) then expanded on this work to allow the analysis of NTCP via DVH data. This 

Lyman-Kutcher-Burman model is now the most widely used method of estimating 

NTCP.   

 

The specific symptom that results from the exposure to radiation is known as a 

clinical endpoint. The endpoints can be grouped into two categories; those that are 

binary and relate to functional changes (paralysis or death) and those that are scalar, 

describe physiological changes and are usually graded by increasing severity.  

 

4.1.3 Clinical derivation and use of TCP and NTCP  

Most of the models that have been developed to describe the dose response of 

different normal tissues and tumours have the following common features: 

 

¶ Cell survival after irradiation is binomial and obeys binomial or Poisson 

statistics 

¶ Response of an organ is determined by the death or survival of its target cells 

¶ All the target cells respond identically 

¶ Equal effects are obtained from equal dose fractions if sufficiently separated 

in time 

 



 
 

124 

The modelling of both TCP and NTCP requires reliable data from specific clinical 

studies. As the setting up of a suitable study for the sole benefit of producing reliable 

TCP and NTCP data is unlikely to be justified, most data used in the generation of 

models is gathered from retrospective analysis of suitable cohort studies and clinical 

trials. In order to accurately model TCP and NTCP, there must be detailed 

information on the radiation exposure and treatment outcome available for 

assessment. However, radiobiological modelling is a complicated process even with 

the use of accurate data. In general, the information available only covers a small 

part of the dose-response curve required for the model as the treatment 

administered during radiotherapy is usually at a very specific dose. As a result, the 

part of the dose-response outside the region of the clinical data is based on the 

model only and can be difficult to verify. However radiobiological modelling is an 

established field with a large body of published work. Indeed there is an increasing 

call for radiobiological modelling to be utilised in the routine treatment planning 

process (109) & (47). 

 

4.2 The need for dose escalation 

The incidence of lower third oesophagus tumours are increasing in most Western 

populations (110) and it is becoming increasingly clear that chemo-radiotherapy 

(CRT) is now a valid alternative to surgical resection in the treatment of 

gastroesophageal junction (GEJ) cancer (111). However, local in-field recurrence is 

still the main reason of treatment failure (112) following definitive CRT, with >75% of 

these occurring within the GTV when the standard radiation dose of ҒрлDȅ ƛǎ 
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delivered. Indeed, local recurrence also contributes towards a worse prognosis in 

GEJ carcinoma (111). 

In theory, a higher radiation dose delivered to the tumour should result in higher 

local control rate. However it is only with the recent technological advances in RT 

planning and delivery that the ability to deliver increased dose to the tumour whilst 

minimising dose to normal, healthy tissue and OARs is becoming possible (113). 

Increased TCP should therefore be achievable by increasing the standard dose 

prescription beyond ҒрлDȅΦ ! ǊŜǘǊƻǎǇŜŎǘƛǾŜ ǎǘǳŘȅ ōȅ ½ƘŀƴƎ Ŝǘ ŀƭ (114) found that 

there was significantly higher overall survival in their patient cohort if the patient 

was treated in a high dose group (>51Gy) compared to the low dose group (<51Gy), 

whilst Geh et al found there was a dose-response relationship between increasing 

prescribed radiotherapy dose and pathological complete response in the 

neoadjuvant setting(115). Bedford et al (116) also found via radiobiological 

modelling that conformal techniques offered the potential of a 5-10Gy increase in 

dose delivered to the GTV up to 60Gy with acceptable increases in toxicity.   

The organs most at risk when planning oesophageal radiotherapy treatment, and for 

which the most stringent dose constraints are usually applied are the heart, lungs 

and spinal cord. Oesophageal cancer cases are therefore planned according to a 

combination of the achievable dose coverage of the PTV and the meeting of dose 

constraints for these organs. Work I undertook in collaboration with Oxford 

University in preparation for the forthcoming SCOPE 2 trial (82) has shown that dose 

escalation to 62.5Gy in mid oesophageal patients is feasible, with the additional dose 

able to be delivered without exceeding the OAR dose constraints in 75% of patients. 

However, dose escalation has not yet been studied in lower oesophageal cancers, 
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when the added proximity of the relatively radiosensitive stomach provides an 

added planning challenge (117).  With the role of radiotherapy dose escalation 

identified as a research priority (118) for improving outcomes and the likely increase 

in individualised RT dose prescription in the future, it is important to quantify the 

increased risk that this may pose in sites such as the lower oesophagus where clinical 

evidence for dose-toxicity correlation for adjacent organs (such as stomach) is 

lacking. This planning study therefore aims to investigate the feasibility of lower 

oesophageal dose escalation with a focus on toxicity to the stomach.  

 

4.3 Modelling the impact of dose escalation 

 

4.3.1 Study dataset 

Ten patients with tumours in the lower third region (centre of tumour at 32-40cm 

from back of teeth measured via Endoscopic ultrasound (EUS)) were selected at 

random from both arms of the SCOPE 1 database and their classification in the 

documentation as lower third tumours confirmed visually. The subset had a range of 

planning target volumes (PTV1) from 219 to 484cm3 and a mean volume of 348cm3, 

similar to that of the entire SCOPE 1 cohort (mean 327cm3). These 10 patients were 

therefore judged to give a good representation of the whole patient cohort. The 

GTVs and OARs outlined as per the SCOPE 1 protocol were re-used. 
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Number of 
patients 

Reasoning 

10 

Lower oesophageal patients with PTV volumes 
representative of SCOPE 1 cohort 

 
Centres = 7 

Age in years (Mean = 72, Range: 61-81) 
Male (n=4), Female (n=6) 

Cetuximab (Yes(n=4), No(n=6)) 
Adenocarcinoma (n=2) 

Squamous Cell Carcinoma (n=8) 

Tumour Stage III (n=10) 

Table 4.0 ς Number of patients included in analysis in Chapter 4 

 

4.3.2 Treatment planning  

PTV1 was grown by adding 1cm isotropically to the CTV, itself grown by adding 1cm 

radially and 2cm superiorly and inferiorly (along axis of oesophagus) to the GTV and 

may include the stomach mucosa at the inferior limit. For the purpose of this specific 

study and the use of the simultaneous integrated boost (SIB) technique for dose 

escalation, additional structures were also created. A PTV2 (boost volume) was 

created for the dose escalated plans by adding an isotropic 0.5cm margin to the GTV, 

supported by a study by Hawkins et al (119) and reflecting the technique in the 

SCOPE 2 trial where margins will not be adjusted dependent on tumour position 

(82). The protocol did not address stomach filling or any dose constraints for that 

organ specifically; there were no constraints or protocol concerning the filling state 

of the stomach in the SCOPE 1 trial and therefore for the patients in this study. The 

stomach was contoured as (a) whole organ and (b) stomach wall. The stomach wall 

volume was generated by creating a ring like structure encompassing the outer 5mm 

of the whole stomach outline. This has been shown to provide a satisfactory 

approximation of stomach wall thickness (120) & (121). In addition, the stomach and 
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stomach wall structures were divided into the volume that was within PTV1 

(Stomach-In and StomachWall-In) and outside PTV1 (Stomach-Out and StomachWall-

Out) (See Figure 4.1).  

 

Figure 4.1 ς Schematic of StomachWall-In and StomachWall-Out volumes 

 

Specific dose constraints were given for each for the SIB plans (Table 4.0) based on 

the recommendations of the QUANTEC paper for dose volume effects in the 

stomach and small bowel (122). An SIB dose of 60Gy in 25 fractions was considered 

to be clinically meaningful and is being taken forward within an on going prospective 

dose escalation trial (SCOPE 2). 

 

All treatment planning was undertaken in Eclipse (Version 10). The original 3D 

conformal plans were imported in DICOM format and the doses recalculated using 

the AAA algorithm with a 2.5mm grid. RapidArc (RA) plans were generated using 2 

arcs of 3600, clockwise and counter-clockwise with a collimator rotation of 100.  The 

50Gy 3D conformal plans (50Gy3D) were then compared to 50Gy RapidArc plans 

(50GyRA) and to plans with an additional simultaneously integrated boost of 60Gy to 

PTV2 (60GyRA) (See Figure 4.2).  
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Dose constraints for all the structures are listed in Table 4.1.  

Dose-volume constraints 

PTV1 (50 Gy)  V95% (47.5 Gy) > 95% 
Dmax (0.1cc) < 107% (53.5 Gy) 

PTV2 (60 Gy) V95% (57 Gy) > 95% 
Dmax (0.1cc)  < 107% (64.2 Gy) 

  

Lung Mean dose < 20 Gy 
V20Gy  < 25 % 

Heart Mean dose < 25 Gy 
V30Gy  < 45%* 
V40Gy  < 30%** 

CordPRV 
Liver 
Individual Kidneys 
StomachIn*** 
StomachOut*** 

Dmax (0.1cc) < 40 Gy (45 Gy permitted) 
V30Gy < 60% 
V20Gy < 25% 
Max dose < 60Gy 
Max dose < 45Gy 

Table 4.1 ς Dose constraints for dose escalated radiotherapy plans. *Applies only to 50GyRA and 
60GyRA plans. **Applies only to 50Gy3D plans. ***Applies only to 60GyRA plans 

 

A B 

Figure 4.2 
 
A: 50Gy3D plan with GTV, PTV and 
stomach outline 
 
B: 50GyRA plan with GTV, PTV and 
stomach outline 
 
C: 60GyRA plan with GTV, PTV2, PTV 
and stomach outline  
 
Outlines: GTV ς dashed 
orange  

PTV ς dashed red 
PTV2 ς dashed blue 
Stomach ς dashed 

green 

C 

50Gy 

0Gy 0Gy 

50Gy 

0Gy 

60Gy 



 
 

130 

Patient 6 was originally planned using 50GyRA therefore a 50Gy3D plan was not 

created in this case. 

 

4.3.3 Radiobiological modelling 

Radiobiological modelling of TCP was undertaken using the parameters derived by 

Geh et al (115). This multivariate logistics regression model was constructed using 

data from 26 pre-operative CRT trials in oesophageal cancer and was considered a 

good representative of the SCOPE 1 patient cohort. The TCP modelling was 

undertaken bin-wise in Microsoft Excel using parameters by Geh et al found in their 

original paper (115). Differential dose-volume histograms (DVH) for each structure 

were calculated in CERR utilising Matlab scripts developed in-house (86) before 

being converted to relative DVHs in Microsoft Excel. TCP was calculated as: 

 

TCP(z) =
exp(z)

1+ exp(z)
 (4.2) 

 

where z = a0 + a1 total RT dose + a2 total RT dose × dose per fraction + a3 duration + 

a4 age + a5 5FU dose + a6 cisplatin dose. The h/ʲ ǿŀǎ пΦфDȅΦ 

 

NTCP modelling was carried out in Eclipse Biological Evaluation module using the 

whole heart volume model of Gagliardi et al (123) with an endpoint of cardiac 

mortality, and for the lung using the model parameters from De Jaeger et al (124), 

which predicts a radiation pneumonitis (RP) of grade 2 or higher. NTCP models for 

the stomach are limited therefore modelling was carried out using those judged to 
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be most relevant. The whole stomach was modelled using parameters derived by 

Burman et al (106) with the endpoint being ulceration, whilst the stomach wall 

parameters were derived by Feng et al (125), modelling the proōŀōƛƭƛǘȅ ƻŦ җо ƎǊŀŘŜ 

gastric bleeding.    

 

Data were analysed using the SPSS statistics package version 20.0.0 (IBM), and 

results are reported as median (range) values. Both the Z-score and the P-Values 

were calculated. 

 

4.4 Results 

Table 4.1 (Page 138) reports the dose-volume metrics and the results of the 

Wilcoxon signed rank test for all radiotherapy plans. Adequate target dose coverage 

was possible for all patients in all treatment modalities when considering the 

coverage of PTV1 (Table 4.1). Four patients failed to meet the minimum coverage of 

PTV2 with the minimum coverage being 92.4%. All OAR dose constraints for the 

heart and lung were met for all patients for all treatment plans.  6 patients failed to 

meet the Stomach-In constraint and 1 failed to meet the Stomach-Out constraint for 

the 60GyRA plans. All other dose constraints in Table 4.0 were met. 

 

There was a mean decrease 1.0% (Range: -3.0%, 0.6%) in TCP from the 50Gy3D to the 

50GyRA plans, a mean increase of 12.0% (9.9%, 13.6%) in TCP from the 50Gy3D plans 

to the 60GyRA plans and a mean increase of 13.0% (12.4%, 13.4%) in TCP from the 

50GyRA plans to the 60GyRA plans (Figure 4.3).  
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Figure 4.3 ς TCP values of 50Gy3D, 50GyRA and 60GyRA radiotherapy plans 

 

For NTCP there was a mean decrease of 3.4% (-6.3%, 0%) for the heart from the 

50Gy3D to the 50GyRA plans, a mean decrease of 2.2% (-4.9%, 2.0%) from the 50Gy3D 

to the 60GyRA plans and a mean increase of 1.2% (0.5%, 2.0%) in NTCP for the heart 

from the 50GyRA to the 60GyRA plans (Figure 4.4).  

 



 
 

133 

 

Figure 4.4 ς NTCP for heart for 50Gy3D, 50GyRA and 60GyRA radiotherapy plans 

 

For lung there was a mean increase of 0.4% (-0.8%, 2.2%) in NTCP from the 50Gy3D to 

the 50GyRA plans, a mean increase of 1.0% (-0.6%, 3.2%) from 50Gy3D to 60GyRA, and 

a mean increase of 0.6% (0.1%, 1.2%) from the 50GyRA to the 60GyRA plans (Figure 

4.5). 
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Figure 4.5 ς NTCP for lung for 50Gy3D, 50GyRA and 60GyRA radiotherapy plans 

 

For the stomach and stomach wall the variation in NTCP between patients was 

considerable. Patients 1, 2, 6 & 8 all had stomach NTCP values <0.03% for all 

treatment plans whilst the largest value was 3.4% for a patient planned using the 

60GyRA technique (Figure 4.6).  
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Figure 4.6 ς NTCP for stomach for 50Gy3D, 50GyRA and 60GyRA radiotherapy plans 

 

The stomach wall model, which models gastric bleeding, showed considerably larger 

absolute values of NTCP, the largest being 39.4% for a patient planned with the 

60GyRA plan. Across the whole study, there was a mean decrease in stomach wall 

NTCP of 3.1% (-6.5, 0%) from the 50Gy3D plans to the 50GyRA plans, a mean increase 

of 5.9% (-4.7, 18.7%) in NTCP from the 50Gy3D to the 60GyRA plans and a mean 

increase of 8.2% (-0.4, 21.3%) in NTCP from the 50GyRA to the 60GyRA plans (Figure 

4.7).  
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Figure 4.7 ς NTCP for whole stomach wall for 50Gy3D, 50Gy3D and 60GyRA radiotherapy plans 

 

To address the fact that both part of the stomach and stomach wall are within the 

PTVs, particularly the dose escalated PTV2, I restricted the NTCP modelling to the 

volume outside the boost volume (PTV2). There was in general a smaller difference 

between the NTCP values between plans. In this case there was a mean decrease of 

3.4% (-7.4%, 0.3%) from the 50Gy3D to the 50GyRA plans, a mean decrease of 0.9% (-

4.7%, 1.0%) in NTCP from the 50Gy3D to the 60GyRA plans, and a mean increase of 

2.3% (-0.4%, 6.9%) in NTCP from the 50GyRA to the 60GyRA plans (Figure 4.8). 
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Figure 4.8 ς NTCP for stomach wall minus PTV2 for 50Gy3D, 50Gy3D and 60GyRA radiotherapy plans 

 

Table 4.3 shows the Pearson correlation coefficients between the Stomach and 

Stomach Wall volumes and associated dose metrics.   

 

   
Pearson Coefficient 

 Volumes: 
  

50Gy3D 50GyRA 60GyRA 

Stomach Volume - Stomach Mean Dose 0.35 0.60 0.61 

Stomach Volume - Stomach Max Dose -0.19 0.12 0.55 

Stomach Volume - Stomach V45 0.16 0.08 -0.02 

Stomach Volume - Stomach V50 0.11 0.05 -0.04 

Stomach Wall Volume - Stomach Wall Mean Dose 0.63 0.66 0.66 

Stomach Wall Volume - Stomach Wall Max Dose -0.12 0.32 0.68 

Stomach Wall Volume - Stomach Wall V45 0.23 0.21 0.12 

Stomach Wall Volume - Stomach Wall V50 0.38 0.22 0.04 
Table 4.3 ς Pearson correlation coefficients between stomach, stomach wall volumes and dose 

metrics 
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It can be seen how the strongest correlations are between the stomach wall volumes 

in each plan and the mean dose received by those volumes (0.63, 0.66 and 0.66 for 

the 50Gy3D, 50GyRA and 60GyRA respectively). 

 

Six patients had an overlap between the GTV and PTV2 and Stomach Wall structure 

whilst all patients had an overlap between the PTV1 and Stomach Wall structures. 

There was a strong correlation between the NTCP value and the Stomach Wall 

ǎǘǊǳŎǘǳǊŜκt¢±м ƻǾŜǊƭŀǇ ǎǘǊǳŎǘǳǊŜ ǾƻƭǳƳŜ ŦƻǊ ŀƭƭ ǘǊŜŀǘƳŜƴǘ Ǉƭŀƴǎ όtŜŀǊǎƻƴΩǎ wҐлΦулΣ 

0.77 and 0.77 for the 60GyRA, 50GyRA and 50Gy3D plans respectively). Figure 4.9 

shows the correlation between NTCP and the Stomach Wall/PTV1 overlap structure 

volume for the 60GyRA plans.  

 

 

Figure 4.9 ς NTCP vs whole stomach wall/PTV1 overlap structure volume for 60GyRA radiotherapy 

plans 
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There was also a strong correlation between the NTCP value and the Stomach 

Wall/PTV2 overlap structure volume for the 60GyRA plan (R= 0.82) (Figure 4.10). 

 

 

Figure 4.10 ς NTCP vs whole stomach wall/PTV2 overlap structure volume for 60GyRA radiotherapy 

plans 

 

4.5 Discussion 

This study has shown that using a VMAT delivered SIB technique it is possible to 

deliver a dose of 60Gy to the tumour whilst adhering to all standard OAR dose 

constraints for lower oesophagus tumours. In addition, this study, to my knowledge, 

is the first to specifically investigate the effect of dose escalation in lower 

oesophageal tumours on the stomach using radiobiological modelling.  

When comparing the 50GyRA to the 60GyRA plans there was a significant increase in 

TCP but also an increase in the mean dose parameter for the lung (See Table 4.2). 
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There was also a significant increase in mean TCP (Ғмнύ going from the 50Gy3D to the 

60GyRA plan. Comparing 50Gy3D and 50GyRA, there was a statistically significant 

increase in lung V13Gy, which can be explained by the low dose wash associated 

with RapidArc type treatment plans, however V20Gy reduced and mean lung NTCP 

was reduced from 5.1% to 4.3%. There was a significant decrease in the heart 

V30/40Gy values. Although this did not result in a significant decrease in NTCP 

between the two planning methods in this study, this agrees with results from 

previous work I was involved in on mid-oesophageal cancer patients (82). For the 

60GyRA plans as a whole, the NTCP values for the heart and lung were lower than 

those found in the previous study on mid oesophageal cancer patients as would be 

expected due to the more inferior location of the tumour. However, there was still a 

similar modest increase in heart and lung toxicities when using the boost technique 

(82). This also agrees with the recently published study by Roeder et al who 

delivered 60Gy to patients with oesophageal cancer using a SIB technique and found 

acceptable acute and late overall toxicity to the lung and heart (126).  

However, when treating lower oesophageal tumours there is the added complication 

of having the stomach adjacent to the treatment volume. Here I used two models for 

the stomach and applied them to both the structure as a whole and inside and 

outside the PTV.  The model for the stomach wall by Feng et al (125) was found to 

predict a higher rate of toxicity than that for the whole stomach, most likely the 

result of the different endpoints of gastric bleeding and ulceration being modelled 

respectively. Max dose constraints of 45Gy and 60Gy were applied to the stomach 

outside (Stomach-Out) and inside (Stomach-In) the PTV respectively for the 60GyRA 

plans. The NTCP results for the 60GyRA when modelling the volume outside the PTV 
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were similar to those of the 50GyRA and 50Gy3D plans (Max NTCP of 23.0% and 23.4% 

for the 60GyRA and 50Gy3D plans respectively), suggesting that dose escalation may 

not pose any more risk to normal stomach than 3D conformal radiotherapy (Figure 

4.8). However, when considering the stomach wall structure as a whole it was found 

that there was up to 20% increase in NTCP when using the dose escalation plan 

compared to the 50GyRA plan. This value however could be considered as being the 

worst case scenario, as it is acknowledged that stomach movement and filling over 

the course of treatment may blur out any dose hot spots. Any NTCP value is also by 

nature calculated from a model that is open to interpretation therefore should only 

be used to give an approximate risk. It is fully acknowledged that radiobiological 

modelling inherently has limitations that limit its accuracy. Specifically in the case of 

this study, there is a lack of both clinical outcome data and radiobiological models 

for stomach toxicity when prescribing a dose >50Gy. However the model used was 

deemed to be the most suitable in this instance. The application of radiobiological 

modelling to partial organ irradiation is also a contentious one that may affect the 

results. However the purpose of this study was not to give definitive values of 

stomach toxicity, but to investigate and inform of the potential relative risks involved 

in dose escalation of lower oesophagus tumours both in a forthcoming trial and in 

clinical practice.  

 

I have shown that there is a strong correlation in NTCP with the volume of overlap 

between the stomach wall with both PTV1 and the high dose region PTV2. When 

more clinical data are available it may become apparent that safe delivery of the 

60Gy SIB is dependent on this volume of the overlap, which could potentially be 
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reduced by reducing the treatment margins for individual patients using techniques 

such as 4DCT, gating and breath hold protocols. However it has been reported that 

the inter-patient motion of oesophageal tumours is highly variable (127) and that 

even the use of 4DCT may not even fully account for organ motion in between 

fractions (128). A move to reduce population-based margins from those used in the 

SCOPE 1 and SCOPE 2 trials, rather than on an individual basis, may therefore 

increase the risk of failure to control the disease. The margins used in this 

investigation were taken from the SCOPE 2 protocol and therefore give an 

approximation of results from a forthcoming nationwide trial, taking into account 

the inherent errors in radiobiological modelling. 

 

An inclusion criteria for the SCOPE 1 trial was that patients were to have 

histologically confirmed carcinoma of the oesophagus with no more than 2cm of 

mucosal tumour extension into the stomach. As this patient group is also likely to be 

ƛƴŎƭǳŘŜŘ ƛƴ ǘƘŜ {/ht9 н ǘǊƛŀƭΣ ǘƘƛǎ ǎǘǳŘȅΩǎ ŦƛƴŘƛƴƎǎ mean I would recommend that in 

the radiotherapy protocol that these patients be treated with caution until the safety 

of this dose escalation method is clearly defined within the SCOPE 2 trial.  

 

The results also suggest that the maximum prescribed dose achievable for each 

patient may be dependent on the volume of the stomach overlap with the treatment 

volume.  
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50Gy3D 50GyRA 60GyRA Wilcoxon signed-rank test  

 Median (range) Median (range) Median (range) 50Gy3D - 50GyRA 50Gy3D - 60GyRA 50GyRA - 60GyRA 

PTV1 
      V95% 98.2 (96.0-100) 99.1 (95.2-100) 97.0 (95.0-98.2) Z=0.53 (p=.57) Z=1.07 (p=.28) Z=1.36 (p=.17)  

PTV2 (GTV+0.5cm) 
      V95% 
  

95.1 (92.4-97.4) 
   TCP (%) Geh 38.7 (37.5-41.1) 37.8 (37.5-38.7) 50.9 (50.7-51.4) Z=2.11 (p=.04) Z=2.67 (p=.01) Z=2.81 (p=.01) 

       Lung 
      Mean dose (Gy) 9.8 (6.0-11.1) 10.2 (5.8-14.3) 10.7 (6.4-15.2) Z=1.78 (p=.07) Z=2.40 (p=.02) Z=2.80 (p=.01) 

V13Gy (%) 26.8 (20.0-35.9) 32.8 (15.1-51.6) 34.4 (18.0-54.2) Z=2.19 (p=.03) Z=2.55 (p=.01) Z=2.09 (p=.04) 

V20Gy (%) 19.7 (12.3-24.3) 11.3 (4.6-17.4) 15.6 (6.5-23.4) Z=2.55 (p=.01) Z=1.72 (p=.09) Z=2.81 (p=.01) 

NTCP (%) De Jaeger 5.1 (1.9-6.0) 4.3 (2.8-8.0) 4.7 (3.1-9.0) Z=1.49 (p=.14) Z=2.09 (p=.04) Z=2.80 (p=.01) 

       Heart 
      Mean dose (Gy) 26.8 (13.9-31.2) 21.2 (14.6-23.6) 20.2 (16.4-23.2) Z=1.68 (p=.09) Z=1.58 (p=.11) Z=0.15 (p=.88) 

V30Gy (%) 55.1 (9.7-67.9) 17.2 (8.2-25.3) 18.7 (10.3-22.6) Z=2.67 (p=.01) Z=2.55 (p=.01) Z=0.87 (p=.39) 

V40Gy (%) 16.2 (5.9-24.5) 10.1 (4.5-14.8) 10.6 (5.6-13.6) Z=2.67 (p=.01) Z=2.67 (p=.01) Z=1.58 (p=.11) 

NTCP (%) Gagliardi 8.9 (3.1-12.8) 4.9 (2.2-7.3) 6.1 (2.9-7.9) Z=1.90 (p=.06) Z=1.38 (p=.17) Z=2.80 (p=.01) 

       Stomach 
      Mean dose (Gy) 29.8 (5.5-44.2) 24.1 (5.4-40.4) 23 (6.5-36.1) Z=1.17 (p=.24) Z=0.97 (p=.33) Z=1.60 (p=.11) 

Max dose (Gy) 52.6 (49.6-53.4) 51.9 (42.4-52.9) 60.9 (51.6-61.6) Z=0.83 (p=.41) Z=2.61 (p=.01) Z=2.81 (p=.01) 

V45 (cc) 47.3 (7.3-80.4) 32.8 (0-49.8) 34.3 (5.4-25.4) Z=2.60 (p=.01) Z=2.50 (p=.01) Z=0.36 (p=.72) 

V50 (cc) 31.5 (0-23.4) 17.7 (0-14.8) 21.4 (2.2-19.2) Z=2.31 (p=.02) Z=1.78 (p=.07) Z=1.27 (p=.20) 

StomachIn max dose (Gy) 52.6 (49.6-53.4) 51.9 (42.4-52.9) 60.9 (51.6-61.6) Z=0.77 (p=.44) Z=2.61 (p=.01) Z=2.81 (p=.01) 

StomachOut max dose (Gy) 51.4 (49.4-53.1) 44.4 (36.6-43.6) 44.8 (42.3-46.1) Z=1.76 (p=.07) Z=1.79 (p=.07) Z=0.14 (p=.88) 
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NTCP (%) Burman 0.6 (0-2.5) 0.2 (0-1.3) 0.3 (0-3.4) Z=2.38 (p=.02) Z=0.35 (p=.73) Z=2.03 (p=.04) 

       Stomach wall 
      Mean dose (Gy) 29.5 (8.2-42.6) 22.9 (7.9-38.7) 22.4 (9.1-35.0) Z=0.97 (p=.33) Z=0.76 (p=.45) Z=0.87 (p=.39) 

Max dose (Gy) 52.6 (49.6-53.4) 51.9 (43.4-52.9) 61 (51.6-61.6) Z=0.77 (p=.44) Z=2.55 (p=.01) Z=2.81 (p=.01) 

V45 (cc) 28 (6.2-39.9) 17.9 (0-26.9) 17.9 (5.4-25.4) Z=2.19 (p=.03) Z=2.19 (p=.03) Z=0.46 (p=.65) 

V50 (cc) 15.8 (0-23.4) 9.1 (0-14.8) 9.2 (2.2-19.2) Z=2.31 (p=.02) Z=1.48 (p=.14) Z=1.28 (p=.20) 

NTCP (%) Feng 17.4 (3.5-24.9) 11.1 (3.6-18.9) 17.5 (3.2-39.4) Z=1.72 (p=.09) Z=1.99 (p=.05) Z=2.70 (p=.01) 

       Cord PRV 
      Dmax 0.1cc (Gy) 36.9 (16.1-41.3) 31.1 (26.2-44.1) 34.9 (28.4-39.6) Z=0.47 (p=.64) Z=0.18 (p=.86) Z=1.67 (p=.10) 

 
 
Table 4.2 ς Comparison of dose volume metrics and TCP and NTCP values for all radiotherapy plans 
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4.6 Quantification of stomach movement  

The work in the previous section on approximating stomach toxicity when escalating 

the dose of lower oesophageal tumours to 60Gy was undertaken by modelling NTCP 

from RT plans constructed using the patients planning CTs.  

Although the majority of radiotherapy is delivered based on the plan from a single 

CT scan such as this, the anatomy of a patient may change over the course of 

treatment. This is mainly due to patient movement, inaccurate patient positioning, 

and organ motion (129). The first two of these factors can be minimised by patient 

and staff training and the third to a lesser extent by the use of protocols and 

specialist equipment. However there is still likely to be internal organ motion that 

cannot be accounted for without using advanced techniques such as Image Guided 

Radiotherapy (IGRT) where on set CT images are used to position the patient 

correctly and track their movement during the fraction. Nakamura et al discuss how 

large variations in stomach volume may have a detrimental effect on dose escalation 

when treating pancreatic cancer, despite using a breath hold technique (130). As a 

result, the dose distribution received by the patient during treatment will most likely 

differ slightly to what was planned. This will therefore affect the dose distribution 

around the tumour volume and also any adjacent organs at risk and in turn any TCP 

or NTCP modelling. The impact of variation in gas in the stomach on dose 

distribution should also be considered. For example, Kumagai et al found that dose 

conformation to the CTV was degraded due to bowel gas movement when treating 

pancreatic cancer using carbon ion beams (131) and consequently may also be 

applicable when using photon beams. Bouchard et al also found that changes in 



 
 

146 

stomach filling resulted in the boost target being missed when treating GEJ tumours 

with IMRT-SIB (132). 

 

Motion of the tumour volume is accounted for by the use of margins that encompass 

the tumour volume as set out in ICRU Reports 50 and 62 (80) & (81), and there are 

several methods reported in the literature to minimise the uncertainty of target 

localisation and reproducibility during RT for lung, liver and intrapelvic tumours. 

However there are usually no such margins added to the outline of organs at risk. 

Some trial protocols specify methods to decrease uncertainty in OAR position such 

as drinking a specific amount of water to fill bladder or stomach. According to Urie et 

al, the problem of internal organ motion is most pronounced and severe in the 

abdominal region (133), where organ motion may arise from differences in filling 

states in addition to respiratory motion. As there was no stomach filling protocol for 

the SCOPE 1 trial, a study to investigate and quantify stomach filling between 

fractions may give an indication towards what impact, if any, the inclusion of a 

stomach filling or breath hold protocol would have on stomach toxicity and dose 

distribution when treating lower oesophageal tumours. The objective of the 

following study was therefore to investigate the inter fraction movement of the 

stomach by analysing the cone beam computed tomography (CBCT) images for 

patients being treated for lower oesophageal tumours. This may then give an 

indication of how stomach movement could affect the dose distribution and 

consequent TCP and NTCP modelling when dose escalating patients. 
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4.7 Cone Beam Computed Tomography 

Compared to the now widespread multi-slice CT scanners, cone beam computed 

tomography is a relatively recent technology (134). A divergent pyramidal or cone 

shaped source of ionizing radiation is directed through the middle of the area of 

interest on to an x-ray detector on the opposite side (Figure 4.11). 

 

 
 

 
Figure 4.11 ς {ŎƘŜƳŀǘƛŎ ƻŦ /./¢ ŀƴŘ ŎƻƴǾŜƴǘƛƻƴŀƭ ΨŦŀƴΩ /¢Φ (135) 

 

Figure 4.11 ǎƘƻǿǎ ǘƘŜ ŘƛŦŦŜǊŜƴŎŜ ōŜǘǿŜŜƴ /./¢ ŀƴŘ ŎƻƴǾŜƴǘƛƻƴŀƭ ΨŦŀƴΩ /¢Φ Lƴ /./¢Σ 

multiple basis projections for the projection data from which orthogonal planar 

images are secondarily reconstructed. In fan beam geometry, primary reconstruction 

of data produces axial slices from which secondary reconstruction generates 

orthogonal images. The amount of scatter generated and recorded by cone beam 

acquisition is substantially higher, therefore reducing image contract and increasing 
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image noise.   

 

4.8 Preparing for analysis 

Patients undergoing treatment for lower oesophageal cancer at Velindre Cancer 

Centre receive a cone beam scan on the first three fractions of their radiotherapy 

treatment, and then once weekly. This follows the guidance of the National Cancer 

Action Team report published in August 2012 (136). By utilising and analysing these 

images together with the planning CT, a clearer picture of the inter-fraction 

movement of the stomach could be gained. The planning CT image and CBCTs 

images for 4 patients treated at Velindre Cancer Centre were chosen for analysis. 

Although there were a greater number of patients with CBCT images available, there 

was a large variation in image quality of the CBCT images. As a result, I was only 

confident in being able to correctly identify the stomach on these 4 patients. 

 

4.8.1 Outlining the stomach volume 

The stomach organ volumes were outlined on both the planning CT and the cone 

beam CT for each patient on the OMP treatment planning system. These were 

checked and confirmed for accuracy by an oncologist before commencing with the 

study.  

 

4.8.2 Image registration 

To assess the movement of the stomach, it was important to assign one reference 

stomach volume from which the movement over the other fractions could be 

quantified. For the purpose of this study, the volume outlined on the planning CT 
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scan was assigned as the reference volume. Another requirement was the position 

matching of the bony anatomy of the patient from one CT image to the next, this 

would ensure that ŀƴȅ ŎƘŀƴƎŜ ƛƴ ǘƘŜ ǎǘƻƳŀŎƘΩǎ Ǉƻǎƛǘƛƻƴ ǿƛǘƘƛƴ ǘƘŜ ǇŀǘƛŜƴǘ ǿƻǳƭŘ ōŜ 

relative. This process of matching the 3D position of the patient between images is 

known as image registration and I carried this out between the planning CT image 

and the 4 CBCT images on the Velocity (Varian Medical Systems Palo Alto) software 

package. This was largely an automatic process using specific tools within the 

software, however on some occasions some manual adjustments were required. 

Figures 4.12 and 4.13 show the before and after of the process.  

 

 

Figure 4.12 ς Pre registration of planning CT and CBCT images 
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Figure 4.13 ς Post registration of planning CT and CBCT images 

 

Once the CBCT image was matched to the planning CT the associated stomach 

structures were imported and all the separate registrations (CT:CBCT1, CT:CBCT2, 

CT:CBCT3 and CT:CBCT4) fused into one image set. This created one planning CT 

image set with the associated stomach volume from each registered CT:CBCT 

combination. This image set was then exported in DICOM format for analysis. 

 

4.8.3 Quantifying the stomach position 

¢ƘŜ ǉǳŀƴǘƛŦƛŎŀǘƛƻƴ ƻŦ ǘƘŜ ŎƘŀƴƎŜ ƛƴ ǘƘŜ ǎǘƻƳŀŎƘΩǎ Ǉƻǎƛǘƛƻƴ ǿŀǎ ŎŀǊǊƛŜŘ ƻǳǘ ƛƴ /9wR. 

The DICOM file containing all the stomach volumes was imported and a CERR .mat 

file created. A screen shot of the resulting file can be seen in Figure 4.14. It can be 
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seen how all the stomach volumes from the planning CT, CBCT1, CBCT2, CBCT3 and 

CBCT4 are all present as separate structures. 

 

 

Figure 4.14 ς Screen grab from CERR showing all stomach volumes 

 

The position of each stomach structure was quantified by recording the maximum 

and minimum x, y and z coordinates of the structure using a script in Matlab. The 

coordinates for the centre of mass (COM) of each stomach structure were also 

recorded and the total volume of each stomach structure and the overlap volumes 

between the stomach and PTV and PTV2 calculated. 

 

 



 
 

152 

4.9 Results 

 

4.9.1 Difference in maximum and minimum XYZ coordinates and COM 

 

Patient 1 

The differences between the minimum, maximum and COM xyz coordinates and 

COM were calculated in mm. Table 4.4 shows the results for Patient 1. 

 

Difference Plan - CBCT1 Plan - CBCT2 Plan - CBCT3 Plan - CBCT4 

Min X -11.7 0 -6.8 2 

Min Y 2.9 2 13.7 8.8 

Min Z 0 3 0 -6 

Max X -1 3.9 -3.9 -4.9 

Max Y 4.9 3.9 -36.1 -19.5 

Max Z 9 6 18 9 

COM X -1.4 -1.2 -12.1 5.5 

COM Y -3.2 2.4 -5.7 -11.7 

COM Z 11.3 6.8 8.2 -0.1 
Table 4.4 ς Difference in minimum, maximum and COM xyz coordinates (mm) for stomach structures 

(Patient 1) 

 

It can be seen that there is a displacement of up to 36.1mm in the maximum Y 

coordinate. 
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Patient 2 

Difference Plan - CBCT1 Plan - CBCT2 Plan - CBCT3 Plan - CBCT4 

Min X 4.9 -1 -1 5.9 

Min Y -3.9 -3.9 -4.9 -9.8 

Min Z -6 18 -3 18 

Max X 6.8 4.9 4.9 7.8 

Max Y 3.9 2 2 -1 

Max Z 6 42 12 30 

COM X 2.5 -6.7 -2.8 3.7 

COM Y 0.1 2 -0.8 -3.2 

COM Z 2.4 31.4 6.6 26.6 
Table 4.5 ς Difference in minimum, maximum and COM xyz coordinates (mm) for stomach structures 

(Patient 2) 
 

The maximum displacement for patient 2 was 42mm in the Z direction. 

 

Patient 3 

Difference Plan - CBCT1 Plan - CBCT2 Plan - CBCT3 Plan - CBCT4 

Min X 8.8 4.9 2 2 

Min Y 3.9 5.9 2.9 5.9 

Min Z -3 0 -15 0 

Max X -8.8 0 -4.9 -3.9 

Max Y -10.7 6.8 2.9 2 

Max Z -12 -3 -12 0 

COM X 0.7 1.6 -1.6 0.7 

COM Y -6.3 6.4 1.5 0.8 

COM Z -7.3 0.4 -10.4 -0.8 
Table 4.6 ς Difference in minimum, maximum and COM xyz coordinates (mm) for stomach structures 

(Patient 3) 

 

The maximum displacement for patient 3 was 15mm in the Z direction. 
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Patient 4 

Difference Plan - CBCT1 Plan - CBCT2 Plan - CBCT3 Plan - CBCT4 

Min X -3.9 -3.9 6.8 -2 

Min Y -1.27 0 0.2 -1.37 

Min Z -1.5 0 -0.3 -1.8 

Max X -2.9 -12.7 -9.8 23.4 

Max Y 2 -2 0 19.5 

Max Z 18 9 15 27 

COM X 1.3 -4.1 2.9 14.6 

COM Y -3.2 -2.5 2.1 -1.1 

COM Z 6.1 4.1 6.6 9.3 
Table 4.7 ς Difference in minimum, maximum and COM xyz coordinates for stomach structures 

(Patient 4) 

 

The maximum displacement for patient 4 was 27mm in the Z direction. 

 

4.9.2 Average displacement of XYZ and COM coordinates 

The average displacement, regardless of direction, across all patients is shown in 

Table 4.8 

 

Average Plan - CBCT1 Plan - CBCT2 Plan - CBCT3 Plan - CBCT4 

Min X 7.3 2.4 4.2 2.9 

Min Y 5.9 2.9 5.9 9.5 

Min Z 6 5.3 5.3 10.5 

Max X 4.9 5.4 5.9 10 

Max Y 5.4 3.7 10.3 10.5 

Max Z 11.3 15 14.3 16.5 

COM X 1.5 3.4 4.9 6.1 

COM Y 3.2 3.3 2.5 4.2 

COM Z 6.8 10.7 8 9.2 
Table 4.8 ς Average displacement of minimum, maximum and COM xyz coordinates 
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The average and range of displacement across all image sets, for both the maximum 

and minimum xyz coordinates of the structures are shown in Table 4.9: 

Average XYZ 
 X 5.4 (0.0-23.4) 

Y 6.7 (0.0-36.1) 

Z 10.5 (0.0-42.0) 
Table 4.9 ς Average xyz coordinates across all image sets 

The average and range of displacement for the COM coordinates across all image 

sets are shown in Table 4.10: 

Average COM 
 X 4.0 (7.0-14.6) 

Y 3.3 (1.0-11.7) 

Z 8.7 (1.0-31.4) 
Table 4.10 ς Average COM coordinates across all images 

 

4.9.3 Difference in total volume 

I also calculated the total volume of the stomach for each patient in each image. This 

would allow a clearer picture of the change in the stomach structure. Figure 4.15 

shows the change in absolute stomach volume for each CT scan. Table 4.11 shows 

the percentage difference in volume recorded with the CBCT scan compared to the 

planning scan. 
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Figure 4.15 ς Absolute volume of stomach across treatment 

 

 
Plan Volume CBCT1 CBCT2 CBCT3 CBCT4 

Patient 1 166.30 -29.47 +0.43 +22.48 +14.69 

Patient 2 379.45 -20.94 -45.38 -24.65 -24.27 

Patient 3 128.78 +52.19 -3.34 +1.59 +0.38 

Patient 4 473.88 -27.06 5.57 +1.86 -64.86 
Table 4.11 ς Percentage difference in stomach volume between CBCT and planning image 

 

4.9.4 Difference in overlap volumes 

The change in overlap volume between the stomach and PTV is shown in Figure 

4.16. Table 4.12 shows the percentage difference in volume recorded with the CBCT 

scan compared to the planning scan. 
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Figure 4.16 ς Absolute volume of PTV/Stomach overlap across treatment 

 

 
Plan Volume CBCT1 CBCT2 CBCT3 CBCT4 

Patient 1 48.77 -26.51 +32.17 -26.58 +6.03 

Patient 2 195.92 -9.38 -74.87 -19.63 -53.26 

Patient 3 49.40 +18.93 +12.53 -26.30 +13.68 

Patient 4 108.94 -17.84 -2.08 +38.99 -33.85 
Table 4.12 - Percentage difference in PTV/stomach overlap volume between CBCT and planning image 

 

The change in overlap volume between the stomach and PTV2 is shown in Figure 

4.17. Table 4.13 shows the percentage difference in volume recorded with the CBCT 

scan compared to the planning scan. 
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Figure 4.17 ς Absolute volume of PTV2/Stomach overlap across treatment 

 

 
Plan Volume CBCT1 CBCT2 CBCT3 CBCT4 

Patient 1 5.32 -70.45 48.52 -37.72 42.77 

Patient 2 93.12 -0.90 -83.13 -7.83 -62.64 

Patient 3 1.84 -99.38 -4.05 -100.00 -16.67 

Patient 4 42.23 -18.04 -15.27 30.86 -30.50 
Table 4.13 - Percentage difference in PTV2/stomach overlap volume between CBCT and planning 

image 

 

4.10 Discussion 

This study quantified the inter-fraction movement of the stomach by utilising the 

planning CT and CBCT images. It is well recognised that the stomach continually 

changes volume and position during radiotherapy (137). Previous work has used 

endoscopically placed clips to try to quantify gastric movement, however these 

proved problematic by displacement during the course of RT (138). Fluoroscopy has 

also been used to identify the most superior, inferior, anterior, posterior and lateral 
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site of mucosal surface on film (139). In this study however I outlined the stomach 

on a treatment planning system and used a Matlab script to record the maximum 

and minimum xyz coordinates of the stomach structure in CT images taken across 

the course of radiotherapy treatment. It is clear that stomach movement is a 

combination of translations, rotations and changes in morphology (size and shape) 

therefore the difference in the maximum and minimum xyz coordinates of the outer 

limit of the structure together with the difference in COM coordinates gives a good 

indication of any change. The change in total volume of the stomach in each patient 

was also recorded. It was found that there was on average a 5.4mm, 6.7mm and 

10.5mm displacement in the outer border (maximum) of the stomach for the x y and 

z coordinates respectively. For the COM there was a 4.0mm, 3.3mm and 8.7mm 

displacement in the x y and z coordinates respectively. In their study of six patients, 

Watanabe et al also found that there was increased movement in the z direction, 

recording an average inter fractional movement of 1.9mm, 1.5mm and 4.1mm in the 

x y z directions respectively for the COM.  It is unclear why the movement recorded 

in their study should be larger than in this thesis, however a possible reason is the 

differing techniques in outlining the stomach. It is unclear from their publication how 

the COM was calculated for instance, and they also make assumptions that the 

stomach was rectangular parallel piped in shape.  

In order to further ascertain the influence any change in stomach volume may have 

on the dose it receives and the plan in general, the change in total volume and 

overlap volumes between the stomach and PTV and PTV2 (high dose 60Gy) regions 

was calculated. For the total volume there was an average percentage change of 

21.20% (0.38-64.86) between the volume of the stomach on the planning CT and 
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over the course of the CBCT images. The same average change was 29.38% (2.08-

74.87) for the PTV/Stomach overlap volume and 41.80% (0.90-100) for the 

PTV2/Stomach overlap volume. Although the change in absolute volume for the 

overlap volumes may be small, Figures 4.8 & 4.9 show how a small change in volume 

can have an effect on NTCP value.  This would indicate that the risk of toxicity to the 

patient is highly variable from one fraction to the next for the same patient 

dependent on the filling state of the stomach. In order to minimise the risk of 

toxicity to the patient it would be beneficial to reduce the volume of the stomach 

receiving a high dose and to keep this condition constant over the course of 

treatment. A stomach filling protocol could therefore aid the minimisation of risk of 

toxicity to the patient. 

 

4.11 Conclusion 

One aim of the overall project was to investigate the role of radiotherapy dose 

escalation in improving patient outcome. In this chapter, radiobiological modeling 

suggests that although increasing the prescribed dose to 60Gy is likely to improve 

tumour control, it may also be associated with a significantly increased risk of 

toxicity to the stomach within the boost volume. Results also suggest that the 

maximum prescribed dose safely achievable for each patient in the future may be 

dependent on the volume of the stomach within the treatment volume. This implies 

that the volume of the stomach is a clinical parameter that may affect patient 

outcome by increasing the risk of toxicity. By analysing the position of the stomach 

on CBCT images during treatment and comparing to that on the planning CT image 

the study was therefore extended to show that the position and volume of the 
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stomach of a patient is also highly variable. In order to minimise the risk of toxicity of 

the stomach during treatment using high dose regimes (>50Gy), and thereby 

improve treatment outcome a stomach filling protocol is recommended before each 

fraction. This has been taken forward in the SCOPE 2 trial, with the patient being 

required to fast for 2 hours and the drink 200mls of liquid prior to CT planning and 

treatment in an attempt to reproduce the same anatomical position of the stomach. 

As radiotherapy becomes more individualised, dose escalation may be more likely to 

be administered to a high-risk patient group, therefore any information that may aid 

the identification of a patient as having high or low risk of recurrence or spread will 

be beneficial. In the next chapter, an investigation in the emerging field of CT image 

texture analysis aims to contribute to this aspect of radiotherapy. 
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Chapter 5 

 

Exploring the link between tumour heterogeneity and 

patient outcome 

 

5.1 Introduction 

Heterogeneity is a well recognised feature associated with adverse tumour biology 

(140). It has also been shown how heterogeneity is associated with variations in 

genomic subtypes, expression of growth and angiogenic factors and the tumoral 

microenvironment, which also result in regional variations within individual tumours 

in proliferation, cell death, metabolic activity and vascularity (141). Combining this 

information, tumour heterogeneity has also been associated with tumour grades 

(142).  

Tumour heterogeneity can be assessed by imaging or biopsy, however the latter is 

invasive and can be difficult to obtain, while the former being until recently was 

limited to qualitative rather than quantitative analysis. However advances in image 

processing methods and computing software have allowed heterogeneity 

information to be extracted from medical images that may not be visible to the 

naked eye. Because of its availability and ease of use, the analysis of CT images is 

one relatively easy method of gaining heterogeneity information. In addition, as CT 

images are routinely taken as part of radiotherapy treatment, there should also not 
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be any further burden on the patient in acquiring this information. Other advantages 

include the relatively high levels of spatial resolution and reproducibility as well as 

the important consideration that the individual pixel intensity within a CT image 

directly reflects the physical density of the organs. Heterogeneity on CT can be 

assessed using texture analysis (TA), which quantifies the distribution of pixel values 

within a lesion. Using different filters, the two most important CT texture features 

that may be extracted are entropy and uniformity (143). Entropy is a measure of 

texture irregularity, whilst the uniformity is a measure of the gray level distribution 

within the tumour. A heterogeneous lesion would therefore be expected to show 

high entropy and low uniformity. According to a review paper by Alobaidli et al, the 

initial implementation of TA to predict patient survival was suggested by Ganeshan 

et al in 2007 (144). The method proposed has since resulted in a number of 

published studies from single centres investigating the role of TA in a range of 

tumour sites including non-small cell lung cancer and colorectal cancer ((145) & 

(146)).  

Clinically, the ability to identify high-risk patients according to the heterogeneity of 

their planning CT images could be extremely beneficial. For example it could result in 

alternative treatment such as individualised radiotherapy dose escalation. The 

purpose of this study was therefore to analyse the CT heterogeneity of the planning 

CT images from the SCOPE 1 trial, and using the available outcome data, identify 

which heterogeneity parameters if any could be used to determine whether a 

patient was in a high or low risk group in terms of overall survival. ¢ƻ ǘƘŜ ŀǳǘƘƻǊΩǎ 

knowledge this is the first investigation of its type to analyse data from a nationwide 
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multicentre clinical trial, rather than from a single centre. 

Number of 
patients 

Reasoning 

179 

Contrast administration data not available for 22 
patients 

 
Centres = 34 

Age in years (Mean = 70, Range: 40-88) 
Male (n=93), Female (n=86) 

Cetuximab (Yes(n=83), No(n=96)) 
Adenocarcinoma (n=46) 

Squamous Cell Carcinoma (n=133) 

Tumour Stage 1 (n=6) 
Tumour Stage II (n=37) 

Tumour Stage III (n=117) 
Tumour Stage IV (n=19) 

Table 5.0 ς Number of patients included in analysis in Chapter 5 

5.2 Texture analysis of the SCOPE 1 data 

The planning CT images of 179 patients from the SCOPE 1 database were analysed 

using a software package named TexRAD (TexRAD Ltd, Somerset, England, United 

Kingdom). This package was chosen due to it being the only commercially available 

software able to conduct the work required and work using the programme that had 

been published previously.  

  

5.2.1 TexRAD software package 

TexRAD is a sophisticated imaging risk stratification research tool that analyses the 

textures in existing radiological scans. Using a novel algorithm, it allows the user to 

analyse a region of interest (ROI) on a CT image, generating a number of parameters 

from that particular slice that may be associated with any aspect of patient outcome. 
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In addition to entropy, these parameters are shown in Table 5.1: 

 

Table 5.1 - TexRAD image analysis parameters 

 

Parameter Definition 

Mean  The average value of all the pixels within the region of interest  

Mean 

Positive 

Pixel 

(MPP) 

The average value of all the positive pixels within the region of interest 

SD  

A measure of how much variation or "dispersion" exists from the 

average (mean value). A low standard deviation indicates that the data 

points tend to be very close to the mean; high standard deviation 

indicates that the data points are spread out over a large range of 

values.  

Skewness  

A measure of the asymmetry of the histogram. The skewness value can  

be positive or negative. A negative skew indicates that the tail on the 

left side of the histogram is longer than the right side. A positive skew  

indicates that the tail on the right side is longer than the left side.  

A zero value indicates that the values are evenly distributed on both  

sides of the mean.  

Kurtosis  

A measure of the "peakedness" of the histogram. The kurtosis value  

can be positive or negative. A positive kurtosis indicates a histogram 

that is more peaked than a Gaussian (normal) distribution. A negative  

kurtosis indicates that histogram is flatter than a Gaussian (normal)  

distribution.  
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All the parameters shown in Table 5.1 can be acquired on a range of filters that are 

classified by the Spatial Scaling Factor (SSF). This approach uses the Laplacian of 

Gaussian band pass filters to highlight and enhance different spatial scales between 

fine and coarse textures (147) in a CT image, therefore providing a means of 

highlighting different aspects of tumour biology if required. In the TexRAD package 

the SSF range is from fine (2.0mm) to coarse (6.0mm). A lower SSF value (e.g. н ƳƳύ 

ŜȄǘǊŀŎǘǎ ŀƴŘ ŜƴƘŀƴŎŜǎ ŦŜŀǘǳǊŜǎ ƻŦ ŀ άŦƛƴŜǊέ ǘŜȄǘǳǊŜ ǎŎŀƭŜΣ ǿƘŜǊeas an SSF value of 3, 

п ƻǊ р ƳƳ ŜȄǘǊŀŎǘǎ ŀƴŘ ŜƴƘŀƴŎŜǎ ŦŜŀǘǳǊŜǎ ƻŦ ŀ άƳŜŘƛǳƳέ ǘŜȄǘǳǊŜ ǎŎŀƭŜ ŀƴŘ ŀ ƘƛƎƘŜǊ 

SSF value (e.g. с ƳƳύ ŜȄǘǊŀŎǘǎ ŀƴŘ ŜƴƘŀƴŎŜǎ ŦŜŀǘǳǊŜǎ ƻŦ ŀ άŎƻŀǊǎŜǊέ ǘŜȄǘǳǊŜ ǎŎŀƭŜ 

(148). 

In addition to the teȄǘǳǊŜ ŀƴŀƭȅǎƛǎ ƳƻŘǳƭŜΣ ¢ŜȄw!5 Ƙŀǎ ŀ ǎŜǇŀǊŀǘŜ ΨŘŀǘŀ ƳƛƴŜǊΩ 

module that allows the user to find and quantify relationships between the acquired 

heterogeneity parameters and patient outcome. There are a range of statistical 

analyses that can be undertaken on the data including correlations (Pearson) and 

Kaplan-Meier survival curve plotting.  

The Kaplan-Meier plotting module has a function that finds the lowest p-value in the 

log rank test between two groups. This function was used in the analysis of 

heterogeneity parameters with survival data.  

 

5.2.2 Considering contrast and cetuximab 

An important consideration when analysing CT images is whether the image is 

acquired using a contrast-enhancing agent. Radio contrast agents, such as iodine or 



 
 

167 

barium, are a type of medical contrast medium used to improve the visibility of 

internal bodily structures. The SCOPE 1 radiotherapy protocol suggests that using an 

intravenous contrast agent may be useful in distinguishing the GTV from the 

surrounding structures. Typically between 75cc and 150cc of contrast is used 

ŘŜǇŜƴŘƛƴƎ ƻƴ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ŀƎŜΣ ǿŜƛƎƘǘΣ ŎŀǊŘƛƻǾŀǎŎǳƭŀǊ ƘŜŀƭǘƘ ŀƴŘ ǘƘŜ ŀǊŜŀ ōŜƛƴƎ 

imaged.  Once the agent has been injected it circulates through the blood stream 

and increases the attenuation of the x-rays creating the image, thereby making the 

areas in which contrast is present show up better on the recorded image. However, 

the resulting image will have different pixel gray values and therefore heterogeneity 

when compared to the same scan acquired without contrast. This would therefore 

have an impact on the values of the parameters being recorded. When analysing the 

SCOPE 1 database it was important therefore to take the administration of contrast 

into account. As the data miner in the TexRAD software package is unable to stratify 

any survival data analysis according to a particular variable, the only way to 

compensate for contrast was to split the database into patients with and without 

contrast.  

In addition, as with previous analysis involving survival data in Chapter 3, the 

administration of cetuximab to each patient must be considered due to its effect on 

ŀ ǇŀǘƛŜƴǘΩǎ ƻǳǘŎƻƳŜΦ  

 

5.2.3 Importing GTV outlines 

The TexRAD package allows a user to either manually outline a ROI or import from 
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an external source as an extensible markup language (XML) file. This study was an 

analysis of the SCOPE 1 database where a suitable ROI, the GTV, had already been 

outlined by the clinicians treating the patients. A workflow was therefore required to 

convert the GTV outline structure from the DICOM files received by the centres to an 

XML file suitable for import into TexRAD.  

The key to this process was identifying a suitable program that allowed the user to 

export a single ROI slice as an XML file for import into TexRAD. Discussions with 

colleagues resulted in the OsiriX software package being used for this purpose, 

however there was still a substantial amount of preparation work required. 

The resulting workflow for creating a single ROI slice and importing to TexRAD was as 

follows: 

1. Import raw DICOM files into CERR 

2. Delete all structures other than GTV 

3. Identify central slice of GTV and delete all other slices 

4. Save and export as new DICOM file 

5. Delete RTDose file 

6. Import and load new DICOM file into OsiriX (CT and RTStruct only) 

7. Export single GTV slice as XML file 

8. Manually alter XML file from OsiriX format to TexRAD format in XMLSpear  

9. Find correct image slice of patient on TexRAD 

10. Import and check position of GTV on image slice 
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Manually altering the XML file 

Step 8 was crucial in getting the above workflow to work. This section shows this 

process in more detail. Testing was carried out on the PTV structure. 

Figure 5.1 shows the PTV structure of a patient as imported into the Osirix program. 

 

Figure 5.1 ς PTV outline in OsiriX 

 

Exporting the PTV structure as an XML file results in the following XML file (Figure 

5.2) 
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Figure 5.2 ς XML output from OsiriX 

 

Initially it was thought that the first set of x y z coordinates (e.g. 35.517075, -

232.447800, -548) were required for translation to the TexRAD environment. 

However using those coordinates resulted in the following orientation of the 

structure when imported into TexRAD (Figure 5.3) 
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Figure 5.3 ς In correct orientation of structure in TexRAD 

 

Figure 5.3 shows how the structure is not orientated correctly when compared to 

the original structure in OsiriX. The structure is flipped and is also smaller relative to 

the original.  

¦ǎƛƴƎ ǘƘŜ ΨtƻƛƴǘψǇȄΩ ŎƻƻǊŘƛƴŀǘŜǎ όŜΦƎΦ олмΦпсмуроΣ номΦмсумнύ ƘƻǿŜǾŜǊ ǊŜǎǳƭǘŜŘ ƛƴ 

the correct orientation of the structure in TexRAD. By using these coordinates and 

arranging them in the XML format required by TexRAD (Figure 5.4), it can be seen in 

Figure 5.5 how the structure is imported correctly on to the appropriate slice.  No Z 

coordinate is needed as the structure is imported manually on to the appropriate 

slice.  
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Figure 5.4 ς TexRAD XML format 
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Figure 5.5 ς Correct import of structure into TexRAD 

 

The manual manipulation of each separate XML file for a large database of patients 

such as the SCOPE 1 trial would be extremely time consuming. Therefore, once the 

correct format of the XML file required was known the process of creating the files 

was automated in MatLab.   The automated version works slightly differently by 

creating the XML files directly from the CERR file for each patient. The script writes 

an XML files for each slice of the required structure (in this case the GTV) and saves 

ǘƘŜƳ ƛƴ ŀ ŦƻƭŘŜǊ ƻƴ ǘƘŜ ǳǎŜǊΩǎ ŎƻƳǇǳǘŜǊΦ ¢ƘŜ ǳǎŜǊ Ŏŀƴ ǘƘŜƴ ǎŜƭŜŎǘ ǿƘƛŎƘ ǎƭƛŎŜ ǘƻ 

upload into the TexRAD software. For this study, the central slice of the GTV was 

selected however where a central slice was not possible, for consistency the most 

superior slice from the centre of the GTV was always chosen.  
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5.2.4 Texture analysis algorithm settings for oesophageal cancer 

TexRAD allows the user to specify the algorithm to analyse the ROI. The pre-set 

algorithms are as follows: 

¶ Ψ[ƛǾŜǊΩ - Includes only pixels between 0-300 HU within ROI after erosion for 

reducing edge artefacts in the case of large organ - Liver 

¶ Ψ[ǳƴƎΩ - Includes only pixels above -50HU within ROI after erosion for 

reducing edge artefacts in the case of lung tumours 

¶ Ψ{Ƴŀƭƭ ¢ǳƳƻǳǊΩ - Includes only pixels above -50HU within ROI after erosion 

for reducing edge artefacts in the case of small tumours 

¶ ΨtƘŀƴǘƻƳΩ - Includes all pixels (no thresholds) within ROI after erosion for 

reducing edge artefacts in the case of CT phantom studies 

However there was no pre-set algorithm for the analysis of oesophageal tumours 

ǘƘŜǊŜŦƻǊŜ ǘƘƛǎ ǊŜǉǳƛǊŜŘ ǘƘŜ ŎǊŜŀǘƛƻƴ ƻŦ ŀ ΨŎǳǎǘƻƳΩ ǎŜǘǘƛƴƎΦ !Ŧǘer consultation with the 

developers of TexRAD it was decided to use the settings of analyzing Hounsfield 

Units from -50 to infinity. Setting from -50 to 200 HU may exclude calcification of the 

oesophagus but discussions with the Chief Investigator of the SCOPE 1 trial stated 

that this would not be an issue with this dataset as calcification had not be observed. 

 

5.2.5 Analysed sample size 

179 ǇŀǘƛŜƴǘǎΩ 5L/ha ƛƳŀƎŜǎ ǿŜǊŜ ƛƳǇƻǊǘŜŘ ƛƴǘƻ ǘƘŜ ¢ŜȄw!5 ŘŀǘŀōŀǎŜΦ 22 patients 

were excluded from the whole SCOPE database of 201 patients due to their contrast 
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administration data being unavailable. 

Initially, analysis was carried out on two groups; those patients who were imaged 

using contrast and those who were not. To take into account both the use of 

contrast and the administration of cetuximab, the database was then split into 4 sub 

groups (Table 5.2). 

 
Cetuximab Contrast Number of patients 

Group 1 0 1 64 

Group 2 1 1 57 

Group 3 0 0 29 

Group 4 1 0 29 
Table 5.2 ς Sub Groups of patients 

5.3 Results 

5.3.1 Texture analysis in TexRAD 

All parameters in Table 5.3 including entropy were analysed for their impact on 

overall survival using SSF values of 2-6mm. Results for patients imaged with contrast 

(121 patients): 
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SSF2 Cut Off P-value Log-Rank Upper Lower 

Entropy >5.355 0.0098 6.6801 77 44 

MPP <93.485 0.0236 5.1264 95 26 

Skewness >2.63 0.0017 9.8669 12 109 

Kurtosis >10.89 0.0044 8.1287 11 110 

SSF3 Cut off P-value Log-Rank Upper Lower 

Entropy >5.445 0.0081 7.0032 78 44 

SSF4 Cut off P-value Log-Rank Upper Lower 

Entropy >5.565 0.0028 8.9124 75 47 

MPP <169.87 0.0306 4.68 94 28 

SSF5 Cut off P-value Log-Rank Upper Lower 

Entropy >5.61 0.0142 6.0089 73 49 

Kurtosis >-0.825 0.0484 3.9003 109 13 

SSF6 Cut off P-value Log-Rank Upper Lower 

Entropy >5.195 0.0187 5.5293 100 22 

Kurtosis >-0.71 0.0097 6.6847 102 20 
Table 5.3 ς Statistically significant results for all patients imaged with contrast 

Table 5.3 shows the statistically significant parameters for all patients imaged using 

contrast. The cut off indicates the patient group with worse survival. For example 

using the SSF2 filter, patients with an entropy value higher than 5.355 had worse 

survival than those with a value lower than 5.355. The upper and lower columns 

refer to the number of patients either side of the cut off point. The results show how 

entropy (highlighted in blue) is significant using all SSF filters.   
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Results for patient not imaged with contrast (58 patients): 

SSF2 Cut off P-value Log-Rank Upper Lower 

SD <277.86501 0.0309 4.6625 15 43 

Skewness >2.3 0.0003 12.8114 22 36 

Kurtosis >17.85500 0.0037 8.4059 4 54 

SSF3 Cut off P-value Log-Rank Upper Lower 

Mean >30.03 0.042 4.139 47 10 

SD >386.045 0.0233 5.1516 12 45 

Skewness >1.395 0.0057 7.6476 32 25 

Kurtosis >7.7 0.0018 9.7945 9 48 

SSF4 Cut off P-value Log-Rank Upper Lower 

Mean >42.875 0.0258 4.9737 45 12 

Skewness >1.115 0.016 5.8027 28 29 

Kurtosis >5.475 0.0023 9.2726 5 52 

SSF5 Cut off P-value Log-Rank Upper Lower 

Kurtosis >3.915 0.0269 4.9018 4 53 

SSF6 Cut off P-value Log-Rank Upper Lower 

Mean <576.39499 0.0382 4.3019 9 48 

SD <459.36 0.0459 3.9899 6 51 
Table 5.4 ς Statistically significant results for all patients not imaged with contrast 

Table 5.4 shows the statistically significant result for all patients not imaged with 

contrast. The key result in this table is that Kurtosis (highlighted in green) is 

statistically significant for SSF2-5 whilst Skewness (highlighted in cyan) is significant 

for SSF2-4. 
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Group 1 

SSF2 Cut Off P-value Log-Rank Upper  Lower 

Entropy >5.225 0.02 5.41 49 15 

MPP <93.485 0.04 4.07 49 15 

Skewness >2.61 0.01 5.93 8 56 

Kurtosis >10.85 0.02 5.68 6 58 

SSF3 Cut off P-value Log-Rank Upper Lower 

Mean <157.01 0.03 4.53 18 47 

Entropy >5.39 0.02 5.79 46 19 

SSF4 Cut off P-value Log-Rank Upper Lower 

Mean <145.445 0.03 4.75 25 40 

Entropy >5.575 0.02 5.49 41 24 

SSF5 Cut off P-value Log-Rank Upper Lower 

Mean <320.505 0.03 4.57 14 51 

Kurtosis >0.195 0.02 5.89 45 20 

SSF6 Cut off P-value Log-Rank Upper Lower 

Mean <347.1299 0.02 5.10 15 50 

MPP <387.58 0.02 5.19 27 38 

Kurtosis >-0.66 0.03 4.84 55 10 
Table 5.5 ς Statistically significant results for patients imaged with contrast and not administered 

cetuximab 

Table 5.5 shows that entropy (highlighted in blue) is a significant predictor for SSF2-4 

for contrast enhanced patients not administered with cetuximab. 
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Group 2 

SSF2 Cut off P-value Log-Rank Upper Lower 

Entropy >5.695 0.01 6.14 12 45 

Skewness >2.26 0.04 4.43 8 49 

SSF3 Cut off P-value Log-Rank Upper Lower 

Entropy >5.955 0.00 9.54 7 50 

SSF4 Cut off P-value Log-Rank Upper Lower 

Mean >260.965 0.05 3.98 16 41 

Entropy >6.095 0.00 12.04 8 49 

SSF5 Cut off P-value Log-Rank Upper Lower 

Mean >166.22 0.04 4.34 30 27 

SD >351.535 0.04 4.27 30 27 

Entropy >6.11 0.00 8.75 9 48 

SSF6 Cut off P-value Log-Rank Upper Lower 

Mean >266.73999 0.02 5.22 20 37 

SD >355.0551 0.01 6.22 29 28 

Entropy >5.91 0.00 8.65 18 39 
Table 5.6 ς Statistically significant results for patients imaged with contrast and administered 

cetuximab 

Table 5.6 shows that entropy (highlighted in blue) is a significant predictor for all SSF 

filters for contrast enhanced patients who were administered with cetuximab. 

Group 3 

SSF2 Cut off P-value Log-Rank Upper Lower 

Skewness >2.3 0.00 9.42 11 18 

Kurtosis >5.61 0.03 4.66 17 12 

SSF3 Cut off P-value Log-Rank Upper Lower 

Skewness >1.92 0.01 6.10 9 20 

Kurtosis >7.945 0.02 5.67 5 24 

SSF4 Cut off P-value Log-Rank Upper Lower 

Skewness >1.115 0.01 7.80 16 13 

Kurtosis >5.475 0.00 8.40 4 25 

SSF5 Cut off P-value Log-Rank Upper Lower 

Skewness >0.67 0.02 5.31 18 11 

Kurtosis >3.25 0.05 3.95 5 24 
Table 5.7 ς Statistically significant results for patients not imaged with contrast and not administered 

cetuximab 

Table 5.7 shows that skewness and kurtosis (highlighted in cyan and green 
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respectively) are significant predictors for all SSF filters for non-contrast enhanced 

patients who were not administered with cetuximab. 

Group 4 

SSF2 Cut off P-value Log-Rank Upper Lower 

Skewness >2.535 0.03 4.62 9 20 

Kurtosis >13.38 0.02 5.05 5 24 

SSF3 Cut off P-value Log-Rank Upper Lower 

Mean >56.385 0.04 4.18 20 8 

SSF4 Cut off P-value Log-Rank Upper Lower 

Mean >51.735 0.04 4.18 20 8 

SSF5 Cut off P-value Log-Rank Upper Lower 

Mean >39.45 0.04 4.18 20 8 
Table 5.8 ς Statistically significant results for patients not imaged with contrast and administered 

cetuximab 

Table 5.8 shows that skewness and kurtosis (highlighted in cyan and green 

respectively) are a significant predictor for only SSF2 for non-contrast enhanced 

patients who were administered with cetuximab. 

 

5.3.2 Multivariate analysis 

The entropy values calculated for each patient from group 1 were included with the 

clinical factors of age and tumour staging (the most statistically significant factors 

identified in Section 3.7) in a multivariate logistic regression analysis in SPSS. The 

results are shown in Table 5.9 
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Variable 
Regression 
Coefficient 

Standard 
Deviation 

P-value 

Stage 1.952 0.125 <0.001 

Age 1.032 0.01 0.002 

Entropy 0.832 0.159 0.248 
Table 5.9 ς Multivariate analysis  

The results show how entropy does not remain statistically significant when included 

with tumour staging and patient age.  

 

5.4 Discussion 

The hypothesis of this study was that CT image heterogeneity parameters from a 

clinical trial based patient cohort can be used as prognostic factors for patient 

outcome.  The SCOPE 1 database was therefore uploaded to a specific texture 

analysis software package that would allow the relationship between CT 

heterogeneity parameters and patient outcome to be explored. The original GTV 

outlines were imported and the CT image heterogeneity within these structures 

analysed using a number of parameters. The use of contrast for imaging was taken 

into account by splitting the database according to whether contrast was used or 

not. It is clear from the results that contrast has an effect on the heterogeneity, as 

the statistically significant parameters are dependent on whether contrast was 

administered prior to acquiring the CT images. For patients scanned using contrast, 

entropy was statistically significant using all SSF filters (Table 5.3), whilst for patients 

scanned with no contrast, entropy was not significant using any filters, although 

kurtosis was significant for SSF levels 2, 3, 4 and 5 (Table 5.4).  Skewness was also 

statistically significant for SSF 2, 3 and 4. However as with the other studies in this 
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thesis that included survival data, it was vital to take into account the administration 

of cetuximab when undertaking the analysis. The database was therefore further 

stratified according to cetuximab administration. The results in tables 5.5-5.8 show 

that the administration of cetuximab also had an influence on the statistically 

significant heterogeneity parameters that were found. For example in the contrast 

group, entropy remained significant using all SSF filters for patients who were 

administered cetuximab but was only significant for SSF 2, 3 and 4 when cetuximab 

was not administered. Similarly for patients not imaged with contrast, skewness and 

kurtosis remained significant for all SSF levels when no cetuximab was administered, 

but was only significant for SSF 2 when cetuximab was administered. Although it is 

interesting that the administration of cetuximab has an influence on CT 

heterogeneity parameters, and may confirm its effect on the biology of the tumour 

volume, it does not appear to have a clinically meaningful beneficial effect. The 

conclusion of the SCOPE 1 trial was that cetuximab is not recommended for use in 

patients with oesophageal cancer (56), therefore it is unlikely to be used again in the 

future.  It is only the results of the patients not administered cetuximab that are 

therefore relevant for further discussion. In addition, there were considerably more 

patients scanned using contrast than without (121 compared to 58). This would 

suggest that the most clinically relevant group in this analysis is Group 1, where 

contrast is used but no cetuximab is administered. The key result of this group was 

ǘƘŀǘ ǘƘŜ ŜƴǘǊƻǇȅ ǾŀƭǳŜ ƻŦ ŀ ǇŀǘƛŜƴǘΩǎ ǇƭŀƴƴƛƴƎ /¢ ƛƳŀƎŜ ǿŀǎ ŀ ǎǘŀǘƛǎǘƛŎŀƭƭȅ ǎƛƎƴƛŦƛŎŀƴǘ 

ǇǊŜŘƛŎǘƻǊ ƻŦ ǘƘŜ ǇŀǘƛŜƴǘΩǎ ƻǾŜǊŀƭƭ ǎǳǊǾƛǾŀƭΦ ¢ƘŜ Ƴƻǎǘ statistically significant result for 

entropy was using SSF4, with a cut off value of 5.575 and p=0.0191.   Yip et al also 

found entropy to be a statistically significant predictor of survival in a similar study of 
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patients with oesophageal cancer. Their retrospective study consisted of 36 patients 

from a single centre, all of whom were imaged with a contrast enhanced CT scan 

before and after CRT treatment. The chemotherapy regime differed in that patients 

received Cisplatin and 5-Fluorouracil (5-FU) compared to Cisplatin and Capecitabine 

in the SCOPE 1 trial. These differences in CRT regime, and the number of patients 

and centres may explain why the significant entropy cut off values found in their 

study of 7.356 and 7.116 for the medium and coarse filters respectively were higher 

than those found using the larger multicentre database here. Ganeshan et al also 

found a link between CT heterogeneity parameters and patient survival, albeit only 

with uniformity (149). Again, this was a relatively small database of 21 patients and 

patients were not scanned using contrast enhanced CT.  

When included in a multivariate cox regression analysis with age and tumour staging 

data, entropy did not remain significant. This may indicate that there is a strong 

correlation between the entropy parameter and tumour staging and age. In a clinical 

setting however, TA derived heterogeneity parameters are unlikely to be used as 

singular prognostic factors of outcome. Therefore although entropy is not significant 

in a multivariate model, it may still be useful in improving the depth of information 

on which a clinical decision is made.  

A strong point of this study is that the analysed database is from a national multi-

centre clinical trial, with some standardization of the radiotherapy planning scan 

parameters. However, it should be noted that this may also have a detrimental 

effect on the results due to the number of individual CT scanners (30 centres) used 

to collect the images for the patients. It has been shown previously that there is a 
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variation in image settings between the same model of CT scanner in different 

centres (150). This may be exacerbated in this study due to the nationwide nature of 

the database and that a variety of CT scanner models will have been used across the 

centres. The study is also limited by the fact that analysis using the TexRAD package 

is limited to that of a single slice of the GTV rather than the whole volume. 

Discussions with clinical colleagues concluded that the heterogeneity of a tumour is 

likely to not be uniform across its whole volume. As such the TA parameters will also 

likely be different depending on which section of the tumour is analysed. It is 

essential that this aspect by investigated further and the influence of single slice vs 

whole volume analysis confirmed.  

The field of TA of diagnostic images is however relatively young; for example at the 

ǘƛƳŜ ƻŦ ǿǊƛǘƛƴƎΣ ŀ tǳōaŜŘ ǎŜŀǊŎƘ ƻŦ ǘƘŜ ŎƻƳōƛƴŜŘ ǿƻǊŘǎ Ψ/¢ΩΣ Ψ¢ŜȄǘǳǊŜΩΣ Ψ!ƴŀƭȅǎƛǎΩ 

ŀƴŘ ΨhǳǘŎƻƳŜΩ ǊŜǘǳǊƴŜŘ но ŘƻŎǳƳŜƴǘǎΦ ! ŎƻƴǎƛŘŜǊŀōƭŜ ŀƳƻǳƴǘ ƻŦ ǿƻǊƪ ǎǘƛƭƭ ƴŜŜŘǎ ǘƻ 

be carried out in order to establish the exact relationship between TA parameters 

and patient outcome. The review article by Chalkidou et al concludes that there is 

currently insufficient evidence to fully support a relationship between texture 

features and patient survival (151). In the case of the work presented in this thesis, 

the statistically significant parameters would need validating on a similar data set if 

one were to come available. The forthcoming SCOPE 2 trial may provide an 

opportunity for this work. 
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5.5 Conclusion 

Although the exact value of the cut off in entropy value may differ between studies, 

these results show the potential of texture analysis to provide clinically meaningful 

information. The results of the multivariate analysis also suggest that heterogeneity 

parameters may not be suitable as individual predictors of outcome. The application 

and use of texture analysis in clinical practice is still exploratory in nature, but the 

clinical trial nature of the database in this study adds significant weight to the 

evidence that CT heterogeneity parameters can be useful as potential predictors of 

patient outcome. This work differs slightly from those in previous chapters by 

establishing a relationship between a diagnostic element of radiotherapy and 

outcome rather than the dose delivery aspect of treatment. In the future, this may 

allow high-risk patients to be identified and their treatment modified or 

individualized.   
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Chapter 6  

 

Conclusions and further work 

 

6.1 Conclusions 

 

The work contained within this thesis has concentrated on relating quantifiable 

parameters associated with the treatment of oesophageal cancer with patient 

outcome. In all, three main original contributions to research were made that 

together succeeded in meeting the aims and objectives of the study as set out in 

Section 1.9. In Chapter 3 a conformity index was used as a quality metric of the 

planned dose distribution for each individual patient. It was shown in a univariate 

analysis that the relationship between the 95% isodose and the PTV was significantly 

associated with patient survival. In addition, it was shown how the quality of the 

dose distribution could be improved by delivering the radiotherapy dose using the 

VMAT technique rather than the 3D-CRT technique that most patients in the trial 

received. Although the relationship between dose distribution and outcome did not 

remain significant when included in a multivariate analysis with other biological and 

clinical factors, the study suggests that the quality of the dose distribution may have 

a greater impact on patient outcome than thought previously. The work also 

suggests that using the VMAT technique offers a safer tool for dose escalation, 

therefore this aspect of the study was carried forward to Chapter 4. Here, as part of 
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important preparatory work for a forthcoming clinical trial, TCP and NTCP modelling 

was used to quantify the relationship between the dose received by the tumour and 

its effect on treatment outcome in terms of both tumour control and normal tissue 

toxicity. The study was centred on dose escalation for patients suffering from lower 

oesophageal cancer as the possible increased risk to the stomach in these patients 

was unknown. By comparing three different planning methods, the results show that 

the probability of tumour control is increased with higher doses. However, 

depending on the volume of the overlap of the stomach with the high dose region of 

the plan there may also be considerable increased risk of stomach toxicity for 

patients when the prescription dose to the tumour is escalated. Although further 

work showed that the change in volume of the overlap over the course of treatment 

was small, any variation could still impact on the risk of toxicity. Including a protocol 

to minimise stomach volume during treatment may therefore improve patient 

outcome. A similar conclusion was found in the dose escalation study on mid 

oesophageal patients, where it was reported that dose escalation was feasible 

depending on the amount of overlap between the lung and the PTV. Both of these 

studies suggest that as radiotherapy moves towards dose escalation, there may be 

additional differential issues such as these to consider compared to previous 

planning techniques and dosing regimes. However in both instances, the increased 

likelihood of toxicity is almost certainly justified if the increased tumour control is 

achieved. Finally, a software package was utilised that allowed the relatively new 

found relationship between heterogeneity parameters of CT images and patient 

outcome to be explored.  Previous work in the literature has shown this relationship 

to be statistically significant however these studies were confined to single centres. 



 
 

188 

The study undertaken in Chapter 5 is therefore the first to expand this type of 

analysis to data from a nationwide clinical trial. By analysing the area of interest 

originally outlined for treatment during RT the results confirm and strengthen those 

found previously in the literature. Although CT heterogeneity parameters are 

unlikely to be used as independent identifiers of patient outcome in a clinical setting, 

they can be generated from images already acquired as part of routine RT 

treatment. This means they are a relatively easy method of improving the depth of 

information on which a clinical treatment decision is based and its effect on 

treatment outcome. This type of analysis is comparatively new in nature and 

confidence and certainty in the results and how to best use them will grow as the 

field matures.  

As the treatment of cancer becomes increasingly personalised, the ability to identify 

ōƻǘƘ ŎƭƛƴƛŎŀƭ ŀƴŘ ǘŜŎƘƴƻƭƻƎƛŎŀƭ ǇŀǊŀƳŜǘŜǊǎ ǘƘŀǘ ŀŦŦŜŎǘ ŀƴ ƛƴŘƛǾƛŘǳŀƭ ǇŀǘƛŜƴǘΩǎ 

outcome will become progressively more important. The author hopes that the work 

contained within this thesis goes some way to contributing in this regard. 

 

6.2 Further work 

There are several areas investigated within this study that open up the possibility of 

further work. In Chapter 3, the investigation was carried out on patients whose 

radiotherapy dose was planned using Type B algorithm. This was due to the 

increased accuracy of the dose calculation in and around areas of low density tissue 

such as the lung when compared to those planned using Type A algorithms. It could 

be possible to increase the power of this study, or alternatively provide a validation 

dataset, by re-calculating the RT plans of the 109 Type A patients with a Type B 
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algorithm.  However this would mean that half the resulting database of plans was 

ŎŀƭŎǳƭŀǘŜŘ ǳǎƛƴƎ ƻƴƭȅ ǘƘŜ ǎǇŜŎƛŦƛŎ ŀƭƎƻǊƛǘƘƳ ŀƴŘ ¢t{ ŀǾŀƛƭŀōƭŜ ŀǘ ǘƘŜ ŀǳǘƘƻǊΩǎ ŎŜƴǘǊŜΦ 

More importantly, as the treatment planning system of each centre that participated 

in the SCOPE 1 trial is dosimetrically matched to their local linear accelerators, a re-

ŎŀƭŎǳƭŀǘŜŘ Ǉƭŀƴ ŀǘ ǘƘŜ ŀǳǘƘƻǊΩǎ ŎŜƴǘǊŜ ǿƻǳƭŘ ƴƻǘ ƎƛǾŜ ŀ ŎƻǊǊŜŎǘ ǊŜǇǊŜǎŜƴǘŀǘƛƻƴ ƻŦ ǘƘŜ 

actual dose received by the patient. This would mean that the outcome data did not 

match the dose distribution being analysed and might skew the results and eliminate 

any confidence in the conclusions. A possible solution would be to contact the 

centres at which the patients were planned in order to gain the required information 

or to ask the centre themselves to re-calculate using a Type B algorithm and send 

the DICOM data for analysis. The work on dose escalation in Chapter 4 is being taken 

forward in the SCOPE 2 clinical trial and will go some way towards addressing the 

role of dose escalation for oesophageal cancers. As a result of the work on gastric 

movement, a stomach filling protocol is being added to the SCOPE 2 trial protocol. It 

would be beneficial to therefore explore the same movement parameters after the 

inclusion of this protocol to confirm its effect on gastric movement and positional 

consistency. The modeling work could be expanded to include an analysis of spot 

scanning proton planning similar to the work carried out by Warren et al on mid-

oesophageal patients (152). It is possible that the use of proton planning in treating 

lower oesophageal cancer patients could reduce the risk of toxicity to the stomach 

due to the nature of the Bragg peak absorption curve in the body. However the main 

limiting factor is the volume of stomach within the high dose region, therefore 

identifying or designing a suitable pre-treament planning protocol to reduce this 

should be the priority. Finally, the work in Chapter 5 was conducted on a single slice 
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of the GTV. The work will therefore be expanded to investigate how the TA 

parameters may change over the length of the tumour. It would also be extremely 

interesting to apply the CT heterogeneity analysis software used in Chapter 5 to 

CBCT images acquired during the course of RT treatment. It may be possible to 

observe a change in the biology of the tumour during treatment, which could result 

in treatment being adjusted to improve the outcome of the patient. Although the 

inferior image quality of CBCT compared to RT planning CT scans will likely need 

overcoming in a clinical setting, initial results by Fave et al and van Timmeren et al 

on lung cancer have been promising (153) & (153). This could therefore be further 

explored in oesopheageal cancer using the SCOPE 1 database. The results of this 

chapter should also be validated on a similar dataset. The forthcoming SCOPE 2 trial 

may therefore provide an opportunity for this work. Other oesophageal trials such as 

NeoScope would also be suitable. However with both of these datasets, as was the 

case with the SCOPE 1 trial in this thesis, the patient cohort would have to be split 

according to the treatment parameter that affects overall patient survival reducing 

the overall power of the analysis.  
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Dissemination of work and attended courses, seminars 

and conferences 

 

7.1 Publications 

 

Journal Papers 

Relating CT heterogeneity parameters and patient outcome in the SCOPE 1 

oesophageal cancel trial 

Rhys Carrington, Emiliano Spezi, Sarah Gwynne, John Staffurth, Thomas Crosby 

(In preparation) 

 

The influence of dose distribution on treatment outcome in the SCOPE 1 

oesophageal cancer trial 

Rhys Carrington, Emiliano Spezi, Sarah Gwynne, Peter Dutton, Chris Hurt, John 

Staffurth, Thomas Crosby 

January 2016 · Radiation Oncology 1/2016; 11(1).  

 

The effect of dose escalation on gastric toxicity when treating lower oesophageal 

tumours: a radiobiological investigation 

Rhys Carrington, John Staffurth, Samantha Warren, Mike Partridge, Chris Hurt, 

Emiliano Spezi, Sarah Gwynne, Maria A. Hawkins, Thomas Crosby 

December 2015 · Radiation Oncology 12/2015; 10(1).  

 



 
 

192 

Radiobiological determination of dose escalation and normal tissue toxicity in 

definitive chemoradiation therapy for esophageal cancer 

Samantha Warren, Mike Partridge, Rhys Carrington, Chris Hurt, Thomas Crosby, 

Maria A. Hawkins 

International journal of radiation oncology, biology, physics 10/2014; 90(2):423-429.  

 

Conference abstracts 

EP-1632: Should dose escalation in oesophageal cancer be re-visited? A 

radiobiological analysis 

S.Warren, M.Partridge, M.Hawkins, R.Carrington, T.Crosby, C.N.Hurt 

Radiotherapy and Oncology 12/2014; 111:S218.  

 

EP-1583: An analysis of the dose distribution in the SCOPE 1 oesophageal cancer trial 

data 

R.Carrington, E.Spezi, S.Gwynne, P.Dutton, C.Hurt, J.STaffurth, T.Crosby 

Radiotherapy and Oncology 12/2014: 111:S196-S197.  

 

EP-1470: Does gastric toxicity influence dose escalation in lower oesophageal 

tumours? A radiobiological investigation 

J.Staffurth, R.Carrington, S.Warren, M.Partridge, C.Hurt, E.Spezi, S.Gwynne, 

M.Hawkins, T.Crosby 

Radiotherapy and Oncology 04/2015; 115:S797-S798.  
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PO-0986: Can radiotherapy dose distribution be related to outcome? An analysis of 

the SCOPE 1 oesophageal cancer trial data 

R.Carrington, E.Spezi, S.Gwynne, P.Dutton, C.Hurt, T.Crosby, J.Staffurth 

Radiotherapy and Oncology 04/2015; 115:S526-S527.  

 

TH-AB-304-11: The influence of radiotherapy treatment method on dose distribution 

and its relation to patient outcome in the SCOPE 1 oesophageal cancer trial using 

Type B algorithms. 

R.Carrington, E.Spezi, S.Gwynne, P.Dutton, C.Hurt, T.Crosby, J.Staffurth 

Medical Physics (Impact Factor: 2.64). 06/2015; 42(6):3703.  

 

SU-E-T-69: A radiobiological investigation of dose escalation in lower oesophageal 

tumours with a focus on gastric toxicity 

R.Carrington, J.Staffurth, S.Warren, M.Partridge, E.Spezi, S.Gwynne, M.Hawkins, 

T.Crosby 

Medical Physics 06/2015; 42(6):3346.  

 

7.2 Attended courses, seminars and conferences 

 

Courses attended at Cardiff University 

¶ Biomedical Research Techniques (October ς December 2012) 

¶ How to write a literature review (January 2013) 

¶ Endnote: An introduction (March 2013) 

¶ Matlab: An introduction (June 2013) 

http://www.researchgate.net/journal/0094-2405_Medical_Physics
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¶ Effective Researcher: Effective Progress ς The Second Year 

 

Courses attended elsewhere 

¶ ESTRO course in Quantitative Methods in Radiation Oncology, Cambridge, UK 

(September 2013) 

 

Conferences and seminars attended 

¶ CRW symposium, Swalec Stadium, Cardiff, March 2013, (Poster presentation) 

¶ Departmental Seminar, Velindre Cancer Centre, Cardiff, May 2013 (Oral 

presentation) 

¶ UKRO, Nottingham, October 2013 (Poster presentation) 

¶ ESTRO, Vienna, April 2014 (Poster presentation) 

¶ MPCE, Cardiff, June 2014 (Oral presentation) 

¶ NCRI, Liverpool, November 2014 (Poster presentation) 

¶ ESTRO, Barcelona, April 2015 (Poster presentation) 

¶ UKRO, Coventry, June 2015 (Oral and poster presentation) 

¶ AAPM, Anaheim, Los Angeles, July 2015 (Oral and poster presentation) 

¶ ESTRO, Turin, May 2016 (Poster presentation) 
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Appendix 

A1 Computer Coding 

 
 
function  p=logranktest(tA,cA,tB,cB)  
% log rank risk for survival (two variablles only)  
% written by Issam ElNaqa, 02/03  
tt=[tA,tB];  
ct=[cA',cB'];  
lA=length(tA); lB=length(tB);  
nt = length(tt);  
[tt,ind] = sort(tt); % should in ascending order  
ct = ct(ind);  
ft = ones(1,nt);  
totcumfreq = nt - cumsum(ft )+1;  
qt=ct./totcumfreq;  
nAc=lA;  
nBc=lB;  
for  i=1:nt  
    nA(i)=nAc;  
    nB(i)=nBc;  
    if  (ind(i)<=lA)  
        nAc=nAc - 1;  
    else  
        nBc=nBc - 1;  
    end  
end  
EA=sum(nA.*qt);  
EB=sum(nB.*qt);  
OA=sum(cA);  
OB=sum(cB);  
testA=(OA - EA)^2/EA;  
testB=(OB - EB)^2/EB;  
logtest=testA+testB;  
p=1- max(min(gammainc(logtest/2,1/2),1),0); % chi2 by integrating 

gamma. 
HazardRatio=((OA/EA)/(OB/EB))/2;  

 

Figure A1 ς Script for computing Hazard Ratio 
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SCOPE 1 Radiotherapy Guidance and Procedures 

 
 

Radiotherapy Treatment Planning and Delivery 
 

 
Abbreviations and Glossary 
 

CT Computerised tomography 

CTV Clinical Treatment Volume 

DVH Dose Volume Histogram 

EUS Endoscopic ultrasound 

FSD Focus to surface distance 

GOJ Gastro-oesophageal junction 

GTV Gross Tumour Volume 

ICRU International Commission on Radiation Units and Measurements 

IRMER The Ionising Radiation (Medical Exposure) Regulations 

OAR Organs at Risk 

PET Positron Emission Tomography 

PRV Planning Risk Volume 

PTV Planning Treatment Volume 

RCR The Royal College of Radiologists 

TMG Trial Management Group 

WCTU Wales Cancer Trials Unit 
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Introduction 
 
This document describes the process for radiotherapy treatment planning of 
oesophageal cancer and has been developed for the purpose of the SCOPE 
1 trial. The aim is to aid the delivery of high quality radiotherapy and to allow 
quality assurance procedures to be applied to ensure this is achieved. 
However, some aspects of the process are not explicitly defined and will vary 
according to the capabilities and characteristics of each centre and to some 
extent their local practice and experience. Guidelines for the delivery of 
concurrent chemotherapy are described elsewhere.  
 

1.1 General Requirements 

 
Conformal radiotherapy with a pixel based inhomogeneity correction is 
essential. The type of dose calculation algorithm to be used is not specified; 
the guidelines for Planning Treatment Volume (PTV) coverage are given later 
in section 5.1 and are based on use of a pencil beam algorithm. It is 
recognised however that these guidelines may not be realistic for other 
algorithms. Centres should assess dose coverage to PTV according to local 
experience in this case. Photon energy should be between 6MV and 10MV 
(but energies in excess of 10MV should only be used in exceptional cases 
due to secondary build-up depth). A combination of energies is permissible. 
Final calculation grid spacing of no greater than 0.3cm is recommended. 
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1 Patient Positioning and Computerised Tomography (CT) 
Planning Scan Acquisition 

 

2.1 Timing of the Planning Scan 

 
The planning scan should be performed within 2 weeks of starting the neo-
adjuvant phase of chemotherapy AND within 6 weeks of the staging CT scan. 
 

2.2 Treatment Position 

 
Patients should be planned and treated in the supine position with both arms 
above their heads. Immobilisation of the patient using a óchest boardô which 
fixes the arm positions above the head is recommended and immobilisation of 
the legs with a device similar to a óknee-fixô is also encouraged. 
 

2.3 System of Reference 

 
For the CT planning scan a suitable system of reference must be used. Three 
transversely aligned tattoos marked at the right, anterior and left surfaces of 
the patient (tattoos correspond to radio-opaque markers held in place for the 
duration of the CT planning scan) enable the patient to be correctly aligned for 
treatment. A single reference mark (for example the anterior mark) may be 
used to reference the isocentre of the external beam plan.  
 

2.4 Use of IV Contrast 

 
Use of IV contrast is recommended in line with RCR Recommendations1. 
Where contrast-enhanced CT planning scans are to be used for the dose 
calculation there may be an effect on the monitor unit calculation, which will 
not be representative of the treatment situation. The magnitude of this effect 
will vary between individual patients, scanning protocols and centres. There 
are three acceptable solutions: 

1. Use of single contrast-enhanced scan only. This can be used if the 
centre is satisfied that there are no implications of using contrast, for 
example if it has performed a study to assess the dosimetric effects of 
using contrast.  

2.  Use of both contrasted-enhanced and non-contrast CT scans. The 
contrast-enhanced scan is used for target volume definition and fused 
with the non-contrast scan which is used for dose calculation. 

3. Use of single contrast-enhanced scan and assignation of unit density to 
heavily contrasted areas.  
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2.4.1 Additional issues to consider with the use of IV contrast 
enhanced radiotherapy planning scans 
 

1. Safety: It is strongly recommended that each centre develops its own 
working instructions for the delivery of IV contrast for radiotherapy 
planning scans. It is also recommended that the RCR document 
óStandards For Iodinated Intravascular Contrast Agent Administration 
To Adult Patientsô is read and followed. The following should be 
considered: 

a. Patient identification:  
i. Ensure that the correct patient is scanned following the 

correct protocol.  
ii. Ensure consent form for this procedure is completed 

b. Allergic reaction to contrast:  
i. Awareness of features associated with increased risk of 

reaction: history of allergy or asthma. Ask if patient has 
had previous contrast-enhanced imaging 

ii. Awareness of medical support: a member of the medical 
team should be contactable throughout the duration of 
the scan and the emergency drugs trolley should be 
brought round to the scanner or be easily accessible. 

c. Effects of contrast in renal insufficiency; ensure recent creatinine 
is available and that patient is not dehydrated. Note that risks 
are increased in elderly patients, patients with cardiac failure, 
and diabetics (especially if taking oral metformin) 

i. If serum creatinine level is above 120mmol/l but less than 
150micromol/l, a member of the medical team should be 
informed and contrast administered at their discretion. 

ii. If serum creatinine level is above 150mmol/l, a member of 
the medical team should be informed and contrast should 
not be administered, unless patient is on dialysis that will 
take place within 24hrs. 

If in doubt, the decision should be made by a member of the 
medical team and if necessary discussed with a member of the 
TMG. Any reactions should be included in the patientôs notes, and 
reported to the WCTU.  

 
2. Practical procedure for IV contrast:  

a. Insert cannula  
b. Position patient in radiotherapy position 
c. Select correct imaging protocol; consider requirement for pre 

and post- contrast image acquisition 
d. Optimise image quality with IV contrast: These are 

recommendations based on experience from three centres, who 
have kindly allowed us to review their clinical protocols: Mount 
Vernon Hospital, Royal Marsden NHS Trust, and Velindre NHS 
Trust. Centres need to be aware that these recommendations 
are from clinical experience with their own hardware and 
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software, and that some degree of local development may be 
required. 

i. Type: Either Omnipaque or Visipaque can be used 
ii. Temperature: ensure contrast is brought to room 

temperature by placing in warm water 
iii. Volume: 100ml  
iv. Infusion rate: 2.5-3mls per sec. This may be reduced to 

as low as 1ml per sec, depending on cannula size 
v. Time between injection and CT: 35-40s 

e. Remove cannula at completion of scan 
 

 
 

2.5 Extent of the Scan 

 
To enable accurate assessment of the dose to organs at risk the scan should 
extend superiorly to at least one CT slice above the apices of the lungs and 
inferiorly to the iliac crest (L2). Scans for upper third tumours may need to 
extend superiorly to the tragus. Slice thickness should be no greater than 
0.5cm.  
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2 Organs at risk (OAR) 
 
 

3.1 Lungs 

 
The full extent of the right and left lungs are to be outlined, this should be 
done in such a way that the planning system will be able to calculate a 
combined lung Dose Volume Histogram (DVH). 
 

3.2 Spinal Cord 

 
The spinal cord should be outlined on slices which include or are within 2cm 
of the PTV in the superior and inferior directions. A Planning Risk Volume 
(PRV) for the cord is created to account for positioning error. The size of the 
margin added to the cord being commensurate with the accuracy of treatment 
delivery expected and as such, the tolerance level allowed in portal image 
verification on treatment. For example, Velindre Hospital applies a margin of 
0.5cm isotropically to generate the spinal cord PRV and allows no more than 
0.5cm movement of the isocentre on treatment before corrective action is 
taken. See section 7.1 
 

3.3 Heart 

 
The whole heart should be outlined to the extent of the pericardial sac (if 
visible). The major blood vessels (superior to the organ) and the inferior vena 
cava (towards the inferior extent of the heart) are excluded. Appendix 1 
contains an example.   
 

3.4 Liver 

 
The whole liver should be outlined if the level of its superior edge overlaps 
with the level of the inferior extent of the PTV.  
 

3.5 Kidneys 

 
Each kidney should be outlined separately if the level of its superior edge 
overlaps with the level of the inferior extent of the PTV. 
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3 Definition of Treatment Volumes 
 
 
Targets are defined following the principles of ICRU 50 and 62. The spinal 
cord and spinal cord PRV (section 3.2) should be outlined prior to definition of 
the treatment volumes. Dialogue with a specialist Upper GI radiologist 
regarding the target volume definition is encouraged. 
 

4.1 GTV Definition 

 
The Gross Tumour Volume (GTV) is the gross primary and nodal disease as 
defined on the planning CT scan with all available diagnostic information. This 
should include as a minimum: Endoscopic ultrasound (EUS) and contrast-
enhanced CT. Some centres may have access to Positron Emission 
Tomography (PET) scans and their use is encouraged. In some cases the 
EUS will not define the full extent of the disease because the scope has failed 
to pass through the stricture, in such cases information is used from the 
original endoscopy and the diagnostic CT scan. 
 
The GTV is localised on axial slices of the planning CT scan using the EUS to 
define a reference point (tracheal carina or the arch of the aorta) as well as 
the superior and inferior extent of the GTV. In principle the GTV should 
encompass the disease as defined on any of the above imaging modalities 
used (i.e. CT, EUS and/or PET), even if itôs only apparent on a single 
modality. 
 

4.2 CTV Definition  

 
The Clinical Treatment Volume (CTV) is defined differently in two clinical 
situations depending on the proximity of the GTV to the gastro-oesophageal 
junction (GOJ). Tumours that have a high risk of disease within the stomach 
have the potential to metastasise to lymph nodes that will only be included 
within the CTV if specifically outlined. Thus, two CTV definition protocols are 
defined below.   
 
4.2.1 CTV Definition for a GTV which does not extend to within 2cm of the 
gastro-oesophageal junction. 
 
The CTV will comprise the GTV plus a margin of up to 1cm laterally and 2cm 
superiorly and inferiorly (along the line of the oesophagus). It is created in 
three steps: 
 

¶ Step 1: The GTV is copied and labelled óCTVAô (so that the GTV is 
preserved as a separate structure) and extended by 2cm superiorly 
and inferiorly by manually drawing along the line of the oesophagus.  
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¶ Step 2: CTVA is copied and labelled óCTVBô. It is grown by a margin of 
1cm in the right, left, anterior and posterior directions.  

 

¶ Step 3: CTVB may then be adjusted as follows. Assessment of CTVBôs 
proximity to the spinal cord PRV is made and where it is deemed that 
the spinal cord dose volume constraints will not be met, the posterior 
margin may be reduced. This reduction should be performed on a 
slice-by-slice basis and should be subject to a minimum CTVA to 
CTVB margin of 0.5cm. This is discussed in more detail in Appendix 2.  

 

 
 

 

4.2.2 CTV Definition for a GTV which involves or comes within 2cm of the 
gastro-oesophageal junction. 
 
 
The CTV will comprise the GTV plus a margin of up to 1cm laterally, 2cm 
superiorly (along the line of the oesophagus) and  2 cm inferiorly (this will 
include the mucosa of the stomach in the direction of the lymph node stations 
along the lesser curve including the para-cardial and left gastric lymph nodes). 
It is created in five steps: 
  

¶ Step 1: The GTV is copied and labelled óCTVAô (so that the GTV is 
preserved as a separate structure) and extended by 2cm superiorly by 
manual drawing along the line of the oesophagus.  

 

¶ Step 2: CTVA is extended inferiorly as far as the GOJ making note of 
the length of extension from the GTV to this point. This step is not 
necessary if the GTV already extends to the level of the GOJ.  

 

¶ Step 3: CTVA is copied and labelled óCTVBô. This is grown with a 
margin of 1cm in the right, left, anterior and posterior directions.  
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¶ Step 4: CTVB is manually extended inferiorly such that the total inferior 
extension from GTV to CTVB is 2cm. This extension should aim to 
include the mucosa of the stomach, in the direction of the lymph node 
stations along the lesser curve including the para-cardial and left 
gastric lymph nodes.  

 

¶ Step 5: CTVB may then be adjusted as follows. Assessment of CTVBôs 
proximity to the spinal cord PRV is made and where it is deemed that 
the spinal cord dose volume constraints will not be met, the posterior 
margin may be reduced. This reduction should be performed on a 
slice-by-slice basis and should be subject to a minimum CTVA ï CTVB 
margin of 0.5cm. This is discussed in more detail in Appendix 2.  

 
 

 
 

4.3 PTV Definition 

 
CTVB is copied and labelled óPTVô. It is created by the addition of the 
following margins: 
 
Superiorly and inferiorly:   1.0cm 
Laterally, anteriorly and posteriorly:  0.5cm (this margin is applied in all 
circumstances regardless of the proximity of the target to the spinal cord)  
 
The maximum treatment field length is 17cm, i.e. maximum EUS disease 
length of primary tumour and lymph nodes is 10cm (assumes approximate 
1cm extension from PTV to field length).  
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4 Dose Volume Guidelines 
 
There follows a set of ódose volume guidelines.ô The guidelines for the PTV 
(section 5.1) should be taken as definitive (subject to the type of dose 
calculation algorithm used), however the aim of the remaining guidelines 
(sections 5.2 ï 5.6) is to assist optimisation of the plan in consideration of all 
the organs at risk. These guidelines should all be achievable in the majority of 
cases and therefore allow for the plan to be tailored to the individual case 
such that the patientsô associated co-morbidity may be considered and doses 
to organs at risk modified within the guidelines given. 
 

 

Region of Interest / Organ at 
Risk 

Dose Constraint 

PTV V95% (47.5Gy) > 99.0% 

PTV PTV min > 93% (46.5Gy) 

DMAX <107% (53.5Gy) 

GTV GTV min > 100% (50.0Gy) 

Spinal Cord PRV Cord Max <80% (40Gy) 

Combined Lungs V40% (V20Gy) <25% 

Heart V80% (V40Gy) < 30% 

Liver V60% (V30Gy) < 60% 

Individual kidneys V40% (V20Gy) <25% 
 

 
 

5.1 PTV 

  
The aim is to encompass the PTV with the 95% isodose with the best possible 
conformality of the 95% isodose to the PTV. In practice 99% of the PTV 
should be covered by the 95% isodose. The PTV maximum should be no 
more than 107% of the prescribed dose to the ICRU reference point ï this 
maximum dose is determined in accordance with ICRU definitions whereby a 
region of dose is considered clinically meaningful if its minimum diameter 
exceeds 1.5cm. These requirements for the PTV are based on the use of a 
pencil beam algorithm ï if any other algorithm is used centres should assess 
dose coverage to PTV according to local experience of best possible 
coverage achievable. 
 

5.2 Spinal Cord 

 
Dose to the spinal cord PRV should be increased to a level of around 38Gy 
and up to a maximum point dose of 40Gy. In practice this is achieved via a 
high posterior beam contribution and results in best possible reduction of 
doses to heart & lungs. No significant advantage is expected in attempting to 
reduce the dose to spinal cord below 38Gy, conversely increasing the dose to 
this safe level will give improved dose volume results for the remaining OARs. 
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5.3 Lungs 

 
The volume of lung (right and left combined) receiving 20Gy should be less 
than 25% i.e. V20 < 25%.  This level of dose may be achieved by judicious 
choice of gantry angle, optimised shielding and by limiting the percentage 
contribution of the lateral / lateral oblique beams. 
 

5.4 Heart 

 
The volume of heart receiving 40Gy should be less than 30% i.e.V40 < 30%. 
A proportion of the heart may overlap with the PTV ï dose reduction to the 
remainder of the heart volume if required may be achieved by reducing the 
anterior beam contribution.  
 

5.5  Liver 

 
The volume of liver receiving 30Gy should be less than 60% i.e. V30 < 60%. 
 

5.6 Kidneys 

 
Volume of each kidney receiving 20Gy should be less than 25% i.e.V20 < 
25%. Where this is not  achieved the plan should aim to spare one kidney 
(subject to consideration of individual kidney function as demonstrated on a 
renogram) as far as possible and within the V20 < 25% limit. This is not 
expected to be a problem except in some with Siewert Type 3 tumours (which 
are not eligible for SCOPE 1).  
 

5.7    SCOPE 1 Radiotherapy planning using óType bô dose 
calculation algorithm  
 

It is stated in section 5.1 that the aim is to conform the 95% isodose to the 
PTV with a target volume coverage of 99%. However, with increased use of 
type b algorithms* for dose calculation in the highly inhomogeneous region as 
is the thorax, the above is proven to be an unrealistic target for 95% dose 
coverage. 
 
Recent work has been published2 which attempted to address this issue with 
respect to oesophageal planning for SCOPE. The work was instigated as a 
result of the above issue when attempting to provide guidance to centres 
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returning QA and patient cases planned using type b algorithms, in which the 
PTV coverage would ófailô target dose criteria. 
 
The work included retrospectively planning 15 patients from the SCOPE trial 
using Oncentra Masterplan (OMP) [Nucletron, Veenendaal, The Netherlands] 
using the Collapsed Cone dose calculation algorithm3. The 95% dose 
coverage was compared with the percentage overlap of the PTV with low 
density tissue. 
 
From the work it was found that a correlation could be drawn between the 
achievable 95% dose coverage and the percentage volume of the PTV which 
included low density tissue such as lung. From this correlation the following 
formula was derived to provide a dose coverage target: 
 

[ ]PTVoverlapV %4.0%99%95 ³-²  

 
Also included in the published work was a short description of an approach to 
optimising a plan to achieve the above target coverage ï this aspect is 
covered in more detail in this document: 
 
In planning using type b algorithms it may be observed that improved 
coverage can be achieved through increasing the field size near the region of 
poor coverage. In order to avoid unnecessary increases in filed size it is 
suggested that the initial planning is performed under full scatter conditions ï 
inhomogeneity correction should be switched off or the patient outline set to 
water density. Under these conditions the plan can be quickly optimised with 
approximate wedging and relative beam weighting. In this way the field sizes 
should be set to achieve acceptable 95% isodose coverage. It is important 
that the relative weightings are representative of the final plan at this point as 
plans weighted heavily from ant post fields will result in the requirement of 
smaller field sizes from the lat fields, and larger on the A/P. 
 
Final optimisation can then be conducted with inhomogeneity correction, 
whereby no increase to the field sizes should be applied. The figure derived 
using the formula above should be used as the target volume coverage for 
95% dose. 
 
It should be noted that the formula is based on work solely using the OMP 
collapsed cone algorithm on 15 patients. In using the technique for 
prospective planning on the same system the target coverage has been easily 
achieved in all cases. In which case the plan should be optimised to improve 
the coverage further if possible without increasing field sizes, beyond the point 
where the calculated target has been achieved. 
 
Centres with an established method for planning with type b algorithms or 
those wishing to take a different approach can plan as preferred. 
 
It is intended that plans calculated with type b algorithms will be assessed 
with respect to the target derived from the formula. As such an updated 
revision of the SCOPE RT plan assessment form has been produced to 
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include the %PTV overlap, along with the calculated target, to highlight 
deviations from the protocol. 
 
Glossary 
*Type b algorithms include óCollapsed Coneô in Pinnacle [Royal Phillips Electronics, Amsterdam, The Netherlands] 
and Oncentra Masterplan, óMultigrid Superpositionô in Xio [CMS Inc., St Louis, MO, USA], óAnisotropic Analytical 
Algorithmô (AAA) in Eclipse [Varian Medical Systems Inc., Palo Alto, CA, USA]. 

 
 
 

5 Pre-Treatment Verification 
 

 
Prior to treatment commencing, centres should follow their local protocols as 
regards pre-treatment verification; this may include a simulator check of the 
treatment, where any adjustments required should also be made according to 
local practice. Where simulator checks are performed, the single phase 
technique reduces this to one rather than two procedures.  
An alternative system verifies positional accuracy on the first fraction of 
treatment. This may be done via the generation of ódummyô isocentre fields 
(shown below) in the treatment planning system. These fields are prepared 
with a standard field size with zero collimator twist and are positioned at the 
anterior (gantry = 0º) and lateral (gantry = 90º or 270º) orientations to enable 
translation of any shifts seen in the comparative verification images into 
movements in the anterior-posterior, rightïleft and superior-inferior directions.  
 

 
 

The ódummy fieldsô are exported to the treatment órecord and verificationô 
software and are used as óreference imagesô with which óon-treatmentô portal 
images may be compared (see section 7). As such, the treatment is verified 
on set and a pre-treatment simulator check is not performed. 
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6  On-Treatment Verification 
 

7.1 On-Treatment Verification and Adjustment of the 
Isocentre Position 

 
Accuracy of delivery should be verified on the treatment set. This may be 
managed according to local protocols and in accordance with best practice. 
Our standard protocol for treatment positional verification specifies the 
collection of electronically acquired lateral and anterior portal isocentre 
images (or films where electronic means are not available) on the first three 
days of treatment and thereafter on a weekly basis.  
 
Images are analysed via anatomical matching as shown in the images below: 
for the anterior image the vertebral bodies are outlined and matched, for the 
lateral image the process is repeated using the vertebral bodies and the 
sternum. The magnitude and direction of displacement between the 
óreferenceô and óon-treatmentô images is then measured in the Sup-Inf, Ant-
Post and Left-Right directions.   
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This analysis is performed and checked by suitably trained and authorised 
óIRMER practitionersô For images which fall outside the accepted tolerance, 
action is determined based on the extent of the mismatch - three action levels 
are defined as follows: 
 

¶ Level 1 
 

No action is required if a portal image is less than 0.5cm displaced 
from the reference image. 

 
 

¶ Level 2 
 

If any given portal image is between 0.5 and 1.0cm displaced from the 
reference image then treatment may continue but set up is monitored 
by repeating portal images on each subsequent fraction until three sets 
have been acquired. At this point the average shift is calculated and 
the set up movements of the isocentre from the patient reference point 
are adapted accordingly.  An off-line correction strategy is adopted i.e. 
a further set of images is taken on the next fraction of treatment and is 
analysed prior to the next dayôs treatment.  

 

¶ Level 3 
 

If any given portal image is more than 1.0cm displaced from the 
reference image, then the treatment set up is reviewed prior to further 
treatment being delivered. This review may be a simulator or an on-set 
on-line correction strategy. i.e. prior to set up, new set up isocentre 
movements from the patient reference mark are calculated using the 
known displacements from the reference image and a further set of 
isocentre images must be taken and analysed before the treatment is 
delivered. 

 
All changes are fully documented within the patient treatment record. 
 

7.2 On-Treatment Verification of Patient Outline 

 
Accuracy of the patient outline should be verified on set, as changes may 
have occurred since the CT Planning scan was acquired. This may be done 
according to local protocols and will depend on the technology available at 
each centre. Our standard protocol requires the measurement of FSD for 
each treatment field for the first three fractions of treatment. The readings 
should reflect a consistent treatment set up i.e. if set up instructions are 
changed at any point during the treatment, the measurements must be taken 
for the three fractions following the change. Where the average reading for 
any field is more than 0.5cm out of tolerance, the treatment sheet is referred 
to Physics and the need for monitor unit correction is assessed. However if 
any single measurement for any given beam is more than 1.5cm different 
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from that planned, then the matter is investigated before further treatment is 
delivered.  
 
 
Where the patientôs plan is referred for possible monitor unit correction the 
following guidelines are applied: If any single beamsô average FSD reading is 
more than 1.0cm different from the planned FSD, or if any two beamsô 
average FSD is more than 0.5cm different from that planned, then a monitor 
unit correction is calculated, checked and applied. Large changes in FSD 
(>1.5cm) may be indicative of poor set up and are investigated further to 
confirm treatment accuracy before a monitor unit correction is applied. 
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4. Appendix 1: Delineation of Heart Volume 

 
The whole heart is outlined to the extent of the pericardial sac (if visible). The 
major blood vessels (superior to the organ) and the inferior vena cava 
(towards the inferior extent of the heart) are excluded. The superior extent is 
often difficult to define and may be simplified by identification of the vessels 
superior to the heart. We use the point where the pulmonary trunk and the 
right pulmonary artery are seen as separate structures as indication of the 
superior extent of the heart. Shown below are alternate CT images for a scan 
taken at 0.3cm intervals. 
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The definition of the heart is shown below on the same data set. The superior 
extent of the heart has been interpreted as the 1st section on which the right 
and left pulmonary arteries have separated. Throughout the heart is outlined 
to the extent of the pericardial sac. The inferior extent is less problematic to 
delineate as the organ appears well defined compared to the surrounding 
tissues in the abdomen. However, if possible, the inferior vena cava should be 
excluded. 
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For reference the non-delineated CT data set is also provided below. 
 
 

 


